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Lung cancer is the leading cause of cancer death in the United States, causing an 
estimated 160,400 deaths in 2007.  At the time of diagnosis, most patients already present 
with advanced disease.  Despite advances in treatment and diagnosis, the five-year 
overall survival rate is only 15% [3].  As for earlier detection, the “serendipitous 
discovery of lung cancer in asymptomatic people is currently the principal way in which 
stage I lung cancer is detected” [4].  Thus, there is great interest in determining whether 
routine screening can improve early detection and reduce the mortality rate.  Previous 
trials in the 1970’s to screen for lung cancer with chest X-ray and sputum (mucus or 
phlegm) analysis did not show significant reduction in mortality [5]. 
Currently, researchers are actively investigating screening with computed 
tomography (CT), as CT has been shown to have higher sensitivity in detecting small 
lung nodules compared to chest X-ray [6-12].  This suggests that CT screening has a 
strong potential for improving the likelihood of detecting lung cancer at an earlier and 
potentially more curable stage [13].  If CT screening is recommended, however, it would 
also exacerbate already mounting challenges of using CT for detection and diagnosis, 
namely, an ever increasing number of slices for interpretation.  As more nodules are 
detected, more nodules need to be followed-up and managed.  Despite the increasing 
spatial resolution of CT, assessing the likelihood of malignancy of nodules by visual 
inspection is difficult. This may be a reason why as many as 50% of nodules resected at 
surgery are benign [12], emphasizing the need to provide radiologists with tools to 
characterize nodules accurately and to handle large data sets. 
2 
1.1.1 Computer-aided Diagnosis (CAD) 
 Computer-aided diagnosis (CAD) may serve as a second reader by analyzing 
nodules and providing a malignancy estimate using computer vision and machine 
learning techniques.  CAD may address some of the issues in lung nodule 
characterization, such as the increasing demand on radiologist’s time caused by the 
increasing data volume, radiologist fatigue or distraction, and differences in radiologists’ 
experience.  Computers are playing an increasingly large role in radiology.  In 
conventional radiography, x-ray images were recorded on screen-film systems, while 
today’s radiologists view digital radiographs on display monitors.  Computers have been 
vital in the development of medical imaging technology -- without computerized 
reconstruction, CT and MRI imaging would not be possible.  The next role for computers 
may be in the interpretation of images. 
1.2 Problem Statement 
The goal of this dissertation is the investigation of the various components and 
development of an automated CAD system to assist radiologists in the classification 
(characterization) of lung nodules on helical multi-slice CT scans.  A CAD system 
comprises segmentation, feature extraction, feature selection, and classification 
components.  We aim to develop an effective CAD system that will assist radiologists in 
assessing lung nodule malignancy. 
1.3 Summary of Contributions 
 The main contributions of this dissertation are summarized as follows: 
• An extension of the 2D active contour model [14, 15] to include 3D information 
by adding three new energy terms to the cost function (Chapter 2) [16]. 
• An approach to search for segmentation parameters by using classification 
accuracy as quantified by the area under the receiver operating characteristic 
curve, Az (Chapter 2) [1, 17]. 
• A study on the dependence of the performance of the CAD system on the primary 
versus metastatic status of lung nodules [18]. 
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• A set of performance metrics to evaluate segmentation effectiveness (Chapter 2, 
Appendix 2) [1]. 
• An investigation of the effects of CT scanning parameters on segmentation 
performance for synthetic lung nodules in a chest phantom (Chapter 3) [2, 19] that 
may aid in providing a context to interpreting extracted interval change volume 
features from serial CT scans [20, 21]. 
• A simulation study to investigate the biases and variances of CAD systems built 
with various feature selection and classification methods using data drawn from 
representative feature space distributions (Chapter 4). 
• The design of profile and gradient field features to describe the nodule surface, in 
addition to the use of morphological features and texture features to characterize 
the nodule (Chapter 5) [22]. 
• A two-loop leave-one-case-out resampling scheme to reduce the optimistic test Az 
bias in the one-loop scheme (Chapter 5) [22]. 
• A preliminary observer study with six fellowship-trained thoracic radiologists to 
demonstrate that CAD can provide statistically significant improvement on 
radiologists’ diagnostic accuracy (Chapter 6) [23, 24]. 
1.3.1 Other Contributions 
 Other contributions not detailed in this dissertation utilized the 3D active contour 
for various tasks.  One was to study the effect of segmentation on the accuracy of nodule 
detection [25].  The others used the 3DAC to automatically segment phantom nodules for 
analysis of CT number.  These include: 
• A study of the accuracy of CT number estimation for lung nodules in multi-
detector CT scans [26, 27]. 
• An analysis of the effect of patient body size and lung size on CT number 
accuracy for lung nodules [28]. 
• An investigation of single- and dual-energy CT calibration lines for assessing the 
calcium content of nodules [29]. 
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1.4 Dissertation Outline 
 This dissertation focuses on the investigation of the various components of the 
CAD system and its overall performance and effectiveness.  We introduce a preliminary 
CAD system in Chapter 2 that concentrated on automatic segmentation and classification 
of lung nodules.  We extended the 2DAC model to include 3D curvature and 3D gradient 
energy terms, in addition to adding a lung mask energy term.  The leave-one-case-out test 
classification performance was used to guide the simplex search for the best 3DAC 
segmentation parameters.  Morphological and run-length statistics (RLS) features from 
the rubber band straightening transform (RBST) image were extracted.  The segmentation 
performance of the 3DAC model trained with our data set was evaluated with 23 nodules 
available from the Lung Image Database Consortium (LIDC). 
 In Chapter 3, we describe the effects of CT scanning and reconstruction 
parameters on automated segmentation and volumetric measurements of nodules in CT 
images.  We used phantom nodules of known sizes so that segmentation accuracy could 
be quantified in comparison to ground-truth volumes.  CT scans of the phantom were 
acquired with a 16-slice scanner at various tube currents, pitches, and fields-of-view, and 
then reconstructed to various slice thicknesses.  This study provided insight to automated 
lesion segmentation and volumetric measurements. The results may provide a guide to 
analyze interval changes in nodule volumes using serial CT scans. This will be useful 
because radiologists use nodule growth as an indicator of malignancy.   
 One obstacle all CAD researchers face is the limitation of available data.  Ground 
truth for lung nodule malignancy is established by two-year follow-up, positron emission 
tomography, or biopsy, a potentially risky procedure for patients.  We explored the finite 
sample size effect on various feature selection and classification methods in Chapter 4.  
In this simulation study, we generated data from known Gaussian distributions and 
compared various feature selection and classifier combinations. The sample size effects 
on the bias and variance of classifier performance were investigated.  
 We improved the CAD system by adding newly designed features to describe the 
nodule surface in Chapter 5.  In addition to morphological and texture features, we 
designed new gradient field features to quantify the lung nodule boundary.  The effects of 
two demographic features, age and gender, were also investigated.  A “two-loop” leave-
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one-out resampling scheme was developed to estimate the test performance of the CAD 
system.  We also compared the performance between the linear discriminant analysis 
(LDA) and support vector machine (SVM) with various kernels and parameters for a 
range of orders of features selected by principal component analysis. 
 In Chapter 6, we describe the observer study that was conducted with receiver 
operating characteristic (ROC) methodology to evaluate the effect of CAD on 
radiologists’ characterization of lung nodules.  Six fellowship-trained thoracic 
radiologists served as readers.  All 6 radiologists achieved higher performance with CAD; 
four reaching statistical significance (p<0.05).  This shows that CAD has the potential to 












 We developed a computer-aided diagnosis (CAD) system to classify malignant 
and benign lung nodules found on CT scans.  A fully automated system was designed to 
segment the nodule from its surrounding structured background in a local volume of 
interest (VOI) and to extract image features for classification.  Image segmentation was 
performed with a 3D active contour (AC) method.  A data set of 96 lung nodules (44 
malignant, 52 benign) from 58 patients was used in this study.  The 3D AC model is 
based on 2D AC with the addition of three new energy components to take advantage of 
3D information: 1) 3D gradient, which guides the active contour to seek the object 
surface, 2) 3D curvature, which imposes a smoothness constraint in the z-direction, and 3) 
mask energy, which penalizes contours that grow beyond the pleura or thoracic wall.  The 
search for the best energy weights in the 3D AC model was guided by a simplex 
optimization method.  Morphological and gray-level features were extracted from the 
segmented nodule.  The rubber band straightening transform (RBST) was applied to the 
shell of voxels surrounding the nodule.  Texture features based on run-length statistics 
(RLS) were extracted from the RBST image.  A linear discriminant analysis classifier 
with stepwise feature selection was designed using a second simplex optimization to 
select the most effective features.  Leave-one-case-out resampling was used to train and 
test the CAD system. The system achieved a test area under the receiver operating 
characteristic (ROC) curve (Az) of 0.83±0.04.  Our preliminary results indicate that use of 
the 3D AC model and the 3D texture features surrounding the nodule is a promising 
approach to the segmentation and classification of lung nodules with CAD.  The 
segmentation performance of the 3D AC model trained with our data set was evaluated 
with 23 nodules available in the Lung Image Database Consortium (LIDC).  The lung 
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nodule volumes segmented by the 3D AC model for best classification were generally 
larger than those outlined by the LIDC radiologists using visual judgment of nodule 
boundaries.  
2.2 Introduction 
 Lung cancer is the leading cause of cancer death for both men and women in the 
United States, accounting for 28% of all cancer deaths, or an estimated 163,510 lives in 
2005.  More people die from lung cancer than from colon, breast, and prostate cancers 
combined.  While the five-year survival rate for lung cancers is only 15%, if detected and 
treated at its earliest stage (stage I), the five-year survival rate increases to 47% [30].  
Unfortunately, most patients present clinically with advanced stage disease.  The lack of 
a generally accepted screening test to reduce lung cancer mortality contributes to the poor 
prognosis of lung cancer.  Furthermore, existing diagnostic tests to evaluate lung nodules 
are insufficient, with many lung nodules classified as indeterminate for malignancy.  For 
this reason, approximately half of the indeterminate lung nodules resected at surgery are 
benign [31].  Reducing the number of biopsies for benign nodules will reduce health care 
costs and patient morbidity. 
 The Early Lung Cancer Action Project (ELCAP) was initiated in 1992 to assess 
the usefulness of annual low dose computed-tomography (CT) screening for lung cancer 
in a high-risk population [13].  Initial findings from the baseline screening of 1000 
patients indicated that low dose CT can detect four times the number of malignant lung 
nodules and six times more stage I malignant nodules than chest radiography.  These 
results have been confirmed by several groups of investigators [6-12].  These data 
suggested a strong potential for improving the likelihood of detecting lung cancer at an 
earlier and potentially more curable stage with CT [13].  The on-going National Lung 
Screening Trial funded by the National Cancer Institute is the first multi-center, 
randomized controlled trial, to evaluate the effectiveness of helical CT versus chest 
radiography for lung cancer screening.   
Although CT may be more sensitive than chest radiography for the detection of 
lung cancer, potential impediments to the use of helical CT for lung cancer screening 
exist.  For example, the chance of false negative detection due to the large volume of 
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images in each multidetector CT examination is not negligible, the management of the 
large number of benign nodules or false-positive results that are detected may limit the 
cost-effectiveness of screening CT, and the follow up of nodules found on CT with serial 
CT examinations increases radiation exposure to the population [12].  One solution to 
address some of these issues may be computer-aided diagnosis (CAD), which has been 
shown to increase the sensitivity of breast cancer detection on mammography screening 
in clinical practice [32].  Computer-aided detection may reduce false negative detections, 
while computer-aided diagnosis (characterization) may increase the discrimination 
between malignant and benign nodules. 
 CAD systems typically involve the steps of segmentation, feature extraction, and 
classification.  Various methods used in medical image segmentation such as 
thresholding [33], region growing [34, 35], and level sets [36, 37] have been evaluated.  
Segmentation of organs or other structures where the general shape is known has been 
performed with atlas-based segmentation methods [38].  While these methods may be 
effective for specific types of lesions and images, pulmonary nodules present a 
challenging problem due to their variability in shape and anatomic connection to 
neighboring pulmonary structures, such as blood vessels and the pleural surface. 
 Previous CAD development for CT focused mainly on automated detection [33, 
39-46].  Recently there has been more work on the classification of malignant and benign 
nodules.  McNitt-Gray et al. obtained 90.3% correct classification accuracy between 14 
malignant and 17 benign cases [47].  Shah et al. achieved Az values between 0.68 and 
0.92 with 48 malignant and 33 benign nodules, using four different types of classifiers in 
a leave-one-out method.  Features were extracted from contours manually drawn on a 
single representative slice of each nodule [48].  Armato et al. used an automated 
detection scheme, then manually separated nodules from non-nodules for the 
classification step.  They achieved an Az value of 0.79 using features such as radius of 
sphere of equivalent volume, minimum and maximum compactness, gray-level threshold, 
effective diameter, and location along the z-axis [49].  Kawata et al. used surface 
curvatures and ridge lines as features for description of 62 cases including 47 malignant 
and 15 benign nodules, showing good evidence of separation between malignant and 
benign classes in feature maps; no Az value was reported [50].  Li et al. reported an Az of 
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0.937 for distinction between 61 malignant and 183 benign nodules in a leave-one-out 
testing method, and an Az of 0.831 for a randomly selected subset consisting of 28 
primary lung cancers and 28 benign nodules [51].  Features used included diameter, 
contrast of segmented nodule, and those extracted from gray-level histograms of pixels 
inside and outside the segmented nodule.  Aoyama et al. reported an Az of 0.846 for 
classifying 76 primary lung cancers and 413 benign nodules using multiple slices (10 mm 
collimation and 10 mm reconstruction interval), which was a statistically significant 
improvement over 0.828 when only using single slices [52].  Suzuki et al. obtained an Az 
of 0.882 by use of a massive training artificial neural network (MTANN) on a data set of 
76 malignant and 413 benign nodules [53]. 
 We are developing an automated system for classification of malignant and 
benign nodules extracted from CT volumes.  Nodules were segmented from the image 
background using a 3D active contour (AC) method. Malignant and benign nodules were 
differentiated using morphological and texture characteristics. The weights for the energy 
terms in the AC model were optimized using the classification accuracy as a figure-of-
merit.  Our initial experience in nodule classification is reported in this paper. For 
comparison, we also analyzed the classification performance using radiologists’ 
subjective estimation of likelihood of malignancy, and a classifier designed with feature 
descriptors provided by radiologists.  The segmentation performance of the 3D AC model 
trained with our method was evaluated with 23 nodules available from the Lung Image 
Database Consortium (LIDC). 
2.3 Methods and Materials 
2.3.1 Data Sets 
2.3.1.1 Clinical Data Set 
 We analyzed 96 lung nodules (44 malignant and 52 benign) from 58 patients.  All 
cases were collected with Institutional Review Board approval.  Of the 44 malignant 
nodules, 25 were biopsy-proven to be malignant, and 19 nodules were determined to be 
malignant either through positive PET scans or known metastatic nodules from 
confirmed cancers in other body parts.  Of the 44 malignant nodules, 15 were primary 
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cancers and 29 were metastases.  Of the 52 benign nodules, 10 were biopsy-proven and 
42 were determined to be benign by two-year follow-up stability on CT.  Of the 96 
nodules, 20 (21%) were juxta-pleural and 12 (12.5%) were juxta-vascular as indicated by 
expert radiologists. 
Each CT image was 512 x 512 pixels.  The CT scans were acquired with either 
GE Lightspeed CT/I (single-slice helical), QX/I (4 slice), Ultra (8 slice), or LightSpeed 
Plus (8 slice) scanners, using imaging techniques of 120 kVp, 80-400 mAs, and 
reconstructed slice interval of 1.25-5 mm.  Linear interpolation was performed in the z-
direction to obtain isotropic voxels before initial contour generation and segmentation to 
facilitate the implementation of the 3D segmentation and feature extraction operations in 
the CAD system.  The interpolation does not recover the reduced spatial resolution in the 
z-direction. 
 A user interface was developed for displaying the CT images and recording 
nodule locations and ratings provided by radiologists.  Two radiologists were trained in 
using the software and giving ratings for the data set.  Each case was read by one of these 
experienced thoracic radiologists who marked volumes of interest (VOI’s) that contained 
lung nodules.  For each nodule, a confidence rating of the likelihood of malignancy on a 
5-point scale was provided, 5 being the most likely to be malignant.  Electronic rulers 
were used to measure the longest diameter of each nodule as seen on axial slices.  The 
radiologists also recorded various feature descriptors for each nodule, such as conspicuity, 
edge (smooth, lobulated, or spiculated/irregular), and the presence of calcification.  Each 
radiologist read approximately half of the cases.  The distribution of the longest diameters 
of the 96 nodules is shown in Fig. 2.1.  The longest diameter ranged from 3.9 mm to 59.8 
mm, with a median of 13.3 mm and mean of 17.3 mm.  Fig. 2.2 shows the distribution of 
the malignancy ratings of the nodules by the radiologists.  The malignancy ratings for 
benign and malignant nodules overlap substantially, confirming that visual 
characterization of the nodules on CT images is not a simple task. 
2.3.1.2 LIDC Data Set 
The 23 nodules available to-date from the data set provided by the LIDC [54] 
were used for testing our 3D AC model.  The LIDC database is intended to be a common 
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data set available to all researchers for development of CAD systems and for comparison 
of their performance.  The data set includes “gold standard” segmentation of each nodule 
by six expert chest radiologists.  Each radiologist performed one manual and two semi-
automatic markings of each nodule, resulting in a total of 18 boundaries for each.  The 18 
boundaries were used to generate a probability map (pmap), which was scaled to a range 
of 0 to 1000.  A boundary of the nodule at a pmap threshold of 500, for example, is a 
contour that encloses all the voxels with values greater than or equal to 500, which means 
that those voxels were considered to be part of the nodule by more than 50% of the 18 
“gold standard” segmentations.  More information about the database can be found on the 
LIDC website, where the images are also free for download: 
(http://imaging.cancer.gov/reportsandpublications/reportsandpresentations/firstdataset) 
2.3.2 Initial Contour Determination 
 Our nodule segmentation method has two steps: estimation of an initial boundary 
by k-means clustering and refinement of the boundary with a 3D active contour model.  
The VOI determined by the radiologist may contain other pulmonary structures in 
addition to the nodule, such as blood vessels or voxels that are outside the lung region 
(chest wall or mediastinum).  A lung region mask determined by our automated nodule 
detection system described in the literature [39] is first applied to the VOI to exclude the 
voxels belonging to the chest wall or the pleura from further processing.  Then a 3D 
weighted k-means clustering method [55] based on CT values is used for initial 
segmentation of the nodule from the other structures in the VOI.  The VOI is assumed to 
contain two classes: the lung nodule (including other tissue but excluding the chest wall) 
and the background.  Clustering is performed iteratively until the cluster centers of the 
classes stabilize as described elsewhere [55].  The voxels grouped into the non-
background class may or may not be connected.  A 26-connectivity criterion is used to 
determine the various connected objects in the 3D space and the largest one closest to the 
center is chosen as the nodule.  We can make this assumption because of the a priori 
knowledge that the VOI contains a nodule and that this study is focused on classification, 
not on detection (determining whether objects are true nodules). 
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 The lung nodule segmented by clustering may be attached to blood vessels or 
other structures.  Once this main object is identified in the VOI, 3D morphological 
opening with a spherical structuring element is applied to the object to trim off some 
connected vessels or structures.  The structuring element is chosen to be spherical in this 
application because nodules tend to be spherical in shape, while non-nodule objects such 
as blood vessels tend to be cylindrical.  For each slice intersecting the object in the VOI, 
the radius of an equivalent circle with the same area was found.  The radius of the 
structuring element was chosen experimentally as the average of the radii subtracted by 1.  
Equivalent radii of cross sections are used because the partial volume effect makes some 
objects more cylindrical than they truly are, resulting in structuring elements that are too 
large if volumes are used in the calculation.  After morphological opening, the boundary 
of the resulting object is used as the initial contour for the active contour segmentation. 
2.3.3 3D Active Contour Segmentation 
2.3.3.1 The Active Contour Model 
 Deformable contour models, particularly the AC model introduced in the seminal 
paper by Kass et al. [14], are well-known tools for image segmentation.  Active contours 
are energy-minimizing splines guided by various forces, or energies.  The internal 
energies impose constraints on the contour itself, while external energies push the 
contour towards salient image features such as lines and edges.  The contour is 
represented as a vector v(s)=(x(s),y(s)), where s is the parameter arc-length.  The energy 





* ))((( dssvEE snakesnake  (2.1)
The *snakeE  energy contains the various energy components that will be discussed later 
along with the energies we contribute.  Segmentation of the object using the AC is thus 
achieved by minimizing *snakeE . 
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2.3.3.2 Parametric Implementation of Continuous Splines 
Using variational calculus or dynamic programming to minimize the total energy 
of the parametric representation of a continuous contour can result in instability and a 
tendency for points to bunch up together [15].  Instead of a continuous contour 
representation, the AC optimization algorithm in this study represents the contour by a set 
of vertices and uses a greedy algorithm to find the solution.  The neighborhood for vertex 
v(c), }...,,2,1{ Nc = , is examined at each iteration, where N is the total number of 
polygon vertices.  The vertex is then moved to the pixel with the minimum contour 
energy Emin(v(c)).  The process repeats until the number of vertices that moves is below a 
















where E(c) is the energy at a pixel in the neighborhood of vertex 
}...,,2,1{)),(),(()( Nccycxc ∈=v .  In this energy functional, the internal energies include 
homogeneity (hom), continuity (cont), curvature (curv), 3D curvature (3Dcurv), and the 
external energies include gradient (grad), 3D gradient (3Dgrad), balloon (bal), and mask 
(mask).  The weight wj is a parameter assigned to each energy j, where j represents one of 
the eight energies: hom, cont, curv, 3Dcurv, grad, 3D grad, bal, and mask. 
2.3.3.3 2D Energies 
 In this preliminary study, the energy terms other than 3D curvature and 3D 
gradient are calculated on the x-y planes of the CT slices intersecting the nodule.  The 
vertices on each slice move in the x-y plane during the iteration.  The continuity of the 
segmented nodule area between different slices is constrained by the 3D curvature and 
the 3D gradient terms which provide the 3D information in the current model. 
A brief description of the 2D energy components is given here.  Details can be 
found elsewhere in the literature [15, 56, 57].  Homogeneity energy [56] is a measure of 
how similar the pixel intensities inside the contour are.  The contour divides each region-
of-interest (ROI) into two regions: the area enclosed by the contour and the background 
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excluding the chest wall.  We seek to minimize the intensity variation within each region 
while maximizing the difference of the mean intensities between the two regions.  The 
homogeneity energy is therefore calculated as the ratio of the within-regions sum of 
squares to the between-region sum of squares of the gray levels in the two regions.  The 
continuity energy maintains regular spacing between the vertices of the contour.  If the 
points could move in the neighborhood without this constraint, then they might move 
towards one another, leading to the ultimate collapse of the contour.  The continuity 
energy is calculated as the deviation of the length of line segment between two vertices 
from the average line segment length over all vertices.  The curvature energy smoothes 
the contour by discouraging small angles at vertices.  There are many ways of estimating 
curvature, as investigated by Williams and Shah [15].  In our implementation, the second-
order derivative along the contour is approximated by finite differences.  If v(c) is a point 
on the contour as depicted in Fig. 2.3, then the second-order derivative at v(c) is |v(c-1) - 
2v(c) + v(c+1)|, which is used as the curvature energy.  If the angle where two segments 
meet at a vertex is small, then this term will be large; conversely, when the angle is large, 
a low energy value results.  
 The balloon energy prevents the contour from collapsing onto itself, which is a 
well-known phenomenon for AC segmentation [58].  The normal direction n(c) to the 
contour is defined as the average of the normals to the two sides of the polygon that meet 
at vertex v(c).  Let v’(c) be the new position where vertex v(c) moves to in the 
neighborhood.  The balloon energy can then be calculated as the cosine of the angle 
between n(c) and v’(c)- v(c).  The weight balw  determines whether the contour expands 
in the normal direction or the direction opposite to the normal.  If the weight is negative, 
then a point moving farther along the normal direction will lower the energy, thus 
expanding the contour. 
 The gradient energy attracts the contour to object edges.  To calculate the gradient 
magnitude, the image is first smoothed with a low-pass filter, chosen experimentally to 
be a Gaussian filter,
222 )/+−(= σyxeyxF ),( , with σ=300μm.  The partial derivatives are 
found in the vertical and horizontal direction, and the magnitude of the resulting vector is 
computed.  The energy is defined as the negative of the gradient magnitude, so object 
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edges with high gradient magnitudes will attract the contour.  For image I(x,y), the 
gradient energy is calculated as: 
E3dgrad(c) =-|∇
v
(I(x,y) ** F(x,y))|2 (2.3)
where ** denotes 2D convolution, and ∇
v
 is the partial derivative gradient operator. 
2.3.3.4 New Energies  
2.3.3.4.1 3D Gradient 
 The 3D gradient energy is defined in a similar way to the 2D gradient energy.  
The 2D gradient magnitude image shows the edges of the object in the 2D image, but the 
3D gradient magnitude image reveals the surface of the object, thus giving better shape 
information of the nodule.  The 3D image containing the nodule is first smoothed with a 



















The energy is calculated in a similar way to the 2D method: 
E3dgrad(c) =-|∇
v
(I(x,y,z) ** F(x,y,z))|2 (2.5)
2.3.3.4.2 3D Curvature 
 We introduced the 3D curvature energy to take advantage of the information in 
the z-direction, which we found to improve segmentation results over 2D energies alone 
[16].  This energy is an extension of the curvature constraint idea in 2D, where the energy 
is calculated using the two nearest neighbor vertices.  In 3D, the energy for each vertex is 
calculated with the nearest points on the contours above and below the current contour.  
With this energy, the 2D contour at a given slice will thus be constrained by the adjacent 
contours above and below.  This prevents one contour from varying substantially from 
other contours and results in an overall smoothness in the z-direction. 
To calculate this energy for vertex vi(c) of the contour on the ith slice, the closest 
points to vi(c) on the contours in the slices above and below i are determined.  Let 
vi+1(ci+1) and vi-1(ci-1), denote the closest points to vertex c on slices (i+1) and (i-1), 
respectively. Since these points are defined to be lying on the contours, they may be on 
the lines between vertices and are not necessarily the vertices that move during 
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deformation of other slices.  Note that the index of the point on the contour of the (i+1)th 
and (i-1)th slices may not be the same as c and, in fact, they may not be vertices of the 
contours.  As described above, we used two new indices with subscripts, ci-1 and ci+1, to 
denote that these are different indices on the respective contours.  The 3D curvature 
energy is represented by an approximation to the second derivative of the contour in the 
z-direction, 
|)()(2)(|)( 11113 ++−− +−= iiiiidcurv ccccE vvv  (2.6)
2.3.3.4.3 Mask Energy 
 Nodules attached to the pleura (juxtapleural nodules) present a challenge to 
segmentation.  Both nodules and normal body tissues have a similar range of Hounsfield 
Units (HU).  Region growing or threshholding methods will fail to segment nodules, 
because the pleura, chest wall, or mediastinum may be included in the contour.  Gradient-
based methods will not be able to detect the edge of the nodule either, as there is no well-
defined boundary between nodule and normal tissues.  Kostis [59] proposed connecting 
the two points of highest curvature (where the boundary of the pleura meets that of the 
nodule) and estimating the curvature of the wall boundary.  That method may not be 
sensitive enough to local concavities, due to anatomic or pathological variations. 
We have designed a mask energy to meet this challenge.  The mask energy is a 
function of the distance from a vertex on the AC contour of the nodule to the lung 
boundary.  This is calculated for each vertex that moves beyond the lung boundary (in the 
pleura or thoracic wall) during each iteration of the energy-minimizing procedure.  An 
accurate lung boundary is therefore required for determining the mask energy.  We will 
describe below our methods for finding the initial lung boundary and the subsequent local 
refinement used to produce an accurate boundary. 
The first step is to determine the boundary of the pleura.  Because of different CT 
scanning parameters, the k-means clustering technique with CT voxel value as the feature 
is used to segment the lung regions from the thorax in each CT slice instead of a simple 
threshold.  The extracted lung regions are represented by polygons marking the lung 
boundaries.  This process provides the initial lung boundaries in the entire slice.  More 
details on this process may be found in the literature [39]. 
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The initial lung boundaries are a general outline of the lungs, but they may not be 
sensitive enough to exactly delineate the boundary between a nodule and the pleural 
surface.  If the estimated lung boundary is not close enough to the actual boundary, it 
may even trim off part of a juxtapleural nodule.  To refine the boundary between a 
juxtapleural nodule and the pleural surface, we use k-means clustering [55] within each 
VOI, to determine the mean and standard deviation of the voxel values considered to be 
background (lung regions).  Any voxels originally considered part of the pleura, chest 
wall, or mediastinum that fall within 3 standard deviations of this range will have their 
membership changed to be that of the lung region.  The threshold of 3 standard deviations 
was chosen experimentally based on the separation between the distributions of voxel 
values of the nodules and the lung regions in the training samples.  As depicted in Fig. 
2.4, an indentation was created as the refined boundary included more of the area 
originally considered chest wall into the lung region. 
An indentation detection [39] technique is used to fill in that indentation.  This 
method detects an indentation by means of distance ratios.  For every pair of points 1P  
and 2P  along the lung boundary, three distances are calculated.  Distances 1d  and 2d  are 
distances between 1P  and 2P  measured by traveling along the boundary in the counter-
clockwise and clockwise directions, respectively.  The third distance ed  is the Euclidean 





),min( 21=  (2.7)
 If the ratio is greater than a threshold, then an indentation is assumed, and it is 
filled by connecting the points 1P  and 2P  with a straight line. Re was chosen to be 1.5 in 
our previous study [39].  Fig. 2.4 shows an example how the boundary improves as a 
result of this method. 
This boundary marks where the lung region is.  If a vertex v(c) moves to a position 
v'(c) that falls outside of the lung region into the chest wall, the mask energy is calculated 
as: 
|)(')(| ccEmask vb −=  (2.8)
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where b(c) is the point on the lung boundary closest to v(c).  Instead of outright 
forbidding the nodule contour to grow into the chest wall, this energy allows for the fact 
that the lung boundary may not be completely accurate.  The contour may grow into the 
chest wall, but it will be penalized the further away from the chest wall boundary it grows. 
2.3.4 Feature Extraction 
 Gurney [60] has provided likelihood ratios for various characteristics that may be 
useful for discriminating malignant from benign nodules.  Other features to discriminate 
malignant from benign nodules have been described by Erasmus [61].  We seek to 
quantify the characteristics of nodules by mathematical feature descriptors.  The accuracy 
of the segmentation is important for extraction of some of the features.  There is no single 
feature that can accurately determine whether a nodule is benign or malignant.  For 
example, features such as the presence of calcification may be a strong indicator that a 
nodule is benign.  However, it has been reported that 38% to 63% of benign nodules are 
non-calcified [61-63], and in the study by Swensen et al. [11], up to 96% benign nodules 
were non-calcified.   
 From the segmented nodule boundary, we extracted a number of morphological 
features including volume, surface area, perimeter, maximum diameter, and maximum 
and minimum CT value (HU) inside the nodule.  We also extracted statistics from the 
gray-level intensities of voxels inside the nodule including the average, variance, 
skewness, and kurtosis of the gray-level histogram. 
 In addition to features that can be derived from the inside of the nodule, the tissue 
texture around the margin of the nodule is also important.  The growth of malignant 
tumors tends to distort the surrounding tissue texture, while benign nodules tend to have 
smooth surfaces with more uniform texture around them.  To derive these features from 
the texture around the nodule, the rubber band straightening transform (RBST) is first 
applied to planes of voxels surrounding the nodule.  The run-length statistics (RLS) 
texture features are then extracted from the transformed images, as described below. 
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2.3.4.1 Rubber Band Straightening Transform (RBST) 
 The RBST was introduced by Sahiner et al. [64] for analysis of the texture around 
mammographic masses on 2D images.  The RBST image is obtained by traveling along 
the boundary of the nodule, transforming the band of pixels surrounding the nodule into a 
rectangular image.  In this way, spicules that grow out radially from an object may be 
transformed as approximately straight lines in the y-direction. 
The RBST maps a closed path at an approximately constant distance from the nodule 
boundary of the original image to a row in the transformed image, as depicted in Fig. 2.5.  
The difference between the RBST and the transformation from Cartesian to polar 
coordinates is that the irregular or jagged lesion boundary will be transformed to a 
straight line in the horizontal direction, whereas in a Cartesian to polar transformation, 
only a circle of constant radius will be transformed to a horizontal straight line. 
With 3D CT scan data, the texture around the whole nodule needs to be extracted.  
We apply the RBST to the original CT slices to extract texture in the axial planes.  To 
adequately sample the texture in all directions, we slice the nodule with two additional 
sets of planes: by considering the nodule as a globe, one set contains the longitude lines 
that run through the north and south poles (z-direction in a CT scan), and the other 
through the east-west poles.  In each set, four oblique planes (45o apart) slice evenly 
along the lines of longitude on the nodule surface.  The RBST is applied to a band of 
voxels surrounding the nodule on each of the oblique planes.  Each RBST image is then 
enhanced by Sobel filtering in both the horizontal and vertical directions.  Texture 
features based on run-length statistics are extracted from the Sobel-filtered RBST images. 
RLS texture features were introduced by Galloway [65] to analyze the number of runs 
of a gray level in an image.  A run-length matrix p(i,j) stores information of the number 
of runs with pixels of gray-level i and run length j.  In this study, the 4096 gray levels are 
binned into 128 levels before the run-length matrix is constructed to improve the statistics 
in the matrix.  Galloway designed five RLS features extracted from p(i,j) to describe the 
gray level patterns in the image: Short Run Emphasis (SRE), Long Run Emphasis (LRE), 
Gray-Level Nonuniformity (GLN), Run Length Nonuniformity (RLN), and Run 
Percentage (RP).  Dasarathy and Holder proposed four more features [66] which are 
based on the idea of joint statistical measures of the gray levels and run length: Short Run 
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Low Gray-Level Emphasis (SRLGE), Short Run High Gray-Level Emphasis (SRHGE), 
Long Run Low Gray-Level Emphasis (LRLGE), and Long Run High Gray-Level 
Emphasis (LRHGE).  Mathematical expressions for these RLS texture features are given 
in Appendix I.  We extract these nine RLS texture features from each of the Sobel-
filtered RBST images.  Each feature is averaged over the slices in each of the three 
groups (axial x-y plane, north-south longitudinal planes, and east-west longitudinal 
planes), providing 3D texture information around the nodule. 
2.3.5 Feature Selection and Classification 
Many different features may be extracted from a nodule, but not all of them are 
effective in differentiating the malignant and benign nodules.  To identify effective 
features to be used in the linear discriminant classifier, we employed stepwise feature 
selection using F-statistics [67].  The F-statistics is used to evaluate the significance of 
the change in a feature selection criterion, which is chosen to be the Wilks lambda (ratio 
of the within-class sum of squares to the total sum of squares of the two class 
distributions) in this study, when a feature is entered into or removed from the feature 
pool.  Simplex optimization [68] is utilized to determine the best combination of 
thresholds ( inF , outF , tol) that gives the highest figure-of-merit (FOM), the area under the 
ROC curve (Az), where Fin is the F-to-enter, and Fout is the F-to-remove threshold.  The 
tol threshold sets how correlated the features can be for selection. 
2.3.6 Training and Testing 
A leave-one-case-out resampling scheme was used for training the segmentation 
energy weights and feature selection. In a given cycle, one case that included all CT 
scans from the same patient was left out to be used as the test case while the other cases 
were used for training.  The collection of the test results from all of the left-out cases after 
the leave-one-case-out cycles were completed was evaluated by ROC analysis [69].  Two 
simplex optimizations were embedded: one in the determination of segmentation weights, 
and the other in the selection of features.  Simplex optimization was used to determine 
the set of weights that would result in the highest Az from the feature selection and 
21 
classification step.  A schematic of the training and testing process is shown in Fig. 2.6 
and the process is described below. 
 Step 1: Initialize with a set of weights for the 3D AC. 
 Step 2: Generate the boundaries based on the weights, and then extract features 
from the boundaries. 
 Step 3: Perform simplex optimization for feature selection using a leave-one-
case-out resampling scheme for both feature selection and classifier weight determination.  
The simplex  searches for the Fin, Fout, and tol thresholds that provide the highest test Az 
from a linear discriminant classifier with the selected features as predictor variables to 
differentiate the malignant and the benign classes. 
 Step 4: Determine a new set of AC weights using the test Az as the FOM for the 
simplex optimization of AC segmentation. 
 Step 5: Go back to Step 2 and the subsequent steps to determine Az for the new 
weights.  The iteration continues until simplex converges to the best Az or a 
predetermined number of iterations is performed. 
 In the leave-one-case-out loop for feature selection (Step 3), we also used an 
alternative FOM, the partial area index Az0.9 (TPF above 0.9) for the feature selection 
process.  The use of Az0.9  as the FOM would select features that maximize the specificity 
at the high sensitivity region [70], which is often more important than having a classifier 
with high average sensitivity over the entire specificity range.  The classifier designed 
with the Az0.9 is compared with that designed with Az. 
2.3.7 Comparison with LIDC First Data Set 
The performance of the trained 3D AC segmentation program was evaluated with the 
nodules in the independent LIDC data set.  We used the set of 3D AC weights that 
provided the highest test Az in the leave-one-case-out training and test process using our 
data set as described above.  The 3D AC weights were then fixed and applied to the 
LIDC nodules. 
To quantify performance, we propose to use an overlap measure in combination with 
a percentage volume error measure.  Let A denote the object segmented using the 3D AC 
method and L denote the gold standard reference object. Let VA be the volume of the 
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object A, and VL the volume of the object L, which is the volume of the LIDC object 
calculated at a specified pmap threshold in this study. The overlap measure is the ratio of 









Alternatively, one may use an overlap measure that is defined as the ratio of the 
intersection of volumes relative to the union of the volumes of the segmented and gold 









where |·| denotes cardinality.  These measures are extensions to the 3D volume from the 
2D area overlap measures [57, 71].  In the expressions of the overlap measures, each of 
the volumes can be considered as the set of voxels comprising the volume. 
Overlap1(A,L) or Overlap2(A,L) can provide one measure of the 3D AC performance 
relative to the “gold standard” object but neither of them gives a complete description.  
Overlap1(A,L) represents the fraction of the gold standard object that is included in the 
segmented object, though there is no indication as to what fraction, if any, of the 
segmented object is outside the gold standard object.  Overlap2(A,L) represents the 
fraction of overlap relative to the union, but does not provide information on how large a 
fraction of the gold standard object is actually included in the segmented object and 
whether the non-overlap volume is contributed by the segmented object or by the gold 
standard. 
To complement the information, we calculated the percentage volume error, Verr, 
defined in Eqn. (2.11) as the difference between the volumes of the segmented object VA 






From the two measures, Overlap1(A,L) and Verr, one can derive a number of useful 
performance metrics, as detailed in Appendix II, that quantify the number of voxels 
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correctly and incorrectly segmented as a part of the object, using the gold standard object 
as a reference. 
2.3.8 Classification with Radiologist’s Feature Descriptors and 
Malignancy Ratings 
For comparison, we analyzed the accuracy of a classifier designed with features that 
were provided by the radiologists to describe the nodule characteristics.  When the 
radiologists identified the nodule locations in each CT scan, they provided descriptors of 
the nodule characteristics including: (1) the longest diameter, (2) perpendicular diameter 
to the longest diameter, (3) conspicuity, (4) edge (smooth, lobulated, or 
spiculated/irregular), (5) presence or absence of calcification, (6) presence or absence of 
cavitation (7) presence or absence of fat, (8) attenuation (solid/mixed/ground glass 
opacity), (9) nodule location (the lobe of the lung), and (10) location (juxtavascular, 
juxtapleural).  These descriptors were treated as input features to design a linear 
discriminant classifier.  Again, leave-one-case-out resampling was used for stepwise 
feature selection and classifier weight determination.  Simplex optimization [68] was 
employed to find the features that resulted in the highest test Az. 
The radiologists also provided a malignancy rating on a 5-point scale for each nodule 
based on subjective impression from the CT images (Fig. 2.2).  We applied ROC analysis 
to the malignancy rating and estimated the Az.  This Az value was also compared to the 
test Az obtained by the computer classifier. 
2.4 Results 
2.4.1 Feature Selection and Classification Based on 3DAC 
 Table 2.1 shows the comparison of classification accuracy obtained with different 
methods.  The test ROC curves for the various classifiers are shown in Fig. 2.8.  When 
Az0.9 was used as the FOM in the leave-one-case out scheme described above, the training 
Az was 0.88 ± 0.03 and the test Az and Az0.9 were 0.78 ± 0.05 and 0.35, respectively.  
When Az was used as the FOM, the training Az was 0.87 ± 0.04 and the test Az was 0.83 ± 
0.04, with Az0.9 of 0.30.  The difference between using Az0.9 and Az as FOM was not 
significant (p=0.15), as estimated by the CLABROC program [72].  The distribution of 
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classifier scores for Az as FOM is shown in Fig. 2.7.  An average of 4.1 features was 
selected.  Four of the most frequently selected features along with the number of times 
selected out of 58 leave-one-case out cycles are: 
 - Long-range low gray-level emphasis on the axial planes (58) 
- Run-length non-uniformity in the north-south oblique planes (56) 
 - Maximum CT number: (55) 
 - Long-range high gray-level emphasis on the axial planes (54) 
This indicates that similar features were consistently selected over the different leave-
one-case-out cycles, even though a different case was left out each time. 
2.4.2 Comparison with Radiologist’s Feature Descriptors and 
Malignancy Ratings 
 For classification using the radiologist-provided feature descriptors of the nodules, 
on average only one feature, the longest diameter, was consistently selected with Az as 
the FOM.  The test Az was 0.80 ± 0.05 with Az0.9 of 0.24.  The difference in Az between 
the classifier based on radiologist-provided feature descriptors and the computer classifier 
did not achieve statistical significance (p = 0.40).  When Az0.9 was used as the FOM, the 
test Az and Az0.9 was 0.82 ± 0.04 and 0.32, respectively (p = 0.48).  Using the radiologist’s 
malignancy rating (Fig. 2.2) as input to the ROC analysis resulted in an Az of 0.84 ± 0.04, 
with an Az0.9 of 0.33.  The performance of the computer classifier was comparable to that 
from radiologists’ assessments of the likelihood of malignancy (p = 0.98). 
2.4.3 Segmentation Evaluation on LIDC Data Set 
The 3D AC model with weights trained by the nodules in our data set, as 
described above, were tested on the 23 LIDC nodules.  The mean and median overlap 
measures for the “gold standard” volumes defined at various thresholds (from 100 to 
1000 in steps of 100) of the probability map (pmap) are shown in Fig. 2.9(a).  For a given 
nodule, the number of voxels included within a pmap threshold, i.e., the common volume 
that radiologists agreed to be a part of the nodule, decreased as the pmap threshold 
increased.  There were eight nodules with no voxels at pmap threshold of 1000 because 
there were no common voxels that all 18 segmentations agreed to be part of the nodule. 
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These nodules were excluded in the calculation of Overlap1(A,L) and the percentage 
volume error at pmap threshold of 1000 because the values would be undefined.  The 
average and median were calculated with the remaining nodules. As seen in Fig. 2.9(a), 
the mean of Overlap1(A,L) increases from 0.62 to 0.95 as the pmap increases.  The 
median of the Overlap1(A,L) follows a similar trend as the mean, increasing from 0.64 to 
1.0.  The relatively high values of Overlap1(A,L) and its increasing trend with increasing 
pmap value indicate that a substantial fraction of the voxels that all radiologists marked 
as a part of the nodule was consistently included in the AC segmented volume. The mean 
of Overlap2(A,L) ranges from 0.07 to 0.63, with the maximum at a pmap threshold of 400.  
The median of Overlap2(A,L) follows a similar trend as the mean with a range from 0.009 
to 0.67, reaching a maximum at the pmap threshold of 300.  The small values of 
Overlap2(A,L) result from the overestimation of the volumes by AC segmentation, which 
is also shown by the percentage volume errors. 
The percentage volume error relative to the radiologists’ manually segmented 
nodule volumes was calculated using Eqn. (2.11) and plotted in Fig. 2.9(b).  The average 
percentage volume error was lowest at a pmap threshold of 300, with a mean of 2% and a 
median of 10%. The volume error increased rapidly as the pmap threshold increased 
because the number of common voxels decreased.  At pmap thresholds greater than 800, 
there were very few common voxels from the radiologists’ outlines so that the percentage 
volume error exceeded 500%.  The high value of Overlap1(A,L) indicated that most of 
these common voxels were included in the computer-segmented volumes.  The 
relationship between the percentage volume error and the nodule volume calculated at the 
pmap threshold of 500 is plotted in Fig. 2.10.  The threshold of 500 was chosen since at 
least half of the contours provided by radiologists enclosed these voxels to be a part of 
the true nodule. 
2.5 Discussion 
There is no ground truth for lesion boundaries in medical images.  The most 
commonly used gold standard is subjective manual segmentation by radiologists.  The 
LIDC studied intra- and inter-observer variability in manual segmentation of lung 
nodules by experienced thoracic radiologists [54].  It found large variabilities among 
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radiologists due to the difficulty in defining the boundaries of ill-defined nodules, a task 
that even experienced radiologists are not required to perform clinically.  The LIDC has 
provided a data set of 23 nodules, each with a probability map (“pmap” image) derived 
from 18 boundaries manually outlined by six expert thoracic radiologists (each providing 
one manual and two semi-automatic segmentations).  The probability map can be used as 
the “gold standard” boundaries for evaluation of segmentation by computer methods.  For 
our data set of nodules, we did not attempt to obtain a gold standard because even 
experienced radiologists have no standardized method for defining nodule boundaries.  
To reduce inter- and intraobserver variation, it will be necessary to have multiple 
radiologists segment each nodule multiple times, as done by the LIDC.  This approach 
will be impractical to perform within one institution, since even a small data set like the 
one used in this study contained over 950 CT slices that intersected the nodules.  
 It is difficult to analytically find a set of energy weights that would provide 
effective segmentation for all nodules.  The difficulty can be attributed to (i) energy 
calculations required for the linear cost function in Eqn. (2.2) being highly non-linear, (ii) 
lung nodules growing in many different irregular shapes, and (iii) boundaries between 
nodule and lung regions varying from very distinct to very fuzzy.  One empirical method 
of determining the weights could be manually segmenting the lung nodules and training 
the contour weights to fit these case samples, using an overlap measure or distance 
measure as an FOM in the optimization process.  However, since there are large intra- 
and inter-observer variabilities even among experienced thoracic radiologists as to what 
constitutes accurate segmentation, our overall goal is not to conform the segmented 
objects to subjectively estimated boundaries.  Rather, the features extracted from the 
generated boundaries should provide accurate classification between malignant and 
benign nodules.  We therefore used the Az or Az0.9of the feature selection step as the FOM 
to guide the search for the best weights in the 3D AC model.  This approach not only 
takes into consideration classification accuracy during segmentation, it also has the 
advantage of eliminating the need for manually drawing the nodule boundaries by 
radiologists for all the training samples.  Nevertheless, it would be interesting in a future 
study to examine how well the classifier performs if features are extracted from manually 
27 
drawn contours provided by radiologists in comparison to classification by automated 
segmentation as described in this study. 
We examined the segmentation of the nodules in the LIDC data set by our 3D AC 
model trained with Az as an FOM.  The average and median overlap measures at various 
thresholds and the percentage volume errors based on the LIDC pmap give an indication 
of segmentation performance. The average percentage volume errors at the pmap 
threshold below about 500 were in the range of -20.4% to 6.2%.  The average percentage 
volume error at the pmap threshold of 500 was 85.7%. 
The sudden increase in the values of Overlap1(A,L) and the percentage volume error 
at pmap threshold of 500 was caused by the way that the boundary voxels were marked in 
the LIDC data set.  These boundary voxels were assigned a value of 32767 in the pmap 
without the orignal voxel values given.  In our calculation of nodule volume, we included 
the boundary voxels to be part of the volume for pmap < 500, i.e., treating the voxel 
values of the boundary voxels as 499.  For nodule volumes at pmap threshold of greater 
than or equal to 500, the boundary voxels would be outside the nodule volume. This 
resulted in a large transition in the nodule volume at pmap threshold of 500, especially 
for small nodules, as shown in Fig. 2.10. 
For 17 of the 23 (74%) nodules, the percentage volume error was below 100%.  Three 
nodules had large errors.  One had ground-glass opacity texture, while the other two had 
low contrast between the nodule and lung.  Two of those were small (with longest 
diameters of 4.32 mm and 4.98 mm based on the gold standard boundaries), while the 
images are very noisy for the larger one.  Representative slices through the center of the 
three lung nodules are shown in Fig. 2.11.  These nodules contributed most to the high 
volume percentage error, due to incorrect segmentation of the attached blood vessels or 
due to incorrect expansion of the active contour beyond the faint edges.   
The 3D AC segmentation energy weights that provided the best features and Az  for 
nodules in our clinical data set therefore agrees to a certain extent with the boundaries 
perceived by radiologists in the LIDC data set.  If the purpose of the segmentation is to 
simulate radiologists’ manual segmentation at a chosen pmap threshold, the 3D AC 
model should be trained with a set of nodules with gold standard boundaries at the same 
threshold.  The 3D AC weights optimized in this manner will likely provide segmented 
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boundaries for test nodules in better agreement with the manual boundaries than the 
current training.  As discussed above, whether the boundaries that are in agreement with 
experienced radiologists’ manual segmentation will provide higher classification 
accuracy than our current segmentation method remains to be investigated.  This study 
can be pursued when the LIDC data set is large enough to provide both training and 
testing samples for malignant and benign nodules. 
 It is generally defined and accepted that solitary pulmonary nodules are less than 
3 cm in longest diameter [73, 74], but the data set used in this study included 14 masses 
greater than 3 cm, two of which were benign.  Although one motivation for CAD tools is 
to assist radiologists with less-obvious (smaller) indeterminate nodules, we intend to train 
a CAD system that can analyze a reasonably broad range of different types of nodules 
and masses.  We therefore included all types of nodules that we collected in the data set.  
We extracted morphological and gray level features in addition to texture features to be 
used in the input feature pool for design of our classification system.  However, the 
stepwise feature selection with simplex optimization selected mainly texture features.  
This indicates that features such as the size or shape of nodules may not be as 
discriminatory, likely because benign objects, such as those caused by inflammatory 
processes, also result in nodules of varying sizes and shapes.  On the other hand, the 
texture around benign nodules may not be the same as that caused by a malignant growth.  
In these cases, texture information would be more discriminatory than shape descriptors.  
Another indication of this is that the longest diameter feature was the one selected most 
consistently out of the radiologist-extracted feature space, but the same feature was not 
selected in the combined morphological and texture features extracted by the computer 
from the 3D AC boundaries.  Combinations of texture features seemed to provide better 
discrimination, even though the longest diameter is a relatively discriminatory feature as 
evidenced by the Az of 0.75 using this feature alone.  Thus, we believe that the inclusion 
of nodules greater than 3 cm in longest axis would provide the texture information 
important for training, not necessarily for size or shape, and that the trained CAD system 
may be used for analysis of nodules or masses over a reasonably broad ranges of sizes 
because its performance does not depend on the size of the nodule or masses. 
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There were nodules for which the classifier did not perform well. One example is 
shown in Fig. 2.12.  This nodule was malignant, but the classifier gave a score indicating 
a low likelihood of malignancy.  This nodule was embedded and located between 
branching blood vessels near the lung hilum, which resulted in poor segmentation 
(Overlap1(A,L) measure of 0.67 and 78% volume error).  Furthermore, the texture 
features extracted from this nodule would not be a good indicator of spiculation or 
malignant growth, because the blood vessels occupied much of the surrounding tissue 
volume.  Even though our segmentation method is fairly robust with juxtavascular 
nodules, an embedded nodule among large pulmonary vessels presents a difficult case.  
Improved segmentation methods utilizing information such as vessel tracking to remove 
vessels and new features will have to be investigated in future studies. 
 We are improving our current method by expanding our data set and analyzing 
the classification performance of different types of nodules.  For example, nodules from 
primary lung cancer may have different characteristics than metastatic nodules, although 
both types would be considered malignant.  Our long term goal is to aid the differentation 
of malignant and benign nodules detected in screening, making identification of primary 
lung cancer of prime importance.  Thus, training classifiers that are specific to the 
features of primary lung cancer may improve the performance of the classifier in the 
screening population. 
Another aspect of our current system that needs improvement is the method to 
determine which object is the nodule in the VOI.  Currently we choose the largest object 
close to the center, since the VOI’s were marked by radiologists.  However, if a 
combined detection and classification system is to be developed in the future, the VOI 
may not center at the automatically detected object, and the object may not be the largest 
one in the VOI.  More intelligent methods for differentiating nodules from other normal 
lung structures in the VOI segmented by clustering will have to be investigated. 
 Although the use of leave-one-case-out validation results is a commonly accepted 
approach in CAD literature because of the difficulty of collecting a large enough database 
for training, validation, and independent testing, it is prudent to keep in mind that the 
performance of the CAD system may not be considered generalizable to the patient 
population until its performance is verified with a truly independent test set that is not 
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seen by the CAD system or the trainer during the developmental process.  Our test results 
show comparable performance between CAD and radiologists’ assessment of the 
likelihood of malignancy of the nodules.  In a clinical situation, radiologists may be able 
to utilize other information such as patient history and clinical data, in addition to image 
data, to assess the likelihood of malignancy.  An advanced CAD system may also merge 
all available information into a diagnostic recommendation.  At the current stage, we 
focus on optimizing the use of image data to extract diagnostic information to avoid the 
masking of the image information by other dominant risk factors such as smoking history 
or age.  Further, CAD is not intended to be used as a stand-alone diagnostic tool.  After 
an effective classifier is designed, it is necessary to determine whether radiologists would 
improve their classification of lung nodules with CAD. 
2.6 Conclusion 
 Our results demonstrate that 3D AC can segment lung nodules automatically.  
Automated feature extraction from the segmented boundary and classification can 
achieve an accuracy comparable to that of an experienced radiologist.  The computer 
classifier thus has the potential to provide a second opinion to radiologists for assessing 
the likelihood of malignancy of a lung nodule.  When the 3D AC trained with our clinical 
data set was applied to the LIDC data set, the segmented volumes by the computer 
algorithm were in general larger than those manually segmented by the radiologists.  It 
remains to be investigated whether the 3D AC model trained using gold standard 
boundaries at a given threshold such as those provided by the LIDC database can achieve 
higher classification accuracy than that achieved with our current approach.  Comparison 




Table 2.1: Comparison of classification performance of the classifiers, in terms of Az and 
Az0.9 obtained from leave-one-case-out testing.  The classifiers were designed with 
different feature sets or different FOMs during simplex optimization. 
 
Az  as FOM Az0.9 as FOM  
Methods Az Az0.9 Az Az0.9 
Computer Classifier 0.83 ± 0.04 0.30 0.78 ± 0.05 0.35 
Feature Descriptors by Radiologist 0.80 ± 0.05 0.24 0.82 ± 0.04 0.32 


























Figure 2.1: Distribution of the longest diameters of the lung nodules in the data set, as 
measured by experienced thoracic radiologists on the axial slices of the CT examinations. 
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Figure 2.2: Confidence ratings for the likelihood of a nodule being malignant (1=most 
likely benign, 5=most likely malignant) by experienced thoracic radiologists. 
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Figure 2.4: An example demonstrating the correction of lung segmentation from the 
pleural surface.  From left to right: the initial pleural boundary, indentation created along 







Figure 2.5: The Rubber Band Straightening Transform (RBST).  Top Left: An ROI 
containing a nodule.  Top Right: The active contour boundary from which the RBST 
image is extracted.  Bottom: The RBST image that will be Sobel-filtered, from which 
run-length statistics may be extracted.  The black area of the RBST image corresponds to 




Figure 2.6: Flow chart showing the simplex optimization process for selection of weights 
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Figure 2.7: Test discriminant scores of lung nodules from the leave-one-case-out 
segmentation training and testing method. 
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Figure 2.8: ROC Curves comparing the different results for optimization using Az as 



















































Figure 2.9: Overlap measures (a) and volume percentage errors (b) at different pmap 
thresholds for testing of the 3D AC segmentation using the 23 LIDC nodules.  The error 
bars indicate one standard deviation from the average (only one side shown for clarity).  
Two overlap measures are shown:  Overlap1(A,L) relative to the gold standard volume 
and Overlap2(A,L) relative to the union of the segmented volume and the gold standard 
volume.  Note the increasing volume error as the pmap threshold increases because the 
LIDC-defined nodule volume decreases with increasing pmap threshold values.  A pmap 
value of 1000 means the intersection of all 18 LIDC manually and semi-automatically 
drawn contours by radiologists. Eight of the nodules contain no voxels in the intersection 
at pmap of 1000 so that the average and the median were calculated from the remaining 
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Figure 2.10: Percentage of volume error relative to the volume (in log scale) enclosed 
within the contour defined by a pmap threshold of 500 for each of the 23 LIDC test 
nodules.  One small juxta-vascular nodule had a volume error of 743% because the blood 
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Figure 2.11: Representative slices (not to scale) from difficult-to-segment LIDC nodules:  
(a) small, faint juxtavascular nodule (longest diameter 4.32 mm),  (b) small nodule 
(longest diameter 4.98 mm), and (c) juxtavascular (longest diameter 11.92 mm) low 









Figure 2.12: An example of a nodule which was difficult to segment because it was 
embedded in thick blood vessels, leading to inaccurate classification. (a) axial slice 




2.9.1 Appendix 1: RLS Features 
The Gallaway run-length features are described below, where p(i,j) is the run-length 
matrix that stores information on the number of runs with pixels of gray-level i and run 
length j.  M is the number of gray levels, N is the number of runs, nr is the total number of 
runs, and np is the number of pixels in the image: 









































































nRP =  (2.A5)
Dasarathy and Holder presented four more features [66].  These are based on the idea 
of joint statistical measures of the gray levels and run length: 




























































2.9.2 Appendix 2: Segmentation Performance Metrics 
By combining the overlap measure Overlap1(A,L) in Eqn. (2.9) and the percentage 
volume error (Verr) in Eqn. (2.11), one can define a number of performance metrics that 
quantify the number of voxels correctly and incorrectly segmented as a part of the object, 
using the gold standard object as a reference: 
• True positive fraction (TPF): the fraction of the voxels that are in the 
gold standard object and are included in the segmented object: 
TPF = Overlap1(A,L) (2.A10)
• False positive ratio (FPR): the ratio of the voxels that are in the 
segmented object but not in the gold standard object, relative to the gold 
standard object 
FPR = Verr + [1- Overlap1(A,L)] (2.A11)
• False negative fraction (FNF): the fraction of the voxels that are in the 
gold standard object but not included in the segmented object: 
FNF =1- Overlap1(A,L) (2.A12)
• Non-overlapping volume ratio (NOVR): the ratio of voxels in the gold 
standard object and in the segmented object that do not overlap, relative to 
the gold standard object: 
NOVR = Verr + 2*[1- Overlap1(A,L)] 
= FPR+FNF 
(2.A13)
The equations above use Overlap1(A, L), but the conventional overlap measure in 









Therefore, the two measures Overlap1(A, L) and Verr provide a complete description of 
the segmentation performance.  As an example, we have plotted the metrics described 
above in Fig. 2.A1 as derived from the average Overlap1(A, L) and Verr values shown in 
Fig. 2.9. 
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and thus Overlap2(A, L) in conjunction with Verr can also provide similar performance 
metrics defined above, although the relationships are more involved.  These analyses 
indicate that it is important to include the percentage volume error as a complement to 
either of the overlap measures.  These metrics were calculated for the LIDC data set as 
shown in Fig. 2.A1. 
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Figure 2.A1: The performance metrics TPF, FPR, FNF, and NOVR derived from the 






Effect of CT Scanning Parameters on Volumetric 
Measurements of Pulmonary Nodules by 3D Active 
Contour Segmentation: A Phantom Study 
 
3.1 Abstract 
 The purpose of this study is to investigate the effects of CT scanning and 
reconstruction parameters on automated segmentation and volumetric measurements of 
nodules in CT images.  Phantom nodules of known sizes were used so that segmentation 
accuracy could be quantified in comparison to ground-truth volumes. Spherical nodules 
having 4.8, 9.5, and 16 mm diameters and 50 and 100 mg/cc calcium contents were 
embedded in lung-tissue-simulating foam which was inserted in the thoracic cavity of a 
chest section phantom.  CT scans of the phantom were acquired with a 16-slice scanner at 
various tube currents, pitches, fields-of-view, and slice thicknesses.  Scans were also 
taken using identical techniques either within the same day or five months apart for study 
of reproducibility.  The phantom nodules were segmented with a 3-dimensional active 
contour (3DAC) model that we previously developed for use on patient nodules. The 
percentage volume errors relative to the ground-truth volumes were estimated under the 
various imaging conditions.  There was no statistically significant difference in volume 
error for repeated CT scans or scans taken with techniques where only pitch, field-of-
view, or tube current (mA) was changed.  However, slice thickness significantly (p<0.05) 
affected volume error. Therefore, to evaluate nodule growth, consistent imaging 
conditions and high resolution should be used for acquisition of the serial CT scans, 
especially for smaller nodules.  Understanding the effects of scanning and reconstruction 
parameters on volume measurements by 3DAC allows better interpretation of data and 
assessment of growth.  Tracking nodule growth with computerized segmentation methods 
would reduce inter- and intraobserver variabilities. 
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3.2 Introduction 
 Computed tomography (CT) is more sensitive than chest radiography in detecting 
small and subtle lung nodules [6-13].  With the advent of multi-detector row helical CT 
scanners that offer ever thinner slices, even more nodules are detected [75].  As it is 
recommended to follow up on most [76], if not all [73, 77] detected nodules, the 
management of these nodules may overwhelm radiologists, especially if lung cancer 
screening with CT becomes recommended practice. 
 Computer-aided diagnosis (CAD) tools have the potential to assist radiologists as 
a second reader in detecting, classifying (characterizing), and managing lung nodules.  
Currently, a CAD system can analyze a single scan, segmenting and then extracting 
features from the nodule to estimate its likelihood of malignancy.  Features such as 
morphology (volume, size, and shape) [1, 49, 50], histograms of grey-levels, the contrast 
of the nodule [51], enhancement after contrast injection [78], and texture [1] have been 
used.  There has also been increasing attention given to volume doubling rate as an 
indicator of malignancy [79, 80]. 
 To track volume growth, an accurate boundary of the nodule is needed, and it is 
challenging for many reasons.  First, it is difficult to determine nodule boundaries 
definitively, as suggested by the considerable inter- and intra-observer variabilities 
among radiologists in assessing lung nodule size [81-83].  Second, the method used to 
measure volume may vary.  Nodule size can only be measured in two dimensions on a 
CT slice, typically based on its longest and perpendicular axes.  It is difficult to assess 
doubling time, especially for smaller nodules, for which a small change in diameter 
corresponds to a large change in the volume.  For example, a sphere with a 3 mm 
diameter doubles in volume when the diameter increases by only 26% to 3.78 mm.  This 
0.78 mm increase is about the size of 1.1 pixels in a typical scan with a field-of-view 
(FOV) of 36 cm.  
 Different window width and level settings can also affect the measurement of 
diameters [84].  These factors contribute to inaccuracies in the measured volume [85], 
resulting in inconsistency and uncertainty in detecting volume change in serial CT scans. 
The large inter- and intra-observer variations in radiologists’ manual segmentation 
demonstrated in the 23 nodules provided by the Lung Image Database Consortium (LIDC) 
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highlight the difficulty in judgment of nodule boundaries on CT scans [83]. Yankelevitz 
et al. found that computerized methods are accurate on phantom nodules and applied the 
methods to clinical patient scans over time.  They concluded that computerized methods 
using CT volumetric information that are not affected by windowing settings or intra- and 
inter- observer errors will be useful for nodule volume estimation and for assessing 
growth [86, 87]. 
 Even though computerized methods may be immune to some factors that may 
influence radiologists, such as variation in windowing, there are still challenges due to 
image acquisition parameters [88, 89].  Various groups have investigated the effects of 
image acquisition parameters using nodule-mimicking spheres with known volumes.  Ko 
et al. reported computer calculated volumes from regions of interest (ROI’s) marked by 
radiologists.  Using a threshold method for segmentation, they found that tube current-
time (20 and 120 mAs), reconstruction algorithm, quantitative volume calculation method, 
nodule attenuation (solid at 50 HU and ground-glass at -360 HU), and nodule size 
significantly affected volume error [90]. Goo et al. measured volumes using a 
thresholding method and reported that section thickness and threshold significantly 
affected absolute volume error [91]. 
 The major differences between this investigation and previous studies [84, 85, 90, 
91] include the segmentation algorithm, the greater ranges of scanning and reconstruction 
parameters and nodule sizes, and the effect of calcium concentration of the nodules.  In 
addition, we investigated the reproducibility of repeated scans performed either 
consecutively or separated by a few months (five in this study) as in clinical follow-up 
studies. An automated nodule segmentation method was used so the volume errors were 
assessed free of inter- and intra-observer variabilities. 
 Although phantom nodules are different from real pulmonary nodules in many 
ways, phantom studies will allow comparison with the ground-truth volumes and 
systematic analysis of the relative trends of the volume error dependence on CT imaging 
conditions.  This would be virtually impossible to perform with nodules in patient scans.  
Besides dose concerns, motion artefacts can be a major variable, making it difficult to 
determine what actually contributes to the measured volume errors.  The fixed size of 
chest phantoms also precludes nodule volume variations due to lung volume change 
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when breathing [92].  Despite the fact that the absolute volume errors estimated with 
phantoms will not be applicable to real nodules, the results will provide useful 
information for the selection of CT imaging protocols for clinical follow-up and for the 
interpretation of nodule volume changes.  
3.3 Methods and Materials 
3.3.1 Chest Phantom and Spherical Nodules 
 The chest phantom consisted of a CIRS Model 003 tissue equivalent transaxial 
thorax section phantom (CIRS, Norfolk, VA) sandwiched between two large water-
equivalent bolus sections [27]. The body shape and lung cavities of the water bolus 
sections match those of the thorax section. The lung cavities in the thorax section were 
filled with a foam that has similar CT number Hounsfield Units (HU) as lung tissue in CT 
scans [27].  Nodule-mimicking spheres of diameters 4.8 mm, 9.5 mm, and 16 mm were 
scanned to evaluate the dependence on nodule size.  These spheres were made of an 
epoxy resin with added fillers that would produce x-ray linear coefficients nearly 
identical to that as water in the CT energy range.  The amount of calcium carbonate 
(CaCO3) added to the spheres determined their calcium density.  These sizes were chosen 
by taking into consideration the nodule sizes that are of clinical significance (3 to 30 mm) 
and the expected larger errors in volume estimation for smaller nodules in CT scans.  
They were inserted in slits cut in the foam of the lung section.  The interface between 
sections was filled with Vaseline to minimize air gaps.   
 In Experiment I, five 4.8-mm-diameter 50 mg/cc CaCO3 spheres were placed in 
the left lung cavity, and six 4.8-mm-diameter 100 mg/cc CaCO3 spheres were placed in 
the right lung cavity.  In Experiment II, scans taken five months later, 10 nodules of the 
same size were placed in the thorax section phantom.  Five CaCO3 spheres of 50 mg/cc 
were placed in the right lung cavity, and five 100 mg/cc spheres were placed in the left 
lung cavity.  After scanning was completed for one size (e.g. 4.8 mm), all 10 spheres 
were replaced with those of another size (e.g. 9.5 mm).  Examples of the CT scans 
acquired are shown in Figure 3.1. 
50 
3.3.2 Reproducibility of Lung Nodule Volume Measurement 
 CT scans were acquired with a GE LightSpeed VCT 64 slice scanner operating in 
20 mm collimation mode (GE Healthcare, Waukesha, WI).  Images were acquired in two 
sessions (Experiment I and Experiment II) five months apart.  Within each experiment, 
three scans (Scans 1, 2, and 3) using identical parameters were taken for each imaging 
condition.  The same imaging conditions were used in Experiments I and II to simulate 
serial exams where a follow-up scan would be taken months later.  Thus, variability 
between the two experiments and within each experiment can be assessed. 
 We focused on protocols used with GE 16-slice scanners in two clinical trials.  
These conditions were employed because neither trial had published protocols for the 
new 64-slice scanners at the time we initiated our study, and the 64-slice scanner could be 
operated in a 20-mm collimation instead of 40-mm collimation mode, which is similar to 
that of the 16-slice scanners.  The first source of parameters was the National Lung 
Screening Trial (NLST), sponsored by the National Cancer Institute (NCI), which 
enrolled over 50,000 high-risk subjects to compare the effectiveness of CT and chest 
radiography in lung cancer detection.  Scans on GE 16-slice scanners were acquired with 
the 16 x 1.25 mm detector configuration, 120 kVp, 80 mA, 0.5 sec rotation time, and 
1.375:1 pitch.  The images were reconstructed to 1.25 mm slice thickness and 1.25 mm 
slice interval for a thin slice data set, in addition to the 2.5 mm slice thickness and 2.0 
mm slice interval data set.  The second source was the Lung Tissue Resource Consortium 
(LTRC), sponsored by the National Heart, Lung and Blood Institute, the goal of which 
was to create a lung tissue database to understand the pathogenetic mechanisms of lung 
diseases.  CT scans were collected as part of the process.  Scans on GE 16-slice scanners 
were acquired at 140 kVp, 300 mA, and 0.5 sec rotation time, 1.375:1 pitch.  The data 
images were reconstructed at 0.625 mm slice thickness and 0.625 mm slice interval, and 
a retrospective reconstruction was also done at 1.25 mm thickness and 0.625 mm interval.  
Since both are large scale studies, and participants in the NLST underwent multiple scans 
over time, accuracy and reproducibility under these CT protocols are of interest.  An 
additional high resolution imaging condition was chosen in anticipation of thin-slice 
scans that may become more common with multi-detector row CT scanners.  All scans 
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were reconstructed with the Standard kernel in the GE scanners. The imaging conditions 
for the reproducibility study are listed in Table 3.1.   
3.3.3 Effects of CT Parameters on Volume Errors 
 For the study of the effects of CT scanning and reconstruction parameters on 
nodule volume estimation, each parameter was varied in a range that may be used in 
clinical examinations, including the pitch (0.531:1 to 1.375:1), slice thickness (0.625 mm 
to 2.5 mm), tube current (80 mA to 400 mA), and field-of-view (25 cm to 36 cm).  
3.3.4 Nodule Segmentation 
3.3.4.1 Image Pre-processing 
 A CT scan input to the segmentation program is first pre-processed to obtain 
isotropic voxels.  Linear interpolation in the z-axis is performed if the reconstructed slice 
interval of the CT scan is greater than the pixel size on the axial plane.  Bilinear 
interpolation in the axial plane is used instead if the slice interval is smaller.  The 
interpolation does not improve the spatial resolution of the CT data, but it is performed to 
facilitate the implementation of the 3-dimensional (3D) segmentation operations.   
 Using a graphical user interface, each nodule location is manually identified by 
setting a box that contains the nodule on one scan based on visual inspection.  For other 
scans where the nodules are in the same positions, an automatic nodule detection program 
extracts volumes-of-interest (VOIs) from the scan [39, 93].  The automatic detection is 
not a part of this study but is used to reduce the time of otherwise manually marking 
VOIs.  For nodules that are close to the pleura, the VOI may include voxels from the 
pleura and the chest wall.  For these nodules, a lung region masking program previously 
developed in our laboratory [39] is applied to the VOI to exclude these voxels from 
further processing.   
3.3.4.2 Parametric Active Contour (AC) Segmentation 
 Deformable contour models, particularly the AC model [14], are well-known 
tools for image segmentation.  ACs are energy-minimizing splines guided by various 
forces, or energies.  We implemented a parametric model, representing the contour as 
vertices of a polygon, and minimized it based on a greedy algorithm described by 
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Williams and Shah [15].  We implemented two new energies to take advantage of 3D 
volumetric data and one energy to penalize the total energy if the contour grows into the 















where E(c) is the energy at a pixel in the search neighbourhood of vertex )(cv . In this 
energy function, the internal energies include homogeneity (hom), continuity (cont), 
curvature (curv), 3D curvature (3Dcurv), and the external energies include gradient 
(grad), 3D gradient (3Dgrad), balloon (bal), and mask (mask).  The weight wj is a 
parameter assigned to each energy j, where j represents one of the eight energies: hom, 
cont, curv, 3Dcurv, grad, 3D grad, bal, and mask. Details of how the weights were 
trained have been described elsewhere [1]. 
In this study, we applied the 3DAC model trained on patient nodules [1] to the 
segmentation of phantom nodules on CT scans.  An initial contour for the nodule in the 
VOI is generated using a k-means clustering and object identification method and is used 
to initialize the 3DAC as explained in detail in [1]. 
3.3.5 Manual Segmentation by a Radiologist 
 To provide a reference for comparison with the 3DAC contours, a fellowship-
trained thoracic radiologist manually segmented some 4.8-mm-diameter nodules.  We 
selected three scanning conditions, which were identical except for slice thickness values 
of 0.625, 1.25, and 2.5 mm.  The other parameters were 1.375:1 pitch, 0.625 mm slice 
interval, 120 kVp, 160 mA, 36 cm FOV, and 0.5 sec rotation time.  The radiologist 
segmented the five 4.8-mm-diameter nodules with 100 mg/cc density in the right lung of 
the chest phantom.  There were a total of 15 manually segmented nodules from the five 
nodules and three different slice thickness conditions. 
 The radiologist was only informed that the phantom nodules were spherical, 
without being given any size information.  A graphical-user interface (GUI) program 
developed in our laboratory displayed a zoomed in ROI containing the nodule to be 
segmented.  The radiologist was free to adjust the brightness and contrast of the image.  
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He was instructed to outline the nodule by a polygon following where he judged to be the 
nodule boundary in the image. 
3.3.6 Data Analysis 
 The volume of a segmented phantom nodule (V3DAC) was calculated by 
multiplying the number of voxels contained in the contours with the volume of each 
voxel.  The segmented volume was compared with the ground-truth volume of the 
phantom nodule (Vtrue) and the difference was reported as the percentage volume error 









where Vtrue is calculated by the volume formula of a sphere, Vol=(4/3)πr3.  The volume 
error percentage is a signed value: positive for overestimation and negative for 
underestimation of the true volume. 
 The volume errors were calculated for all nodule sizes imaged under various CT 
imaging conditions. We estimated statistical significance based on Student’s t-test for 
paired data and one-way ANOVA for groups of data.  Because multiple comparisons 
were made for pairs of conditions and their statistical significance was estimated, the 
Bonferroni correction [94] procedure was used, when appropriate, to adjust the threshold 
for the p value for statistical significance, which is usually set at 0.05 without this 
correction. 
3.4 Results 
3.4.1 Lung Nodule Volume Reproducibility 
 All nodule-mimicking spheres were successfully segmented as judged by visual 
inspection.  Tables 3.2 and 3.3 list the average volume errors calculated from the 3DAC 
boundary using Eqn. (2) for the 4.8-mm-diameter spheres from Experiments I and II, 
respectively.  The same imaging conditions were used in the two experiments conducted 
five months apart.  The volume errors in these tables were analyzed separately for each 
density (either 50 or 100 mg/cc of CaCO3) and each scan.  Six averages for each imaging 
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condition are listed for each experiment, since there were three scans taken for each 
condition and two densities for each. 
3.4.1.1 Analysis by Density 
 The two-tailed paired t-test was performed where each pair consisted of the 
average volume error of the 50 mg/cc and the 100 mg/cc densities in one scan.  There 
were five different imaging conditions in both Experiments I and II, each of which had 
three identical scans, for a total of 30 pairs for statistical analysis.  The volume error 
difference between the densities was not statistically significant (p = 0.845). 
3.4.1.2 Reproducibility Analysis 
 To determine whether there were differences in the volume errors among the three 
identical scans acquired on the same day, analysis of variance (ANOVA) was performed 
on the three identical scans.  Each scan contained 11 (Experiment I) or 10 (Experiment II) 
nodules for each of the five different imaging conditions in Experiments I and II.  For a 
given imaging condition, the difference in average volume errors was not statistically 
significant (p > 0.05). 
 To determine reproducibility for scans separated by a few months, ANOVA was 
used to analyze the volume errors from the six scans (three from each experiment) taken 
under identical imaging conditions, each of which contained 11 or 10 nodules.  For each 
of the five imaging conditions in Experiments I and II, the difference in the volume 
measurements (p > 0.05) between the scans acquired five months apart did not achieve 
statistical significance.  
3.4.1.3 Volume Error Variability 
 Table 3.4 shows a comparison of the volume errors averaged over all three scans 
for a given density and imaging condition.  Higher variability of volume errors occurred 
with larger slice thicknesses and slice intervals.  The greatest volume errors occurred for 
the scan using 2.5 mm slice thickness and 2.0 mm slice interval, which were the lowest 
resolution scans in this reproducibility study.   
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3.4.2 Effects of CT Parameters on Volume Errors 
3.4.2.1 Dependence on Slice Thickness  
 The average volume errors for varying slice thicknesses of 0.625 mm, 1.25 mm, 
and 2.5 mm were compared for tube currents ranging from 80 to 320 mA.  The other 
parameters were fixed at 1.375:1 pitch, 0.625 mm slice interval, 120 kVp tube voltage, 
0.5 sec rotation time, and 36 cm FOV.  The dependence of the average volume errors on 
nodule size is shown in Figure 3.2 for a tube current of 160 mA as an example.  The 
trends are similar within the tube current range of 80 to 320 mA studied. The average 
volume errors of the 4.8, 9.5, and 16 mm spheres for all slice thicknesses and tube 
currents ranged from 19.4% to 45%, 9.9% to 23.5%, and -0.8% to 1.7%, respectively. 
 For the 160 mA case, there were three different slice thickness values and three 
nodule sizes, resulting in nine paired t-tests.  A p-value of less than (0.05/9 = 0.0056) was 
considered statistically significant after application of the Bonferroni correction.  There 
was no statistically significant difference in the average volume error (p > 0.0056) when 
the slice thickness changed from 0.625 to 1.25 mm for all nodule sizes.  However, a 
change in slice thickness from 1.25 mm to 2.5 mm resulted in a statistically significant (p 
< 0.0056) difference in the average volume error for the 4.8 mm and 16 mm nodules, but 
not for the 9.5 mm nodules (p = 0.0073).  A change in slice thickness from 0.625 mm to 
2.5 mm affected average volume error significantly (p < 0.0056) for all nodule sizes.  The 
results for the various nodule sizes and all three tube currents are summarized in Table 
3.5. 
3.4.2.2 Dependence on Tube Current (mA) 
 For each slice thickness, three different tube currents of 100, 200, and 400 mA 
were used to scan the three different nodule sizes.  Table 3.6 lists the standard deviations 
of the HU values in several regions-of-interest of a slice intersecting approximately the 
center of the nodules in each scan.  The standard deviations represented the relative noise 
levels in the CT scans due to the tube current changes. As expected, the noise decreased 
as the slice thickness increased and the tube current decreased.  It was found that 
changing the noise level within the range studied did not significantly (p > 0.05) affect 
the average volume error of the nodules for all nodule sizes. 
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 For the 4.8 mm spheres, the volume errors for varying slice thickness and tube 
current are shown in Figure 3.3.  The parameters fixed were 0.531:1 pitch, 0.625 mm 
slice interval, 120 kVp, 0.8 sec rotation time, and 36 cm FOV.  Note that the pitch and 
rotation time for this set of parameters differ from those used for the data shown in Figure 
3.2 and Table 3.5, although the trends are similar.  With a slice thickness of 0.625 mm, 
the average volume errors were 21.6%, 20.8%, and 21.7% for 100, 200, and 400 mA 
scans, respectively.  When the slice thickness was increased to 2.5 mm, the 
corresponding errors increased to 42.3%, 43.3%, and 40.7% for the three tube currents, 
respectively. 
 There was no statistically significant change (all p > 0.6) in average volume errors 
when slice thickness changed from 0.625 to 1.25 mm for the 100, 200, and 400 mA scans.  
However, further increase in slice thickness from 0.625 mm or 1.25 mm to 2.5 mm 
resulted in a statistically significant (p < 0.0056) difference in average volume error for 
all tube currents. 
3.4.2.3 Dependence on Pitch 
 The effects of varying pitch from 0.531:1, 0.969:1, and 1.375:1 are shown in 
Figure 3.4. The CT parameters were fixed at 0.625 mm slice thickness and slice interval, 
120 kVp tube voltage, 400 mA tube current, 0.8 sec rotation time, and 36 cm FOV.  The 
volume error decreased as the nodule size increased, similar to the trends observed in 
Figure 3.2.  The average volume errors of the 4.8, 9.5, and 16 mm spheres ranged from 
20.6% to 21.7%, 10.4% to 10.6%, and -0.4% to -0.6%, respectively.  The variation in 
pitch did not significantly affect the volume error of segmentation (p > 0.05) within the 
range studied for all nodule sizes. 
3.4.2.4 Dependence on Field-of-View 
 The effects of varying FOV values from 25 cm to 36 cm on volume error are 
presented in Figure 3.5.  Note that increasing the FOV increases the pixel size on the 
axial plane and also may affect the interpolated voxel size used for the segmentation.  
The other parameters were fixed at 0.531:1 pitch, 0.625 mm slice thickness and interval, 
120 kVp tube voltage, 400 mA tube current, and 0.8 sec rotation time.  The CT scan 
containing 4.8 mm spheres with 25 cm FOV were not used because the beginning and 
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end slice acquisition location were set erroneously, resulting in spheres that were not 
completely scanned.  The average volume errors of the 4.8, 9.5, and 16 mm spheres 
ranged from 20.3% to 22.4%, 10.3 to 12.4%, and -1.0% to -0.1% respectively.  There was 
no statistically significant change (p > 0.006, Bonferroni correction) in the average 
volume errors within the range of FOV studied. 
3.4.3 Partial Volume Effects on Volume Errors 
 The overestimation in nodule volume is mainly caused by partial volume effects.  
Typical segmented contours for the 4.8 mm nodule at three slice thicknesses and the 
same 0.625 mm slice interval are shown in Figure 3.6, rows (1)-(3). The segmented 
boundaries are visually reasonable although the average volume errors of 20% to 45% 
(see Figure 3.3) seem excessive. The segmented volume increases as slice thickness 
increases although the true nodule size is the same.  To further demonstrate the effect, a 
spherical object of radius 4.8 mm was digitally generated and shown in Figure 3.6, row 
(4).  Comparison of both the digitally generated slices and the actual CT slices showed 
that partial volume effects generally cause the volume to appear larger than the true 
volume.  This is because the nodule boundary is blurred and more pixels that are outside 
the true nodule boundary become brighter and are considered part of the nodule.  There 
are also additional slices that appear to contain part of the nodule while the true nodule 
may not have intersected those slices. These effects become stronger when the slice 
thickness increases. 
3.4.4 Manual Segmentation by a Radiologist 
Figure 3.7 shows a comparison of a computer generated boundary of a discretized 4.8 
mm sphere, the 3DAC result, and the radiologist’s hand-drawn boundaries.  The average 
volume errors of the manually segmented volumes for the five 4.8-mm-diameter nodules 
in each of the 0.625, 1.25, and 2.5 mm slice thicknesses were 239.3 ± 36.5%, 214.8 ± 
34.4%, and 275.6 ± 40.3%, respectively.  The corresponding 3DAC average volume 
errors for the same nodules and imaging conditions were 18.6 ± 5.5%, 23.6 ± 7.6%, and 
45.2 ± 5.4%, respectively.  
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3.5 Discussion 
 In this paper, our focus is to evaluate the effects of CT scanning and 
reconstruction parameters on the accuracy and reproducibility of automated nodule 
volume estimation.  Although the absolute magnitude of the volume errors estimated 
using phantom nodules may be different from those of real nodules in patient scans, this 
study reveals important trends for the dependence of the volume errors on CT imaging 
conditions and the variability of these measurements.  This information may serve as a 
guide when automated or manual methods are used to assess interval volume change of a 
nodule from serial CT scans. 
 In one part of this study, we asked a fellowship-trained thoracic radiologist to 
segment nodules imaged with varying slice thicknesses.  The radiologist’s hand-drawn 
boundaries appear to have included the partial volume voxels.  Quantitatively, the volume 
errors of the manual segmentation ranged from 150 to 350%, compared to the 9% to 52% 
for the 3DAC.  Radiologists are not required to outline lesions in their clinical practice.  
They are trained to estimate whether a nodule changes size in serial CT scans.  The 
judgment of where the lesion boundaries are on an image is subjective, as indicated by 
the large inter- and intra-observer variabilities among experienced chest radiologists in 
the LIDC study [83].  Since the percentage volume change for a given diameter change 
depends strongly on the nodule size, an overestimation of the nodule diameter can cause 
large underestimation in nodule growth rate for small nodules.  This underscores the 
difficulty partial volume effects will impose on assessment of nodule growth. 
 The advantages of automated volume segmentation over manual segmentation 
include immunity from variability due to changing window and level settings.  
Radiologists may change the settings to better view the nodule, resulting in differing 
perceptions of the boundary and thus different volumes [84].  Computerized analysis uses 
the CT numbers of the voxels themselves in a deterministic algorithm and it will produce 
exactly the same result for identical input.  However, even for CT scans under identical 
imaging conditions, the acquired images contain statistical variations in the x-ray photons 
recorded at the detector and other uncertainties of the CT scanner.  For example, the 
starting scan position of the CT scanner is not perfectly reproducible. The slice locations 
59 
relative to the anatomical structures are therefore not identical in repeated scans even if 
the phantom is not repositioned. 
 The reproducibility of volume measurements from scans taken on the same day or 
five months apart were evaluated in this study.  The comparison of segmented volume 
errors for CT scans with identical imaging conditions between the two experiments 
shows that, on average, the volume errors agree to within a few percent in the absence of 
motion or other physiological changes associated with a real patient.  This consistency 
was also observed by Wormanns [95], who reported high precision in lung nodule 
volume measurement based on an automated method applied to two scans taken 10 
minutes apart using the same imaging conditions.  
 Our study indicated that the average volume error relative to the ground truth 
were consistently overestimated, except for the 16 mm nodules at thin slice thickness that 
occasionally showed slight underestimation within experimental uncertainties. The 
overestimation is mainly caused by partial volume averaging rather than the AC 
segmentation settings as demonstrated in our analysis of the partial volume effect.  
Nodule size and slice thickness had the largest effects on the measured volume accuracy.  
For a given CT condition, the smaller the nodules, the higher the percentage volume 
errors.   
 We chose the nodule sizes used in this study because there is general consensus 
that pulmonary nodules of clinical significance in CT evaluation have longest diameters 
in the range of 3-30 mm.  Nodules less than 10 mm should be followed up with CT [13, 
77], and we chose the 4.8 mm and 9.5 mm to represent the low and high end of the range.  
In addition, 15 to 22 mm nodules are at intermediate risk for cancer, so we chose 16 mm 
as the representative size.  Our results indicate that, for nodules greater than 16 mm, the 
volume errors due to the factors considered in the current study are negligible so that the 
size range of the nodules of interest has been covered. 
 In this study, typical CT scans have 0.703 mm resolution in the axial plane.  The 
voxels are isotropic after interpolation to a volume of (0.703)3 mm3.  At this voxel size, a 
4.8 mm diameter sphere contains approximately 168 voxels if the effect of discretization 
is ignored.  Seven slices (4.8 mm / 0.703 mm) is the smallest number of slices that can 
represent this nodule.  A 20% over-estimation in volume is the result of 33 extra voxels, 
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which corresponds to less than five pixels per slice.  In other words, if five more voxels 
in each slice are considered part of the nodule instead of the background for each slice, it 
will result in a 20% volume error.  Thus, the volume error for small nodules is especially 
sensitive to the uncertainties in the segmented boundary, as a slight deviation due to 
partial volume effect and reconstruction artefacts such as a blurry or irregular edge would 
result in substantial percentage error.  When the slice thickness is large, the blurred 
boundary due to partial volume averaging contributes to extra slices for the nodule.  The 
additional slices and additional voxels in each slice together would have caused the high 
volume errors (>40% for 2.5 mm slice thicknesses) for the 4.8 mm nodules. 
 This is contrasted to a study by Yankelevitz et al. that reported volume errors of 
±3% for 3.2 and 3.96 mm diameter phantom nodules [87].  The difference may be 
attributed to two main factors.  First, Yankelevitz et al. scanned the phantom at a high 
resolution of 1 mm beam collimation and 9.6 cm FOV, resulting in pixel size of 0.188 x 
0.188 mm in the axial plane, with reconstructed slice interval of 0.5 mm and trilinear 
interpolation to obtain isotropic voxels. In our study, the smallest slice interval of 0.625 
mm would have resulted in interpolated isotropic voxels with volumes of 0.244 mm3, 
which is 36.7 times larger than their isotropic voxels with volumes of 0.00665 mm3 
(=0.1883). Second, our AC parameters were trained with patient nodules [1] rather than 
the current set of phantom nodules.  We can expect that if the AC parameters were 
trained to fit the edge characteristics of phantom nodules, the AC segmented volumes 
could be adjusted to be closer to their ground-truth volumes.  However, the resulting AC 
algorithm may not perform well for patient nodules.  Because segmentation of patient 
nodules is the goal for developing the automated AC method, we chose to apply the 
trained AC to phantom nodules without re-training. 
 The CT scanning pitch did not significantly affect volume error (p > 0.05) for 
phantom nodules of all sizes when the other parameters were fixed as chosen in this study.  
However, this experiment was only performed for thin slices (0.625 mm thickness and 
interval).  Future experiments are needed to determine whether this result would still hold 
with larger slice thicknesses and intervals.  There was also no statistically significant 
effect of FOV on the average volume error, although the average volume error for the 36 
cm FOV was consistently slightly lower than that for the 25 cm or 30 cm FOV.  One may 
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expect larger errors for larger FOVs because of the increase in the voxel size and thus the 
partial volume blurring. However, larger voxel size could result in a smaller segmented 
volume due to the poorer approximation to a sphere by the large discrete voxels.  For 
simplicity, consider an example in 2D. Because the segmented nodule contour was 
represented by a polygon, smaller voxels would allow more vertices to form the polygon.  
Consider a polygon inscribed in a circle by placing five vertices on the border of the 
circle.  The area of this polygon would be smaller than that if 10 vertices were placed on 
the border of the circle.  Since the segmented nodule volume was generally over-
estimated, the reduced volume due to increased voxel size could reduce the volume error 
if the reduction was greater than the increase due to the increased partial volume effect. 
 There was no statistically significant dependence of volume errors on tube current 
for pitch settings of 0.531:1 and 1.375:1 and for slice thicknesses from 0.625 mm to 2.5 
mm.  The volume errors therefore were relatively independent of dose for the phantom 
nodules. For assessment of nodule growth, it may be sufficient to use high resolution but 
low dose serial scans.  
 We have demonstrated that there is a large difference in the estimated volume 
when the CT scan is acquired with different imaging conditions.  To minimize the error, 
thin slice CT scans should be used, especially for small nodules.  Furthermore, to 
estimate the growth of a nodule, it is important to use the same scanning and 
reconstruction parameters in follow-up scans.  Currently, follow-up scanning is 
performed for nodules after certain time intervals, but there are no specifications on the 
parameters to be used.  A baseline scan and follow-up scans using different slice 
thicknesses, for example, may result in similar volume measurements when in fact the 
nodule size has changed.  The error in volume change estimation may lead to 
misdiagnosis and delay in treatment. 
 The volume errors also raise questions regarding protocols used to screen for lung 
cancer.  Protocols such as the NLST trial that used 2.5 mm slice thickness and 2.0 mm 
slice intervals may be too thick to accurately assess volume and growth.  A thin-slice 
protocol should be used or a work-up scan at a higher resolution should be performed 
after a nodule is detected.  However, this needs to be balanced with other considerations 
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for screening, such as the larger number of images to be interpreted and archived 
associated with thin-slice CT screening, patient dose, and the costs of work-up. 
 In clinical CT scans, variabilities such as patient motion and the change in nodule 
size and boundary characteristics over time will further degrade the reproducibility 
between serial exams.  Furthermore, clinical nodules in general have less sharp and more 
irregular boundaries than spherical phantom nodules. These characteristics may cause 
additional volume errors compared with those estimated in this study, and cause large 
inter- and intra-observer variabilities even for experienced chest radiologists [83].  These 
errors will be impossible to estimate because there is no ground truth volume for clinical 
nodules and the cause and magnitude of the errors may change from case to case.  With 
computer segmentation, although the percentage volume errors for small nodules are 
large, the reproducibility of volume estimation from repeated scans is within a few 
percent.  It may be expected that if a consistent CT protocol and computerized 
segmentation algorithm are used for serial CT scans to assess nodule growth, the error in 
assessing the volume change could be less than the absolute volume error. 
 There are limitations in this study.  First, it will be of strong interest to estimate 
the smallest possible volume change that can be estimated with confidence using 
automated segmentation.  Second, it is not known whether the same trends observed in 
this phantom study would be seen for real lung nodules. Third, it is also not known 
whether the dependence of volume errors on imaging and reconstruction parameters is 
consistent for CT scans acquired with scanners from different manufacturers. Fourth, for 
the evaluation of CT parameters on volume errors, we fixed the slice interval at 0.625 
mm to reduce the number of variables. The effects of this parameter and its interaction 
with other parameters on volume error are therefore still unknown. Finally, we did not 
employ targeted reconstructions with smaller FOVs such as 9.6 cm that would reduce 
volume averaging in the axial plane. These and other issues will be investigated in future 
studies. 
 In summary, we have found that scanning and reconstruction parameters of CT 
scans affect automatic volume measurement by the 3DAC method.  This investigation 
has important clinical implications because comparing nodule volumes measured from 
two different scans to determine whether there is growth is a commonly used method in 
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initial diagnosis of lung cancers.  In the larger context of a computerized image analysis 
system, this shows that not only is the segmentation algorithm important, but the method 
of image acquisition for the CT scans used in the segmentation also affects the outcome.  
Thus, to accurately follow up on a nodule to detect interval change in volume, the 
scanning and reconstruction parameters should be properly chosen and kept constant 
between the initial and follow-up scans to minimize the variability in the volume change 
evaluation. 
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3.6 Tables  
Table 3.1: Table of scanning and reconstruction parameters for reproducibility study, 
which included the techniques used in the NLST and LTRC protocols and a high 
resolution technique.  In both protocols, an initial reconstruction and a retrospective 
reconstruction are performed from the original projection data. 
 
Hi-resolution 0.531:1 0.625 0.625 120 400 0.8
NLST initial 1.375:1 1.25 1.25 120 80 0.5
NLST retrospective 1.375:1 2.50 2.00 120 80 0.5
LTRC initial 1.375:1 0.625 0.625 140 300 0.5










Table 3.2: Experiment I: the means and standard deviation of volume errors of 4.8 mm 
phantom nodules in each of the three repeated scans in the reproducibility study for 
various scanning and reconstruction parameters.  For each set of parameters, there were 
five spheres with 50 mg/cc CaCO3 and six spheres with 100 mg/cc CaCO3 in each scan. 
 
Density
mg/cc Avg. Std. dev. Avg. Std. dev. Avg. Std. dev.
50 24.9% 5.9% 24.9% 3.4% 22.2% 4.0%
100 19.2% 5.0% 20.4% 6.7% 15.7% 6.0%
50 24.4% 7.3% 29.0% 7.0% 25.5% 4.5%
100 20.0% 7.9% 23.7% 6.5% 21.6% 8.9%
50 35.4% 22.9% 45.4% 13.3% 51.4% 13.5%
100 43.5% 9.1% 48.1% 4.3% 44.1% 7.8%
50 21.3% 4.7% 21.8% 4.9% 20.2% 6.7%
100 19.2% 7.5% 16.4% 6.8% 18.5% 5.8%
50 18.2% 2.5% 15.7% 3.5% 19.0% 4.2%




Scan 1 Scan 2 Scan 3
mA time(sec)
400 0.80.531:1 0.625 0.625 120
1.375:1 1.25 1.25 120
300 0.5









Table 3.3: Experiment II (five months after Experiment I): the means and standard 
deviation of volume errors for 4.8 mm phantom nodules in each of the three repeated 
scans in the reproducibility study for various scanning and reconstruction parameters.  
For each set of parameters, there were five spheres with 50 mg/cc CaCO3 and five 
spheres with 100 mg/cc CaCO3 in each scan. 
 
Density
mg/cc Avg. Std. dev. Avg. Std. dev. Avg. Std. dev.
50 21.3% 6.0% 21.2% 4.7% 21.5% 4.6%
100 21.7% 4.0% 22.2% 3.1% 22.6% 5.7%
50 25.3% 3.3% 24.9% 7.7% 28.4% 6.8%
100 22.8% 5.9% 21.7% 5.5% 25.0% 7.5%
50 50.4% 10.2% 48.7% 11.8% 50.2% 9.8%
100 48.7% 5.5% 43.5% 9.6% 42.4% 6.7%
50 23.0% 3.9% 20.0% 2.8% 24.0% 4.2%
100 21.5% 6.3% 21.3% 2.6% 19.2% 6.7%
50 21.4% 6.2% 20.8% 4.2% 17.6% 3.4%

































Table 3.4: Comparison of the volume errors for 4.8 mm diameter phantom nodules for 
various parameters taken during Experiments I and II.  The volume errors for the nodules 
with 50 mg/cc CaCO3 and 100 mg/cc CaCO3 are separately analyzed.  For each set of 
parameters, the averages and standard deviations are calculated for volume errors from 
three identical scans. 
 
Avg Std. dev. Avg Std. dev.
50 18.5% 5.9% 21.3% 4.8%
100 24.0% 4.4% 22.2% 4.8%
50 21.8% 7.5% 26.2% 6.0%
100 26.3% 6.2% 23.2% 6.0%
50 45.2% 7.2% 49.8% 9.9%
100 44.1% 17.3% 44.9% 7.5%
50 18.0% 6.5% 22.3% 3.8%
100 21.1% 5.2% 20.7% 5.2%
50 17.7% 5.5% 19.9% 4.7%
100 17.6% 3.6% 15.1% 3.2%




































Table 3.5: Analysis of statistical significance in changes in average volume errors for 
varying nodule size, tube current, and slice thickness values.  Significant (with 
Bonferroni correction) and insignificant changes are marked with “S” and “NS”, 
respectively.  Other parameters were fixed at 1.375:1 pitch, 0.625 mm slice interval, 120 
kVp tube voltage, 0.5 sec rotation time, and 36 cm FOV.  The scan of 4.8 mm spheres at 





(mA) 0.625 to 1.25 1.25 to 2.5 0.625 to 2.5
80 N/A N/A S
160 NS S S
320 NS S S
80 NS S S
160 NS NS S
320 NS S S
80 NS NS S
160 NS S S
320 NS S S






Table 3.6: Standard deviations of HU values of regions-of-interest (ROI’s) on CT slices.  
The ROI’s were placed in the heart muscle, lung parenchyma, and muscle near the 
vertebra.  Since the chest phantom was not moved when the scanning parameters were 
changed, the slice and position of the ROI’s were the same for all entries of this table.  
The parameters kept constant were 0.531:1 pitch, 0.625 mm slice interval, 120 kVp, 0.8 





(mA) Heart Parenchyma Muscle
100 11.78 9.29 16.84
200 8.60 6.66 11.16
400 6.38 5.07 10.98
100 10.02 8.11 15.03
200 7.73 6.04 11.12
400 5.92 4.86 9.51
100 7.39 5.78 9.25
200 5.48 4.61 9.07








(a) (b)  (c) 
Figure 3.1.  Examples of 2-dimensional (2D) axial slices for the three phantom nodule 
configurations used in Experiment II: The nodules have diameters of (a) 4.8 mm, (b) 9.6 

























Figure 3.2: The effect of slice thickness on volume error at 120 kVp tube voltage, 160 
mA tube current, 0.5 sec rotation time, 0.625 mm slice interval, 1.375:1 pitch, and 36 cm 

























Figure 3.3: Effect of slice thickness and tube current on volume error for 4.8 mm spheres.  
The parameters fixed were 0.531:1 pitch, 0.625 mm slice interval, 120 kVp, 0.8 sec 


























Figure 3.4: Effect of pitch on volume error.  The scanning parameters were fixed at 0.625 
mm slice thickness and slice interval, 120 kVp tube voltage, 400 mA tube current, 0.8 sec 

























Figure 3.5: Effect of the scanning field of view (FOV) on volume error. The other 
parameters were fixed at 0.531:1 pitch, 0.625 mm slice thickness and interval, 120 kVp 
tube voltage, 400 mA tube current, and 0.8 sec rotation time. The error bars indicate ± 1 
















Figure 3.6: Images of all slices with 3DAC segmented contours of a 4.8 mm phantom nodule and various slice thicknesses. Row (1): 
0.625 mm, 17% error.  Row (2): 1.25 mm, 22% error.  Row (3): 2.5 mm, 24% error.  Other parameters were kept constant: 0.625 mm 
slice interval, 120 kVp, 320 mA, 0.5 sec rotation time, 36 cm FOV.  Note the additional slice at 2.5 mm slice thickness that was 
segmented due to the high voxel intensity caused by partial volume averaging.  Row (4) contains a computer-generated sphere of 4.8 
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Figure 3.7: Comparisons of contours for a 4.8 mm diameter nodule.  Imaging conditions were 1.375:1 pitch, 0.625 mm slice thickness 
and interval, 120 kVp, 160 mA, 0.5 sec rotation, and 36 cm FOV. Row (1): Contours of a computer-generated 4.8-mm-diameter 









Effect of Finite Sample Size on Feature Selection and 
Classification: A Simulation Study 
 
4.1 Abstract 
 The small number of samples available for training and testing is often the 
limiting factor in finding the most effective features and designing an optimal computer-
aided diagnosis (CAD) system.  Training on a limited set of samples introduces bias and 
variance in the CAD system relative to a CAD system trained with an infinite sample size. 
We conducted a simulation study to investigate the dependence of the classification 
performance on design sample size for combinations of feature selection techniques and 
classifiers.  Two feature selection techniques, the stepwise feature selection and 
sequential floating forward search (SFFS) and two commonly used classifiers, Fisher’s 
linear discriminant analysis (LDA) and support vector machine (SVM), were investigated.  
Samples were drawn from multi-dimensional feature spaces of multivariate Gaussian 
distributions with equal or unequal covariance matrices and unequal means.  Classifier 
performance was quantified by the area under the receiver operating characteristic (ROC) 
curve, Az.  The mean Az values obtained by resubstitution and hold-out methods were 
evaluated for training sample sizes ranging from 15 to 100 per class.  The number of 
simulated features available for selection was chosen to be 50, 100, and 200.  It was 
found that the LDA and SVM with radial kernel performed similarly for most of the 
conditions tested in this study, although the SVM classifier showed a slightly higher 
hold-out performance for some conditions.  The SFFS method was comparable to the 
SFS method. The understanding of the performance of various feature selection technique 
and classifier combinations when limited samples are available is expected to facilitate 




 Advances in computer processing power, memory capacity, imaging technologies, 
and image processing algorithms have greatly improved the diagnostic information 
available to radiologists.  Image processing and analysis tools allow computers to aid 
radiologists in previously time consuming tasks.  Computer-aided detection and diagnosis 
(CAD) software further facilitates image interpretation.  Computer-aided detection 
systems mark suspicious areas on images that radiologists may have overlooked to 
prompt them to examine that area more carefully.  Computer-aided diagnosis software for 
cancer provides a malignancy estimate of suspicious tissue. 
For these computer aids to be effective, however, a CAD system would need to 
extract salient features from the images, choose only the features that can discriminate 
between classes, and accurately classify previously unseen samples.  Ideally, there would 
be a large number of training samples to design the CAD system, but it is expensive and 
time-consuming to collect case samples with ground truth.  The development of CAD 
systems for automatic detection and diagnosis of lung nodules on CT can serve as an 
example.  For detection studies, the gold standard for determining whether abnormal-
appearing tissue is considered a nodule is often determined by consensus among 
radiologists, yet considerable inter-observer variability makes the truth uncertain.  For 
diagnosis studies, a nodule is considered benign when it shows no change for at least two 
years.  Determination of malignancy often requires biopsy.  If multiple nodules are 
present in the lungs, biopsy may not be performed for every nodule because of the risks 
and expenses.  These factors limit the number of samples available to train, validate, and 
test CAD systems. 
An important issue in CAD system development is whether the performance on 
training data is generalizable to the population at large.  It is therefore useful to estimate 
the bias and variance of the classifier performance on previously unseen samples.  This 
would allow users to predict the performance when the CAD system is applied to 
unknown cases in clinical practice.  Classifiers for the differentiation of true and false 
lesions or for the differentiation of malignant and benign lesions are some of the main 
components in a CAD system. Studies of sample size effects on classifier design 
exemplify similar problems in development of CAD systems.  Previous simulation 
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studies have focused on the effect of finite sample size on classifier performance when 
the samples were drawn from multivariate Gaussian distributions of various 
dimensionality.  Resubstitution and hold-out methods were used for estimating classifier 
performance.  In the resubstitution method, the classifier performance is measured by 
applying the classifier to the training samples that have been used to design it.  In the 
hold-out method, the samples are partitioned into training and test samples.  The 
classifier is designed with only the training samples and then evaluated on the 
independent test samples.  Chan et al. [96] compared the sample size effects on the 
design of the linear discriminant, the quadratic discriminant, and the backpropagation 
artificial neural networks (ANN).  For feature spaces of Gaussian distributions with 
unequal covariance matrices and 3 to 15 dimensions, the linear discriminant analysis 
(LDA) classifier was inferior to the quadratic discriminant or the ANN when there were a 
large number of training samples.  However, with a small number of training samples 
available, a simpler classifier such as the LDA or ANN with few nodes may be preferred. 
A small sample size becomes even more limiting when one has to select the most 
effective features from a large pool of available features using the same small sample set. 
Sahiner et al. [97] investigated the effect of sample size, number of available features, 
and the parameters for stepwise feature selection (SFS) on LDA performance.  They 
found that the resubstitution estimate was always optimistically biased, except when there 
were too few features.  The hold-out estimate was always pessimistically biased when the 
classifier was trained on only the training samples. 
In recent studies, Sahiner et al. investigated the bias and variance of various 
resampling methods in predicting the performance of a classifier for unknown samples 
when the classifier is trained with a finite sample size.  Two classifiers, Fisher’s LDA [98] 
and backpropagation ANN [99] were evaluated.  Under their study conditions, they found 
that the prediction accuracy depends strongly on the resampling method, especially for 
large feature dimensionality and small sample sizes.  Li and Doi [100] performed a 
simulation study and proposed an automated threshold selection method to minimize the 
overtraining effect in rule-based classifier design.  Li and Doi also performed another 
study [101] to compare evaluation methods for CAD systems such as the bias of the 
estimated performance, the generalization performance, and the uniqueness of the CAD 
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scheme.  Beiden et al. [102] focused on the variance of competing classifiers. They 
concluded that, in comparing various classifiers, the variance contributed by the finite 
training sample is the dominant component.  This is opposed to the conventional wisdom 
that the finite training sample size affects the bias of measures of performance, while the 
variance can be attributed mainly to the finite number of test samples.   
The interaction between the feature selection method and the classifier used will 
also influence the training of a classifier.  Some combinations of methods may perform 
better than others given a small sample size, some may generalize better to unknown 
samples, and others may result in lower variance.  Jain and Zongker [103] compared 
various feature selection algorithms and concluded that the sequential forward floating 
search (SFFS) [104] method performed better than other methods.  Kudo and Sklansky 
[105] also concluded that SFFS was effective for small- and medium-scale problems 
while genetic algorithms would be better suited for large-scale problems. 
 The goal of this study is to investigate combinations of feature selection 
techniques and classifiers and to compare their performance on two classes of data drawn 
from multivariate Gaussian distributions with unequal means and either equal or unequal 
covariance matrices.  The effects of the covariance matrices, finite sample size, and the 
dimensionality of the feature spaces on the bias of the classifier performance relative to 
that of infinite training sample were studied.  Although both feature selection methods 
and classifiers have been investigated extensively in the literature, there are only limited 
studies on combinations of these two important processes for various feature selection 
techniques and classifiers.  This study is expected to provide CAD system designers 
further understanding on the sample size effects and their interaction with feature 
selection and classification methods.  This information may serve as a guide in future 
CAD system development and prompt further investigations on these important issues for 
classifier design.  
4.3 Methods and Materials 
 A typical CAD system is shown in Fig. 4.1.  In the training phase, a large number 
of features can be extracted from the image samples.  Many of these features may not be 
useful for the classification task at hand and a feature selection method is used to choose 
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the most effective features.  A classifier is then built using the selected features as input 
predictor variables.  Both the feature selection and the classifier parameters should be 
trained on the training samples only. The performance of the trained classifier on 
unknown cases is then estimated on the independent samples that have been held out for 
testing. 
4.3.1 Random Sample Generation 
 In this simulation study, the training and test samples for the two classes were 
drawn randomly from two multivariate Gaussian distributions of three different types: (1) 
equal covariance matrices with unequal means, (2) unequal covariance matrices with 
unequal means, and (3) equal covariance matrices estimated from clinical data with 
unequal means.  Although clinical data may not follow a Gaussian distribution, this 
idealized distribution keeps the number of parameters to investigate manageable, and 
allows us to gain insight into the effect of finite sample size and relative performance 
among the various feature selection and classifier methods. 
 A set of Ns samples was generated from each class distribution using a random 
number generator.  The detail of the two classes is described below.  This set was then 
randomly partitioned into Ntrain training and Ntest test samples per class.  We varied Ntrain 
and fixed Ntest to be 100 for a given feature space to study the effect of training sample 
size on classifier performance.  For a given number of training and testing samples, 1000 
experiments were performed with  a new set of samples generated for each experiment. 
Keeping Ntest fixed for different experiments allowed us to directly investigate the 
dependence of the variance of the performance measure on the number of training 
samples, without the confounding effects of the variation of the number of test samples. 
The resubstitution and hold-out test performances of the classifier were quantified by the 
area under the receiver operating characteristic curve, Az. The mean and the variance of 
the resubstitution and hold-out test Az for the given sample size were estimated from the 
1000 experiments. 
4.3.1.1 Equal Covariance Matrices and Unequal Means 
 The first condition simulated two classes with multivariate Gaussian distributions 
and equal covariance matrices.  Without loss of generality, we used two identity matrices 
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because a common arbitrary covariance matrix for both classes can be simultaneously 
diagonalized and the variances of the individual feature components normalized to unity 
[96].  The mean feature vector of the first class was zero, μ1 = 0, and the difference in the 
class means, Δμ(i), between the two classes for feature i was given by [97]: 
1,...,1,)()()( 12 <==−=Δ βαβμμμ andMiiii
i  (4.1)
where M is the dimensionality of the available feature space from which a number of 
features may be selected.  The squared Mahalanobis distance between the two classes Δ  











since all the diagonal values of the covariance matrix were 1.  The parameter β was set to 
be 0.9 and α was chosen such that Δ = 3.0.  Feature i therefore has decreasing ability to 
separate the two classes as i increases.  The specific form of the features and the values of 
these parameters were not critical for the purpose of this simulation study; they were 
designed to generate a set of features that have varying discriminatory power to 
distinguish the two classes.  For the equal covariance matrix condition, the Mahalanobis 
distance can be used to determine the ideal Az value of the optimal classifier trained and 
tested with the true (infinite-sized) population, denoted as Az(∞) [96]. In this study, the 
Mahalanobis distance was selected such that Az(∞)=0.89, which is representative of the 
range of Az values achieved in CAD literature.  The classification accuracy for M = 50, 
100, and 200 was investigated. 
4.3.1.2 Unequal Covariance Matrices and Unequal Means 
 This condition simulates two classes that are distinctly different from each other.  
The covariance matrix of the first class was diagonalized and scaled as the identity 
matrix, I=Σ1 ,  with μ1 = 0.  The covariance matrix of the second class, 2Σ , was 
simultaneously diagonalized such that it had eigenvalues Mivi ,,1, K= , where M is the 
feature space dimensionality.  The values of iv  were generated by 













where γ  = 1.5, maxv  = 1v  = 3, and the smallest eigenvalue minv = Mv  was set to 1.  The 
eigenvalues of the covariance matrix for the second class therefore decreased 
exponentially from maxv  to 1 as the feature number changed from 1 to M. The values of 
the mean vector of the second class, μ2, were calculated according to Eqn. (4.1), where β 
= 0.9. For the unequal covariance matrix condition, there is no closed-form solution that 
relates the mean and covariance matrices of the class distributions to Az(∞). However, a 
close approximation for Az(∞) in terms of the Bhattacharyya distance [106, 107] has been 
derived [Barrett, Abbey and Clarkson, 1999]. In this study, the value of α in Eq. (4.1) was 
chosen such that the Bhattacharyya distance between the two classes was 3/8, which 
corresponded to Az(∞)≈0.89.  With the selected values of α and β, the squared 
Mahalanobis distance was 1.66, which was lower than that in the equal covariance matrix 
condition. The non-identity covariance matrix was designed such that the greatest 
separation in the mean value corresponded with the greatest eigenvalue in the covariance 
matrix.  Since our goal was to compare the performance of various features selection 
methods and classifiers, the specific values of maxv and minv  were not critical. 
4.1.3.3 Equal Covariance Matrices Based on Clinical Data and Unequal Means 
 To simulate features from clinical data that may be encountered by a CAD 
system, we first extracted features from volumes-of-interest containing lung nodules from 
computed tomography (CT) scans.  These features were extracted with the goal of 
classifying the lung nodules as malignant or benign [1].  They included morphological 
features such as volume and perimeter, in addition to gray-level statistics, texture features 
from run-length statistics [65, 66], gradient field, and radii features.  The means and 
covariance matrices of each class were estimated from a database of 124 malignant and 
132 benign nodules.  These estimated means and covariance matrices were assumed to be 
the true underlying multivariate Gaussian distributions of the population for this study.  
We assumed that the two classes had the same multivariate Gaussian distribution with 
covariance matrix ( ) 2/21 Σ+Σ=Σ , where Σ1 and Σ2 were estimated from the malignant 
and benign classes, respectively, of the clinical data. 
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4.3.2 Feature Selection Methods 
 Typical feature selection strategies include the “top-down” and “bottom-up” 
methods.  Marill and Green introduced the “top-down” method [108], which is initialized 
with the entire feature space.  Features are removed after certain criteria have been met to 
obtain the set of remaining features to be used.  Its counterpart is the “bottom-up” 
method, which is initialized with the empty set, and features are added until certain 
criteria have been met [109].  The disadvantage of these methods is the “nesting effect,” 
in which features removed are no longer considered or features added cannot be removed.  
The stepwise feature selection (SFS) and sequential floating forward selection (SFFS) 
methods were designed to overcome the nesting effect. 
4.3.2.1 Stepwise Feature Selection (SFS) 
 SFS uses a selection criterion based on F-statistics [110, 111] and addresses the 
nesting issue by allowing features to be added to and removed from the set of selected 
features.  Initially, all features are tested to find the one that provides the smallest value 
of a selection criterion, which was Wilks’ lambda in this study. Wilks’ lambda is defined 
as the ratio of the within-group sum-of-squares to the total sum of squares: 




































where d is the dimensionality of the selected feature subspace, h(X) is the discriminant 
score for the input vector iX  consisting of the selected features for case i, 
0
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d += , with [ ]dT bbbb ,,, 21 K=  and b0 being the LDA coefficients, m1(d) 
and m2(d) are the means of the discriminant scores for classes 1 and 2 respectively, m(d) is 
the mean of the discriminant scores for both classes, and N is the number of available 
training samples [97]. The smaller the value of Wilks’ lambda, the smaller the spread 
within each class relative to the spread of the entire sample; indicating that the separation 
of the two classes is larger and better classification can be achieved. 
 To determine whether to include a feature when d features have already been 



















where λd and λd+1 are the Wilks’ lambda values before and after entering the feature to the 
pool of selected features.  The feature with the largest F-to-enter value is added to the 
selected features if its value is higher than a threshold Fin.  A lower Fin threshold means 
that it is easier to add more features, resulting in a larger set of selected features.  After a 
feature is entered, each feature in the selected pool is tested for removal by calculating 
the F-to-remove value, which is defined similarly to F-to-enter.  The feature with the 
smallest F-to-remove value that is also lower than a threshold Fout is removed.  A lower 
Fout makes it more difficult to remove features, which will lead to a larger set of selected 
features.  This process of entering and removing a feature is repeated until no more 
features satisfy the criteria for entry or removal.  Another threshold is the tolerance term, 
which prevents a feature from being entered when it is highly correlated with the already 
selected features, even if the feature satisfies the Fin threshold.  Because the thresholds 
are not known a priori, and it is not practical to search through all combinations, we set 
Fout = Fin – 1, where Fin was varied from 2 to 7 to cover a reasonable range of values, and 
the tolerance threshold was fixed at 0.001.  These thresholds result in a wide range of the 
number of features selected, allowing us to demonstrate the effect of finite sample size on 
feature selection and classifier performance. 
4.3.2.2 Sequential Floating Forward Search (SFFS) 
 A disadvantage of SFS is that it only allows one feature to be added or discarded 
at a time.  The Plus-l-minus-r method [113] allows the addition of l or removal of r 
features at a time, but there is no theoretical way to predict the best l and r values.  Pudil 
et al. [104] introduced the floating search method, where the number of features added or 
removed at each step changes dynamically, and a pre-defined number of desired features 
controls the stopping criterion.  The SFFS method is initialized with the best performing 
combination of two features.  The procedure terminates when the number of selected 
features reaches the pre-determined number of desired features plus delta, where delta 
was set to 5 in this study. This allows the SFFS algorithm to search for combinations of 
features of cardinality beyond the desired number of features.  The best feature 
combination corresponding to the desired cardinality can then be chosen. 
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SFFS is a suboptimal search method that assesses the performance of 
combinations of features.  A table stores the best performing feature combinations of 
cardinalities of 1 through a number beyond the total number of desired features plus 
delta.  As features are added and removed, the performance of features is assessed.  If a 
better performing combination of the same cardinality is found, then that combination is 
updated in the table.  The procedure terminates when the best feature set of the desired 
cardinality is found.  The SFFS process is illustrated in an example below.  We chose to 
examine the performance of 5, 8, 11, 14, 17, and 20 desired features because that 
encompassed the range of features selected by the SFS method for all but a few extreme 
cases under our simulation conditions. 
 Suppose we have a set of features, Fj, where j = 1 to M.  Assume that F3 and F9 
are selected to initialize the SFFS method.  The method starts with the feature addition 
stage. All unselected features are each tested for their discriminatory ability in 
combination with the already-selected features.  We used the Mahalanobis distance 
between the two classes as the figure-of-merit when the feature is added to the already 
selected features.  Assume that among all the unselected features, feature F12 results in 
the greatest Mahalanobis distance between the two classes when combined with (F3, F9).  
To determine whether to add F12, each feature is removed in turn, with the discriminatory 
performance of the remaining features calculated.  If (F3, F9) has the best performance 
compared to (F3, F12) and (F9, F12), then F12 is kept.  After deciding that F12 will be kept, 
the next feature among the unselected features that provides the greatest Mahalanobis 
distance with the already selected features, F5 for example, is evaluated.  Each feature is 
removed in turn and the remaining features are tested, e.g., all three-feature combinations 
from among (F3, F9, F12, F5) are tested.  If (F3, F9, F12) results in the greatest Mahalanobis 
distance between the two classes, F5 is added to the selected feature set, and the 
procedure of adding features is repeated until the testing by removal of the most recently 
added feature does not result in the highest performance combination.  If (F3, F9, F12) 
does not result in the greatest Mahalanobis distance between the two classes, F5 is still 
added to the selected feature set, but the feature addition stage is stopped and  the 
algorithm proceeds to the feature removal stage. From the selected feature set, (F3, F9, 
F12, F5) in our example, each feature is removed and all the other three-feature 
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combinations are evaluated. For example, if (F3, F12, F5) results in the highest 
Mahalanobis distance, then this combination is compared to the best three-feature 
combination stored in the table.  If (F3, F12, F5) has better performance, then this is 
updated in the table as the best three-feature combination so far.  The feature removal 
stage continues with the next smallest cardinality (though in this example, the next 
smallest cardinality is two, and the best combination of two features has already been 
found  If this combination performs better than what is stored in the table another feature 
is removed.  If no combination of the remaining features is better than what has already 
been found, then one returns to the feature addition stage.  When the number of selected 
features reaches the number of desired features plus delta, the algorithm terminates.  It is 
then possible to look up the desired cardinality in the table and find the corresponding 
best performing combination of features for that cardinality that has been searched.   
4.3.3 Classification Methods 
 A large number of linear and non-linear classifiers have been developed in the 
literature for various pattern recognition and machine learning problems.  We selected 
two commonly used classifiers, Fisher’s LDA and the support vector machine (SVM) 
with two different kernels, as examples of linear and non-linear classifiers to compare 
their performance in combination with the SFS and SFFS methods. 
4.3.3.1 Linear Discriminant Classifier 
 The linear discriminant classifier uses the means and covariance matrices of the 
two class distributions to calculate a linear decision boundary separating the two classes.  




Σ−Σ+Σ−= TTTl XXh  
(4.6)
where 2/)( 21 Σ+Σ=Σ  and X is the feature vector.  The means and covariance matrices 
have to be estimated from the available training samples.  A nonlinear transformation of 
the sample means and covariance matrices results in the LDA coefficients. The LDA 
coefficients are then linearly combined with the test data to obtain the discriminant 
scores, which are transformed nonlinearly into a performance measure.  The variances 
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due to the estimated parameters propagate to the mean classifier performance, resulting in 
a bias through the second derivative of the transformation function [96]. 
 It is known that the LDA classifier is optimal for multivariate normal distributions 
with equal covariance matrices.  The classifier performance in the limit of large training 
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(4.7)
In this study, we set Δ=3 for the equal covariance matrix condition, and thus the 
maximum achievable Az(∞) by the optimal linear discriminant is 0.89 in the limit of a 
large number of training samples. For the unequal covariance matrix condition, Δ=1.66 
for the chosen feature space, which corresponds to Az= 0.82 using Eqn. (4.7) for this 
second simulation condition.  Based on the estimated means and covariance matrices of 
the clinical data, we had Δ=4.91 for the third simulation condition, and the corresponding 
Az value from Eqn. (4.7) was 0.941. Since the means and covariance matrices for this 
third condition were estimated from the small available clinical sample, the estimated 
Mahalanobis distance between the two classes may be optimistically biased compared to 
the true Mahalanobis distance between the malignant and benign populations.   
4.3.3.2 Support Vector Machine (SVM) 
 The SVM works similarly to the LDA by constructing a decision hyperplane to 
separate classes using training data.  A brief overview of the SVM is given here, with 
more details in the literature [115].  Geometrically, the SVM maps the original data to a 
higher dimension space via a kernel K.  A decision hyperplane is constructed in this 
higher dimension such that the distance between the training samples of both classes and 
the hyperplane is maximized.  This distance between a training sample and the 
hyperplane is called the margin, and the SVM calculates the hyperplane with the largest 
margin. 
 Suppose we have labeled training samples { } { } diiii yNiy Rxx ∈−∈= ,1,1,...1,, , 
where N is the number of samples and d is the dimensionality of the selected feature 
space (number of selected features).  In the SVM formulation, the data appears in the 
form of dot products, ji xx ⋅ .  First, the SVM algorithm uses a mapping, Φ , to transform 
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the data to some other Euclidean space H, HR d a:Φ .  The transformation depends 
only on the dot products in H of the form )()( ji xx Φ⋅Φ .  There exist kernel functions K 
such that )()(),( jijiK xxxx Φ⋅Φ= , and only K is needed in the training algorithm.  No 
explicit knowledge of Φ  is necessary.  Various kernels have been investigated in the 
literature, and we chose two commonly used ones, the radial and polynomial kernels 
[116-118].   In the following, the SVM with the radial and polynomial kernels are 
referred to as SVM(rad) and SVM(poly), respectively.  We implemented the SVM with 
the freely available mySVM [119] software. 
4.3.4 Simulation Study 
 The number of training samples per class randomly drawn from the class 
distributions was 15, 20, 30, 40, 50, 60, 80, 90, and 95.  The number of test samples per 
class was fixed at 100 so that the variances in the hold-out classification performance due 
to the test set size are kept relatively constant.  The dimensionality of the input feature 
spaces, M, were chosen to be 50, 100, and 200. 
 Combinations of the two feature selection methods (SFS and SFFS) and three 
classifiers (LDA, SVM(rad), and SVM(poly)) were trained and tested on the available 
samples.  For each combination, there were three different types of feature space 
distributions, as discussed above. The resulting resubstitution and hold-out Az values, in 
addition to the variances were compared. 
4.4 Results 
 The results of the simulation study for various combinations of feature selection 
and classification methods are described below.  For a given number of training samples, 
the mean Az obtained by resubstitution or the hold-out performance is estimated by 
averaging the results of 1000 experiments. For simplicity, mean Az will be referred to as 
Az in the following discussion. 
4.4.1 Equal Covariance Matrices with Unequal Means 
 In Figs. 4.2, 4.3, and 4.4, the two feature selection methods are compared for the 
LDA, SVM(rad), and SVM(poly) classifiers, respectively.  The Az values for the 
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resubstitution and the hold-out methods are plotted as a function of 1/Ntrain for M = 50, 
100, and 200.  Figs. 4.5 and 4.6 compare the performance of the classifiers for the SFS 
and SFFS methods, respectively. These two last figures contain the same data as Figs. 4.2 
- 4.4, but are organized in a different way to facilitate the comparison between different 
classifiers. Examples of the standard deviation values when the two feature selection 
methods are used with the LDA classifier for M = 100 are shown in the first row of Fig. 
4.13.  The standard deviations of the SVM classifiers (not shown) had similar 
magnitudes.  
4.4.2 Unequal Covariance Matrices 
Comparisons of the feature selection techniques for the LDA, SVM(rad), and 
SVM(poly) classifiers are shown in Figs. 4.7, 4.8, and 4.9, respectively.  The results of 
comparing the classifier performances with input features selected by SFS and SFFS are 
shown in Figs. 4.10 and 4.11, respectively. Similar to the equal covariance case, Figs. 
4.10 and 4.11, contain the same data as Figs. 4.7 - 4.9. The Az values of the resubstitution 
and hold-out estimates of different methods are compared and plotted as a function 
1/Ntrain.  Examples of the standard deviation values when the two feature selection 
methods are used with the LDA classifier for M = 100 are shown in the second row of 
Fig. 4.13. The standard deviations of the SVM classifiers had similar magnitudes.   
4.4.3 Equal Covariance Matrices (Clinical) 
 In these experiments, the two classes had unequal means but the same covariance 
matrix derived from the features extracted from lung nodules on CT scans.  There were M 
= 61 features available for selection.  The classifier Az values from the LDA, SVM(rad), 
and SVM(poly) classifiers with the SFS and SFFS feature selection techniques are 
compared in Fig. 4.12.  Examples of the standard deviation values when the two feature 
selection methods are used with the LDA classifier are shown in the third row of Fig. 
4.13. 
4.5 Discussion 
Numerous feature selection and classifier methods have been investigated in the 
literature. It is difficult to determine which combination of feature selection and classifier 
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methods would be the most effective for a given classification task.  When a specific 
combination is selected based on a limited number of samples available, as often in the 
case of CAD system development, the potential for overtraining is high, and the 
performance of the resulting CAD system as predicted by the training data may not be 
generalizable to the population at large.  To investigate the performance of various 
combinations, we conducted a simulation study with sample data randomly drawn from 
multivariate Gaussian distributions, which allowed us to generate arbitrarily large number 
of samples.  Although the results may not be directly applicable to features extracted 
from clinical data since the class distributions may not be Gaussian, the relative 
performance of various combinations may serve as a guide to understanding the 
characteristics of the combinations. 
In Fig. 4.2, the effect of increasing the feature space dimensionality is 
demonstrated by the graphs in each column.  Since the ability of feature i to separate the 
two classes decreased with increasing i, the feature index, in Eqn. (4.2), the contribution 
of additional features beyond i = 25 was close to zero.  An effective feature selection 
algorithm should be impervious to these additional features, which were essentially noise 
since the difference in the means of a given feature between the two classes from which 
samples were drawn was close to zero.  However, the hold-out Az for any number of 
training samples decreased as the number of features available, M, increased.  This trend 
could also be seen in Figs. 4.3 and 4.4 for the SVM(rad) and SVM(poly) classifiers, 
respectively.  Nevertheless, the hold-out performance for LDA was similar whether 
features were selected by SFS or SFFS. 
Fig. 4.3 compares the SVM(rad) classifier performance with the SFS and SFFS 
methods.  The classifier hold-out performance for the two methods was similar.  
Although the resubstitution bias for both SFS and SFFS increased with an increased 
number of features selected, the SFS results showed a slightly higher resubstitution bias 
because more features were selected based on the Fin and Fout thresholds.  It is interesting 
to note that at M = 200, the number of features selected had minimal effect on hold-out 
performance. 
For the comparison of feature selection methods with the SVM(poly) classifier 
shown in Fig. 4.4, SFFS resulted in a higher resubstitution bias than SFS when few 
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features were selected.  When the number of training samples was large, the classifier 
hold-out Az with SFFS still achieved better performance than with SFS, since the 
resubstitution bias with SFFS was slightly lower.  The hold-out Az of the classifier with 
SFS was low at M = 200 when the number of training samples was large, but that was not 
seen with SFFS. This can be attributed to the fact that the number of features selected by 
SFS could be larger than 60 for small Fin, which was greater than the range of the number 
of features set to be chosen for the SFFS. The excessively large number of selected 
features may have resulted in the greater bias of SVM(poly) with SFS.  Fig. 4.5 shows a 
comparison of the LDA, SVM(rad), and SVM(poly) classifiers with SFS.  The 
resubstitution Az, especially when there were few training samples, increased with 
increasing M whereas the hold-out Az decreased, indicating overtraining.  The number of 
selected features also increased as M increased (not shown in the graphs).  The same set 
of selected features from SFS was used for each classifier.  The resubstitution 
performance of the LDA and SVM(rad) classifiers were essentially the same, while the 
SVM(poly) showed more optimistic bias, especially when the number of selected features 
was large (low Fin and Fout thresholds) or when the number of training samples was large.  
The hold-out performance of the SVM(poly was in general worse than the performance 
of the LDA and SVM(rad) classifiers. 
It is interesting to note that given the same selected features from the SFS method, 
the SVM(rad) had slightly better hold-out performance than the LDA, especially when 
the number of available features M and the number of selected features were large.  Since 
the data were drawn from multivariate normal distributions with identical covariance 
matrices, it is expected that LDA would theoretically provide the optimal performance.  
However, LDA estimated the means and covariance matrices from the available training 
samples of both classes, and the limited sample size could result in poor estimates.  For 
small training sample sizes, the hold-out performance of SVM(rad) was less 
pessimistically biased compared to LDA.  The difference in the performance between 
LDA and SVM(rad) decreased as the training sample size increased.  When the number 
of training samples was the highest for the experimental conditions studied, the LDA 
hold-out performance was similar to the SVM(rad) performance when the number of 
selected features was small.  For the SFS method, for a given training sample size, the 
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hold-out Az values for SVM(rad) was less dependent on the Fin and Fout thresholds than 
that of LDA when the original feature space dimensionality was high (M=100 or 200) and 
vice versa when the dimensionality was low (M=50).  Given conditions similar to this 
experiment, SVM(rad) would have a slight advantage over LDA when the available 
training sample size is small. 
It was also observed that SVM(poly) had the highest resubstitution and hold-out 
biases, especially for small training sample sizes and with the SFFS method as shown in 
Fig. 4.6.  The resubstitution bias of SVM(rad) was slightly less than that of LDA, which 
may have resulted in better hold-out performance of SVM(rad).  The resubstitution Az of 
the classifiers with SFFS remained fairly constant regardless of M. 
For the equal covariance matrix case, for both SFS and SFFS methods, SVM(rad) 
obtained a slightly higher hold-out performance, and it may hold a slight advantage when 
there are few training samples available. Although LDA is theoretically the optimal 
classifier, the lack of training samples to accurately estimate the covariance matrices and 
means may have contributed to its poorer performance.  However, when a large training 
sample is available, LDA performed similarly to SVM(rad).  The two feature selection 
methods are comparable when they are combined with the three classifiers studied.   
 Fig. 4.7 shows the effect of the feature selection methods on LDA when the two 
classes had unequal covariance matrices and unequal means.  Under this condition, LDA 
would not be the optimal classifier, but its performance in combination with various 
feature selection methods would be of interest because LDA is a commonly used 
classifier.  The hold-out performance of LDA was similar whether features were selected 
by SFS or SFFS.  The resubstitution Az of LDA with SFFS had much larger optimistic 
bias than the LDA with SFS for small training sample sizes.  The trend of the 
resubstitution curve depends on feature selection method.  With SFFS, the resubstitution 
Az decreased monotonically as Ntrain increased, whereas with SFS, the resubstitution Az 
decreased and then increased as Ntrain increased when the number of selected features and 
M were small.  Although the number of features selected for both methods were similar at 
M = 50, the number of features from SFS had greater influence on hold-out performance. 
 A similar comparison was made for the SVM(rad) in Fig. 4.8.  There was a 
greater change in resubstitution bias for SVM(rad) with SFFS compared to with SFS as 
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the training sample size varied.  Whether features were selected by SFS or SFFS, the 
SVM(rad) hold-out performance was virtually the same.  For M = 200, the number of 
features selected had little influence on classifier performance.  Given the experimental 
design, the additional features may not provide much discriminatory power, and the 
SVM(rad) classifier may have effectively disregarded them.  
A trend that is most evident at M = 50 was the decrease in hold-out bias when the 
number of features selected by SFS increased.  A similar trend was observed for the equal 
covariance matrix condition although the dependence on the number of selected features 
was weaker.  This was also true for LDA with SFS under the unequal covariance matrix 
condition at M=50. However, for the LDA and SVM(poly) classifiers under the equal 
covariance matrix condition, we observed the opposite trend of a larger hold-out bias 
when more features were selected. All of the trends above were observed for the range of 
SFS parameter investigated in our study. For the feature spaces in our study, if an 
exhaustive search were conducted in which the number of selected features spanned the 
closed interval [1,M], one would expect the hold-out bias to reach a minimum within the 
open interval (1,M). 
The SVM(poly) classifier performance is shown in Fig. 4.9.  Although the high 
resubstitution Az was evidence that SVM(poly) with SFFS was overtrained for small 
training sample size, there was not a corresponding drop in hold-out performance, 
compared to the hold-out performance with SFS, where the resubstitution bias was not as 
great. 
 A comparison of classifier performance with SFS is shown in Fig. 4.10.  When 
there were few training samples available, the SVM(poly) resubstitution bias was similar 
to those of the LDA and SVM(rad) classifiers.  However, when the number of available 
training samples increased, the SVM(poly) resubstitution bias increased compared to 
those of the LDA and SVM(rad) classifiers.  The SVM(rad) hold-out performance was 
comparable or slightly higher than the LDA performance, depending on the number of 
selected features.  With a large number of training samples available, the SVM(rad) hold-
out performance was better than that of the LDA, especially when M = 200 and the 
number of selected features was large, although the resubstitution values for LDA and 
SVM(rad) were similar.  Note that, within the feature selection parameters investigated in 
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this study, an increasing number of features selected for SVM(rad) resulted in decreasing 
hold-out bias, but the opposite trend was observed for SVM(poly) with both SFS and 
SFFS. 
 Comparing the classifiers with SFFS in Fig. 4.11, the SVM(poly) classifier had 
the highest resubstitution bias for small training sample sizes.  Although the hold-out 
performance for SVM(poly) was similar to those of LDA when the training sample sizes 
were small, SVM(poly) had slightly better performance when large training samples were 
available.  SVM(rad) consistently had a slightly higher hold-out performance than LDA, 
especially for M = 50 with small training sample sizes.  This may be attributed to the fact 
that for the unequal covariance matrix, the LDA classifier is not optimal, and the SVM is 
a non-linear classifier. 
The performance of the LDA, SVM(rad), and SVM(poly) classifiers with various 
feature selection methods using samples drawn from class distributions having the 
covariance matrix estimated from clinical data is shown in Fig. 4.12.  SVM(rad) had less 
optimistic resubstitution bias and less pessimistic hold-out bias compared to LDA under 
the conditions of small training sample size.  However, when the training sample size 
approached about 100 samples per class, LDA with SFS and SFFS provided slightly 
higher hold-out Az than SVM(rad).  
4.6 Conclusion 
The LDA classifier has been used for many classification tasks in CAD 
applications because of the limited number of samples available for training and testing.  
A linear classifier would less likely overfit the training data because of the relatively few 
parameters to be trained.  Recently, there has been increased interest in the SVM.  Under 
our simulation conditions, we found that the SVM with the radial kernel performed 
slightly better than the LDA when the training sample size was small.  However, the 
many variables that need to be selected for the SVM, such as the kernel function and the 
parameter values, may depend on the specific classification task.  A different choice of 
kernel, such as the polynomial function in this simulation study, may result in lower 
performance than the LDA under some of the conditions.  The limited conditions that we 
examined in the current simulation study demonstrated that the relative performances of 
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the different combinations of classifier and feature selection methods depend on the 
feature space distributions, the dimensionality, and the available training sample sizes.  
Further investigations will be needed to determine if there can be simple rules of thumb 
to guide the choice among different classifiers, or among the kernel functions for SVM.  
For the evaluation of feature selection methods, we found that the SFS and the SFFS 
methods are comparable.  It will be of strong interest to evaluate whether other feature 
selection methods, such as the principal component analysis that selects features 
independent of the classifier, may have different characteristics than the methods studied. 
Choosing effective feature selection and classification methods is a vital part in 
the design of a CAD system.  Although the conditions that we investigated are limited, 
our study has revealed some interesting properties of these methods and contributed to 
the knowledge that may facilitate the design of an effective CAD system under the 







Figure 4.1: Flowchart of a typical computerized classification system.   
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Figure 4.2: Dependence of the LDA classifier performance, Az, on training sample size.  
The two class distributions were multivariate normal with equal covariance matrices and 
unequal means.  The effect of increasing dimensionality of the feature space available for 
selection (M) is shown in each column. The comparison of the SFS and SFFS methods is 
shown in each row. 
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Figure 4.3: Dependence of the performance, Az, of the SVM classifier with radial kernel 
on training sample size.  The two class distributions were multivariate normal with equal 
covariance matrices and unequal means.  The effect of increasing dimensionality of the 
feature space available for selection (M) is shown in each column.  The comparison of the 
SFS and SFFS methods is shown in each row. 
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Figure 4.4: Dependence of the performance, Az, of the SVM classifier with polynomial 
kernel on training sample size.  The two class distributions were multivariate normal with 
equal covariance matrices and unequal means.  The effect of increasing dimensionality of 
the feature space available for selection (M) is shown in each column.  The comparison 
of the SFS and SFFS methods is shown in each row. 
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Figure 4.5: Comparison of the LDA, SVM(rad), and SVM(poly) classifiers with the same input features obtained from stepwise 
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Figure 4.6: Comparison of the LDA, SVM(rad), and SVM(poly) classifiers with the same input features obtained from sequential 





Figure 4.7: Dependence of the LDA classifier performance, Az, on training sample size.  The 
two class distributions were multivariate normal with unequal covariance matrices and 
unequal means.  The effect of increasing dimensionality of the feature space available for 
selection (M) is shown in each column.  The comparison of the SFS and SFFS methods is 
shown in each row. 
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Figure 4.8: Dependence of the performance, Az, of the SVM classifier with radial kernel on 
training sample size.  The two class distributions were multivariate normal with unequal 
covariance matrices and unequal means.  The effect of increasing dimensionality of the 
feature space available for selection (M) is shown in each column.  The comparison of the 
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Figure 4.9: Dependence of the performance, Az, of the SVM classifier with polynomial kernel 
on training sample size.  The two class distributions were multivariate normal with unequal 
covariance matrices and unequal means.  The effect of increasing dimensionality of the 
feature space available for selection (M) is shown in each column.  The comparison of the 
SFS and SFFS methods is shown in each row. 
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Figure 4.10: Comparison of the LDA, SVM(rad), and SVM(poly) classifiers with the same input features obtained from stepwise 
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Figure 4.11: Comparison of the LDA, SVM(rad), and SVM(poly) classifiers with the same input features obtained from sequential 





Figure 4.12: Performance of the SFS and SFFS feature selection methods and the LDA, 
SVM(rad), and SVM(poly) classifiers for simulated multivariate normal class 
distributions with equal covariance matrices estimated from a clinical data set (M=61). 
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Figure 4.13: Standard deviation as a function of 1/Ntrain for the SFS and SFFS feature 
selection methods and the LDA classifier.  The number of features available for selection 
was M=100 for the equal covariance matrices (first row) and unequal covariance matrices 
(second row) conditions, and M=61 for the condition with simulated equal covariance 









Computer-Aided Diagnosis of Pulmonary Nodules on CT 
Scans: Improvement of Classification Performance with 
Nodule Surface Features 
 
5.1 Abstract 
 We have developed a computer-aided diagnosis (CAD) system to differentiate 
malignant and benign lung nodules on CT scans.  A fully automated system was designed 
to segment the nodule from its surrounding structured background in a local volume-of-
interest (VOI) and to extract image features for classification.  Image segmentation was 
performed with a 3D active contour (AC) method.  The initial contour was obtained as 
the boundary of a binary object generated by k-means clustering within the VOI and 
smoothed by morphological opening.  A data set of 256 lung nodules (124 malignant and 
132 benign) from 152 patients was used in this study.  In addition to morphological and 
texture features, we designed new  nodule surface features to characterize the lung nodule 
surface smoothness and shape irregularity based on the statistics of the gradient field and 
the radii segments. The effects of two demographic features, age and gender, as adjunct 
to the image features were also investigated.  A linear discriminant analysis (LDA) 
classifier built with features from stepwise feature selection was trained using simplex 
optimization to select the most effective features.  A two-loop leave-one-out resampling 
scheme was developed to reduce the optimistic bias in estimating the test performance of 
the CAD system.  The area under the receiver operating characteristic (ROC) curve, Az, 
for the test cases improved significantly (p<0.05) from 0.821 ± 0.026 to 0.857 ± 0.023 
when the newly developed image features were included with the original morphological 
and texture features.  A similar experiment performed on the data set restricted to primary 
cancers and benign nodules, excluding the metastatic cancers, also resulted in an 
improved test Az, though the improvement did not reach statistical significance (p=0.07).  
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The two demographic features did not significantly affect the performance of the CAD 
system (p>0.05) when they were added to the feature space containing the morphological, 
texture, and the new gradient field and radii features.  To investigate if a support vector 
machine (SVM) classifier can achieve improved performance over the LDA classifier, we 
compared the performance of the LDA and SVMs with various kernels and parameters.   
Principal component analysis (PCA) was used to reduce the dimensionality of the feature 
space for both the LDA and the SVM classifiers.  When the number of selected principal 
components was varied, the highest test Az among the SVMs of various kernels and 
parameters was slightly higher than that of the LDA in one-loop leave-one-case-out 
resampling. However, no SVM with fixed architecture consistently performed better than 
the LDA in the range of principal components selected.  This study demonstrated that our 
proposed segmentation and feature extraction techniques are promising for classifying 
lung nodules on CT images. 
5.2 Introduction 
Lung cancer is the leading cause of cancer death in the United States, causing an 
estimated 160,400 deaths in 2007.  At the time of diagnosis, most patients already present 
with advanced disease.  Despite advances in treatment and diagnosis, the five-year 
overall survival rate is only 15% [3].  As for earlier detection, the “serendipitous 
discovery of lung cancer in asymptomatic people is currently the principal way in which 
stage I lung cancer is detected” [4].  Thus, there is great interest in determining whether 
earlier detection can reduce the mortality rate.  Previous trials in the 1970’s for screening 
of lung cancer with chest X-ray and sputum analysis did not result in a significant 
reduction in mortality [5]. 
Computed tomography (CT) has been shown to have higher sensitivity in 
detecting small lung nodules compared to chest X-ray [6-12].  This suggests that CT 
screening has a strong potential for improving the likelihood of detecting lung cancer at 
an earlier and potentially more curable stage [13, 120].  A 30-site randomized controlled 
study (National Lung Screening Trial (NLST)), sponsored by the National Cancer 
Institute (NCI), has enrolled about 50,000 participants to compare the effect of screening 
using helical CT or chest x-rays on the mortality rate of lung cancer patients. If CT 
screening is recommended, however, it would also exacerbate already mounting 
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challenges for detection and diagnosis of lung nodules with CT, namely, interpretation of 
an ever increasing number of slices and management of a large number of nodules.  
Despite the increasing spatial resolution of CT, the assessment of the likelihood of 
malignancy of nodules by visual inspection is difficult.  It has been reported that as many 
as 50% of nodules resected at surgery are benign [12], emphasizing the need to provide 
radiologists with additional information to improve the accuracy for characterization of 
nodules and to handle large data sets. 
 Much work has been reported for development of automated nodule detection 
methods in CT for computer-aided detection.  In this study, we focus on the classification 
between malignant and benign nodules.  Gurney and Swensen [121] conducted a 
characterization study with a data set of 318 nodules (153 benign and 163 malignant).  
They trained and tested a neural network in a feature space containing morphological 
features of the nodule, such as diameter (mm) and appearance of the edge, and 
demographic features such as age in years and smoking history in pack-years provided by 
radiologists.  They found that the neural network achieved an area under the receiver 
operator characteristic (ROC) curve Az of 0.871, but concluded that Bayesian analysis 
was a better predictor of malignancy with an Az of 0.894 (p<0.05). 
 Although data sets were smaller for other preliminary studies, the results were 
encouraging.  The features were extracted from the image data, with the goal of 
quantifying the visual features radiologists typically use to discriminate malignant from 
benign nodules. Kawata et al. [50] used surface curvatures and ridge lines as features for 
characterization of 62 nodules (47 malignant and 15 benign), and showed good evidence 
of separation between malignant and benign classes in feature maps; no Az value was 
reported.  McNitt-Gray et al. [47] obtained 90.3% correct classification accuracy between 
17 malignant and 14 benign cases.  Shah et al. [48] achieved Az values between 0.68 and 
0.92 with 48 malignant and 33 benign nodules, using four different types of classifiers in 
a leave-one-out method.  The features were extracted from contours manually drawn on a 
single representative slice of each nodule.  Way et al. [1] developed an automated 3D 
active contour segmentation method and extracted morphological and texture features 
from the segmented nodule.  A leave-one-out test Az of 0.83±0.04 was achieved in a data 
set of 44 malignant and 52 benign nodules. 
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 Several classification studies were performed with a larger data set, although the 
number of malignant nodules was still below 100. Armato et al. [49] used an automated 
detection scheme, then manually separated nodules from non-nodules before the 
classification step.  They achieved an Az value of 0.79 for 59 malignant and 276 benign 
nodules using features such as the radius of a sphere of equivalent volume, minimum and 
maximum compactness, gray-level threshold, effective diameter, and location in the 
lungs.  Li et al. [51] reported an Az of 0.937 for differentiation between 61 malignant and 
183 benign nodules in a leave-one-out method, and an Az of 0.831 for a randomly 
selected subset consisting of 28 primary lung cancers and 28 benign nodules.  The 
features used included the diameter and contrast of the segmented nodule, and those 
extracted from the gray-level histograms of pixels inside and outside the segmented 
nodule.  Aoyama et al. [52] reported an Az of 0.846 for classifying 76 primary lung 
cancers and 413 benign nodules using multiple slices (10 mm collimation and 10 mm 
reconstruction interval), which was a statistically significant improvement over an Az of 
0.828 when using only single slices.  Suzuki et al. [53] obtained an Az of 0.882 by use of 
a massive training artificial neural network (MTANN) on a data set of 76 malignant and 
413 benign nodules. 
We are developing a CAD system to assist radiologists in the classification task.  
Our CAD system automatically segments a nodule from a volume of interest (VOI) on 
CT images and provides a malignancy rating based on features extracted from the images.  
Our preliminary results have been reported previously [1].  In this study, we have 
designed new image features that characterize the nodule boundary and improved the 
classifier training with an enlarged data set.  In addition we investigated the effect of age 
at the time of CT exam and gender as demographic features.  Finally, we compared the 
performance between the linear discriminant analysis (LDA) and support vector machine 
(SVM) classifiers.   
5.3 Methods and Materials 
5.3.1 CT Scan Collection 
 We retrospectively collected CT scans from the patient files in the Department of 
Radiology at the University of Michigan with Institutional Review Board (IRB) approval.  
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The CT scans were acquired with a variety of GE (GE, Waukesha, WI) Genesis HiSpeed 
and the GE LightSpeed series scanners, including Plus, Power, Pro 16, QX/i, Ultra, and 
LightSpeed16.  Each CT slice was 512 x 512 pixels, with pixel sizes ranging from 0.448 
to 0.859 mm and corresponding fields-of-view of 25 to 44 cm.  The slice thickness 
averaged 2.3 ± 1.44 mm (range: 1 to 7.5 mm), and the slice interval averaged 2.0 ± 1.6 
mm (range: 0.6 to 7.5 mm).  The average values for the scanning parameters were 120 
kVp for tube voltage (range:120 to 140 kVp), 209 ± 92 mA for tube current (range: 80 to 
500 mA), and 214 ± 141 mAs (range: 40 to 570 mAs). 
5.3.2 Lung Nodule Data Set 
 For this study, 256 lung nodules (124 malignant and 132 benign) were identified 
by radiologists from 152 patients.  Of the 124 malignant nodules, 64 were biopsy-proven 
to be malignant, and 60 nodules were determined to be malignant either through positive 
PET scans, being in the same lung as other biopsy-proven malignant nodules, or known 
metastases from confirmed cancers in other body parts based on the patients’ clinical 
reports.  Seventy two were primary and 52 were metastatic cancers.  Of the 132 benign 
nodules, 15 were biopsy-proven and 117 were determined to be benign by two-year 
follow-up stability on CT.  Experienced chest radiologists indicated the location, 
measured the size, and provided a description of its characteristics and a malignancy 
rating for each nodule.  Of the 256 nodules, 53 were juxta-pleural and 19 were juxta-
vascular.  A distribution of the longest diameters of the nodules is shown in Fig. 5.1.  The 
nodules had an average longest diameter of 11.7 mm +/- 7.7 (range: 3.0 mm-37.5 mm).  
Fig. 5.2 shows a distribution of the malignancy ratings of the nodule provided by 
radiologists, on a scale of 1-5, with 5 indicating most likely malignant.  The area, Az, 
under the receiver operating characteristic (ROC) curve fitted to the radiologists’ 
malignancy ratings is 0.806±0.028.   
5.3.3 CAD System Overview 
 A detailed description of our CAD system can be found in the literature [1].  A 
short summary is provided here, and the flowchart is shown in Fig. 5.3.  First, the 
radiologist-identified VOI containing nodule was extracted from the CT scan.  We 
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performed linear interpolation in the z-direction if the slice interval was greater than the 
pixel size, or bilinear interpolation in the axial plane otherwise, to obtain isotropic voxels 
to facilitate initial contour generation and segmentation.  To generate the initial contour, 
k-means clustering assigned voxels not part of the mediastinum or chest wall in the VOI 
to either the object or the background class.  Morphological opening was performed with 
a spherical structuring element that had an automatically calculated size based on the size 
of the clustered object.  The morphological opening may remove attachments such as 
blood vessels from the object.  A 3D active contour (3DAC) model was then used to 
segment the nodule in the VOI.  We estimated the weights for the 3DAC based on the 
optimization method with classification performance as the figure-of-merit described in 
our previous study [1].  The segmentation was optimized separately using the feature 
space with and without the new image features for the performance comparison described 
below. After optimization, the same set of weights was used to segment all the nodules 
for the given feature space.  
 From the nodule contour, 2D and 3D morphological features were extracted.  A 
few examples and descriptions of morphological features are given here, and the rest are 
described in the literature [1].  The volume was found by multiplying the number of 
voxels within the contours by the size of one voxel.  The longest diameter was the longest 
distance between two points on a contour.  Statistics such as the average, standard 
deviation, skewness, minimum, and maximum of the CT values (Hounsfeld Units) of the 
nodule voxels were calculated.  
 To quantify texture around the nodule, texture features were extracted first from 
the individual 2-D image slices that intersect the nodule, and the corresponding features 
were averaged over the nodule slices.  For a given slice, the rubber band straightening 
transform [64] converted the 15-pixel-wide band of pixels surrounding the nodule into a 
rectangular image.  The nodule boundary was mapped to the horizontal dimension of the 
rectangle while the spiculations emanating radially from the nodule became mapped to an 
approximately vertical direction.  The transformed image was enhanced with Sobel 
filtering in the vertical and horizontal directions, from which the run-length statistics 
(RLS) features [65, 66] were calculated.  
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 In this study, we included new features in the feature space, as described in the 
next section.  A feature selection method was then applied to the multidimensional 
feature space to select the most effective features for the classification task.  A feature 
classifier was trained with the selected features.  The performance of the trained classifier 
was evaluated with test cases and the classification accuracy was quantified by ROC 
analysis.  
5.3.4 Gradient Field and Radiii Features 
 In addition to the morphological and texture features, we designed three sets of 
new features to characterize of the nodule surface smoothness and shape irregularity.  
The first two sets were gradient magnitude and profile features, which were based on the 
gradient field, and the last set contained statistics of the nodule radii.   The gradient 
vector and its magnitude Mv were computed at each voxel v using a filter-based method 
as described in Ge et al. [93], which was a generalization of the 2D isotropic kernel 
proposed by Jain [122].   
5.3.4.1 Gradient Magnitude 
 The gradient magnitude features described the sharpness of the nodule boundary.  
Let F be the set of gradient magnitude values for all voxels on the surface of the nodule 
segmented by the 3DAC method.  We found the mean, standard deviation, variance, 
minimum, maximum, skewness, kurtosis, and coefficient of variation (standard 
deviation/mean) for all values in set F. A nodule with well-defined boundary would have 
a higher mean than a nodule with less distinct boundary. 
5.3.4.2 Profile Features 
 Profile features describe the smoothness of the gradient magnitudes in a shell of 
voxels just inside and outside the nodule surface.  The weighted centroid C, of the 
segmented nodule was calculated with the weights based on voxel intensity.  The 
segment from this centroid to a surface voxel v is referred to as the radius, rv, where 
v=1…n surface voxels.  The radii lengths from the centroid to each surface voxel were 
stored.  The average radius radavg of the nodule is defined as the average of all the lengths 
of rv from C to each surface voxel v.  Along this radial line and centered at surface voxel 
v, the gradient magnitude values were sampled at one pixel intervals to a distance of (½ 
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radavg) on the two sides of the surface voxel.  Let Pv be the set of sampled gradient 
magnitude values along rv, Mv,i be the ith sample, |Pv| be the cardinality of Pv.  Then the 




















The features we calculated are listed below, and mathematical formulas for some of the 
features are given: 



























• PF3: Variance of average gradient magnitudes over all surface voxels 










• PF5: Standard deviation of maxima 
• PF6: Variance of maxima 










• PF8: Standard deviation of minima 
• PF9: Variance of minima 
It can be expected that high contrast nodules would have high values of PF1 and PF4.  
Nodules with mixed-GGO (ground glass opacity) might have high values of PF2. 
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5.3.4.3 Radii Features 
 The radii features were calculated based on the lengths of rv, the segment from 
weighted centroid C to surface voxel v: 









11 r  (5.6)
• RA2: The standard deviation of all radii 
• RA3: The variance of all radii 
• RA4: The skewness of all radii 
• RA5: The kurtosis of all radii 
 It can be expected that a spherical nodule with a smooth surface would have very 
low values of RA2, RA3, and RA4, and high values of RA5, since all the radii would be 
similar.  The radii segments of an irregularly-shaped nodule would have varying lengths, 
with expected high values of RA2 and RA3.  These features may therefore be useful in 
quantifying a nodule’s surface smoothness. RA1 is another feature that described the size 
of the nodule. 
5.3.5 Demographic Features 
 We investigated the effect of patient characteristics including age at the time of 
the scan and gender as adjunct information for the CAD system.  Although most CAD 
systems only utilize image features, the use of demographic information has been found 
beneficial [121, 123].  For our data set, we did not obtain smoking history consistently in 
the patient files so that this potentially useful information cannot be included. 
5.3.6 Two-loop Leave-one-case-out Resampling 
A feature classifier was trained to differentiate the malignant and benign nodules 
in the multidimensional feature space described above.  We designed a “two-loop” leave-
one-case-out resampling scheme to estimate the test performance of the CAD system.  In 
comparison to the commonly used one-loop leave-one-case-out resampling, this method 
introduces another level of independence and reduces the bias in test Az.  In our data set, 
the 256 nodules were extracted from 152 patients so that the number of independent cases 
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N was equal to 152. When a case was left out as a test case in the leave-one-case-out 
scheme, all nodules from that case are taken out and reserved for testing.   
In the two-loop leave-one-case-out resampling scheme (Fig. 5.4), an inner leave-
one-case-out loop was nested within the outer leave-one-case-out loop.  For a data set 
with N available cases, there were N cycles in the outer loop. In each cycle, one case was 
excluded as the independent test case.  The remaining (N-1) training cases were used to 
build the classifier in an inner leave-one-case-out loop that included feature selection and 
classifier weight determination. Stepwise feature selection (SFS) with LDA was used to 
select a subset of effective features.  In each cycle of this inner loop for feature selection, 
(N-2) cases were used for training while one case was left out as the test case.  The best 
parameters for SFS, namely, the Fin and Fout for determining whether a feature should be 
included or removed from the feature space, respectively, and the tol threshold for the 
tolerance on how correlated the selected features can be, were searched by simplex 
optimization using the test Az from the (N-1) left-out cases in the inner loop as a guide.  
After the best SFS parameters were determined, they were applied to the (N-1) training 
cases of the outer loop to select a subset of features from the available feature space, and 
an LDA classifier using the selected features as the input predictor variables was 
formulated using the (N-1) training cases.  This classifier was then applied to the 
independent left-out case in the outer-loop and a test score for each nodule in that case 
was obtained.  The procedure was cycled through the N cases of the entire data set, so 
that each case was left-out in turn, resulting in independent test scores for all the nodules 
in the data set.  These 256 test scores were then evaluated by ROC analysis to obtain the 
two-loop test Az.  Since the test case was kept out of the SFS parameter estimation, 
feature selection and classifier weight training processes, the estimated performance 
using the two-loop resampling scheme was less optimistically biased than the one-loop 
scheme. 
5.3.7 Evaluation of CAD System on the Entire Data Set and on 
Primary and Metastatic Nodules 
 The CAD system without and with the newly developed features described in 
Section 5.3.4 in addition to the demographic information was evaluated on the entire data 
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set.  Furthermore, nodules from primary cancers and metastases have distinctive 
characteristics.  The former are more likely to be irregularly shaped or spiculated whereas 
the latter are often round and smooth. We therefore also evaluated the performance of the 
CAD system using two subsets of the data set, one containing primary cancers and 
benign nodules, and the other metastatic cancers and benign nodules. For each of the two 
subsets, a new set of weights for the 3DAC segmentation was determined using the 
procedure described previously [1].  The two-loop test Az and features selected were 
compared. 
5.3.8 Comparison between LDA and SVM 
 We compared the classification performance of LDA with that of SVMs.  Since 
the SFS method described above used the LDA classification result as a guide, the 
selected feature set may be biased towards LDA.  We therefore used principal component 
analysis (PCA), which is a well-known method for dimensionality reduction and is 
independent of the choice of the classifier, to obtain a reduced set of features as input to 
both classifiers for this comparison.  PCA transforms a number of correlated variables 
into a number of uncorrelated variables, i.e., the principal components. It performs 
eigenvalue decomposition of the covariance matrix of the features, projecting the 
multivariate feature vectors onto the space spanned by the eigenvectors.  The order of a 
principal component represents its importance in accounting for the variance in the data 
set.  The dimensionality of the feature space is reduced by retaining the lower-order 
(higher-magnitude) principal components that are most important while ignoring the 
higher-order ones. Retaining only the lower-order principal components is essentially 
equivalent to approximating the data by a linear subspace using the mean squared error 
criterion [124]. 
 The SVM works similarly to the LDA by constructing a decision hyperplane to 
separate classes using training data.  A brief overview of the SVM is given below, with 
more details in the literature [115].  Geometrically, the SVM maps the original data to a 
higher dimensional Euclidean space H, via a kernel K.  A decision hyperplane is 
constructed in this higher dimensional space such that the distance between the training 
samples of both classes and the hyperplane is maximized.  This distance between a 
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training sample and the hyperplane is called the margin, and the SVM calculates the 
hyperplane with the largest margin. 
 Suppose we have labeled training data {xi, yi}, { }1,1,...1 −∈= iyti , and xi uR∈ , 
where t is the number of samples, u is the dimensionality (number of features), and yi is 
the class label of the ith sample that can assume a value of -1 (class 1) or +1 (class 2).  
The design of the SVM can be shown to consist of a quadratic programming optimization 
problem.  In the dual of the quadratic program, the data appear in the form of dot 
products, xi·xj.  The SVM algorithm uses a mapping, Φ, to a higher-dimensional 
Euclidean space H, HRu a:Φ .  Because of the mapping, the algorithm depends only 
on data through the dot products in H of the form Φ(xi)·Φ(xj).  There exist kernel 
functions K so that K(xi, xj) = Φ(xi)·Φ(xj), and the training algorithm uses only the kernel 
K and operations in the lower-dimensional space Ru, instead of computationally 
expensive operations in H.  A number of different kernels have been proposed in the 
literature, and we chose ones commonly used for this study.  The dot kernel is the inner 
product: K(xi, xj) = xi·xj.  The polynomial kernel has the parameter degree z: K(xi, xj) = 
(xi·xj + 1)z.  The neural kernel has parameters a and b: K(xi, xj) = (axi·xj + b).  The radial 
kernel is defined as 
)exp(),(
2
jijiK xxxx −−= γ  (5.7)
with parameter γ .  A capacity parameter, Cap, is common to all kernels.  We 
implemented the SVM with the freely available software mySVM [119]. 
 From the PCA, we selected the r largest eigenvalues and transformed the data 
with their corresponding eigenvectors.  Since it was not known how many principal 
components were optimal for this classification task, we varied r from 1 to 15.  For the 
LDA and SVM, we performed leave-one-case-out training and testing for each r to arrive 
at the test Az.  Because we varied r from 1 to 15 and did not have to choose features, a 
one-loop leave-one-case-out resampling process was used for classification.  In addition, 
we varied the four kernels and their associated parameters of the SVM to investigate the 
effect of the kernel and parameters on test performance.  A total of 120 (16 polynomial 
kernels of various degrees, 4 dot kernels of various parameters, 36 radial kernels of 
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various γ , and 64 neural kernels of various coefficients) separate leave-one-case-out 
training and testing processes were performed for each r. 
5.4 Results 
 There were four groups of features used in this study: morphological (M), texture 
features extracted from the RBST images (T), newly developed image features based on 
the gradient field and radii features (G), and demographic (D) features.  In the following 
results, the subscript denotes which groups of features were included in the feature space, 
e.g., FeatMTG is the feature space containing the morphological, texture, and newly-
developed image features. 
5.4.1 Effect of Gradient Field and Clinical Features on Classification 
 The training and test Az were calculated from the two-loop procedure described in 
Section 5.3.6.  When FeatMT was used as the feature space, the CAD system achieved an 
average training Az of 0.858 ± 0.023 and two-loop test Az of 0.821 ± 0.026.  An average 
of 5.80 features was selected.  The six most consistently selected features were surface 
area, maximum CT value, variance of nodule gray-level values, and three RLS texture 
features.  When the newly-developed image features were combined with the previous 
features, i.e., the FeatMTG feature space, the average training Az was 0.881 ± 0.021, and 
the two-loop test Az increased significantly (p < 0.05) to 0.857 ± 0.023.  An average of 
6.62 features was selected.  The most consistently selected features were: perimeter, a 
profile feature (PF2), the skewness of the gradient magnitude values of the surface 
voxels, two radii features (RA3 and RA4), and two RLS texture features.  Four of these 
features were from the new space.  These results are summarized in Table 5.1, and the 
features that were selected the most times are listed with the total number of times they 
were selected in the inner leave-one-case-out loop. 
 When the FeatMTGD space that included the demographic information was used, 
the average training Az was 0.892 ± 0.020, and the two-loop test Az was 0.863 ± 0.022, 
with an average of 7.50 features selected.  The consistently selected features were the 
same as those when the feature space was FeatMTG, with the addition of the patient age.  
However, the improvement compared to the FeatMTG feature space did not achieve 
statistical significance (p = 0.585).  The ROC curves are compared in Fig. 5.5. 
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 Fig. 5.6 shows nodules in which the CAD system performed poorly.  The benign 
nodules that obtained higher malignancy scores were generally larger and not spherical in 
shape.  Some of the nodules were juxta-vascular, emphasizing the need for a more 
effective vessel-removal method than that used in this study.  The malignant nodules that 
had low malignancy scores were mostly metastatic, with round shapes and smooth, 
distinct edges.  The texture around these nodules was also more homogeneous. 
5.4.2 Classification Performance on Primary and Metastatic Nodules 
5.4.2.1 Primary Cancers 
 For classification of primary cancers and benign nodules, the CAD system 
achieved an average training Az of 0.895 ± 0.022 and a two-loop test Az of 0.857 ± 0.026 
in the FeatMT feature space.  An average of 5.92 features was selected.  The six most 
consistently selected features were minimum CT number and five RLS texture features.  
When feature selection was performed in the FeatMTG feature space, the average training 
Az was 0.902 ± 0.021, and the two-loop test Az increased to 0.892 ± 0.022, although the 
improvement fell short of statistical significance (p = 0.07).  An average of 4.04 features 
was selected.  The most consistently-selected features included one gradient profile 
feature (PF4), one radii feature (RA4), and two RLS texture features.  Two of these 
features were selected from the new space.  When the demographic information were 
added, the average training Az was 0.921 ± 0.019, and the two-loop test Az was 0.900 ± 
0.022 for FeatMTGD. The improvement compared to FeatMTG feature space again did not 
achieve statistical significance (p = 0.7).  An average of 5.01 features was selected.  The 
most consistently selected features were the same as those when the feature space was 
FeatMTG, with the addition of the patient age.  These results are summarized in Table 5.1. 
5.4.2.2 Metastatic Cancers 
 On the subset containing metastatic cancers and benign nodules, the CAD system 
achieved an average training Az of 0.855 ± 0.027 and two-loop test Az of 0.822 ± 0.031 
when FeatMT was used as the feature space.  An average of 2.96 features was selected, 
with the largest perimeter and two RLS texture features as the three most consistently 
selected features.  When  FeatMTG was used as the feature space, the average training Az 
was 0.890 ± 0.024, and the two-loop test Az decreased to 0.803 ± 0.034, though the 
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decrease was not significant (p = 0.45).  An average of 6.69 features was selected.  
Among the features most consistently selected were two texture features and five from 
the new feature space including three radii features (RA1, RA3, and RA5), the average 
gradient magnitude of surface voxels, and one gradient profile feature (PF2).  In the 
FeatMTGD feature space, no demographic features were selected, and the performance was 
the same as that in the FeatMTG feature space.  These results are summarized in Table 5.1. 
5.4.3 LDA and SVM Comparison 
 The performance comparison between the test Az values of the LDA and the SVM 
classifiers is shown in Fig. 5.7.  PCA was applied to the FeatMTG feature space, and the 
same number of features from PCA was input into each classifier.  For a given number of 
chosen features, a set of 120 different combinations of kernels and parameters for the 
SVM were studied.  The highest test Az for the SVM for a given number of selected 
features is shown.  The SVM performance using the radial kernel with γ = 0.02 (Eqn. 
(5.7)) and Cap = 1 is also shown in Fig. 5.7 to demonstrate SVM performance with a 
fixed kernel and fixed parameters.  This SVM was chosen as an example because it 
provided the best performance among the SVMs evaluated the most times. The 
classification performance of this SVM was slightly higher or lower than that of the LDA 
when the number of PCA features was less than 10, and was consistently lower when the 
number of PCA features increased to greater than 10.  The highest test Az among all 
SVMs studied was generally higher than the test Az from LDA except at r=1, but it was 
still within one standard deviation of the test Az from LDA.  None of the SVM 
architectures used in our study provided a consistently better performance than the LDA 
over the range of the number of PCA features investigated (r=1 to 15).  
5.5 Discussion 
The newly designed features utilized the gradient field to determine whether the 
nodule edge is distinct or fuzzy.  We also designed features that analyzed statistics of the 
radii segments of a nodule to quantify surface irregularities and size.  The profile features 
examine a shell of voxels on either side of the segmented boundary, and these features 
are robust to contours that may be close to but not on the nodule boundary.  Nevertheless, 
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the segmented boundaries using the 3DAC are reasonable, as evaluated in our previous 
study [1].   
Previous simulation studies using LDA with SFS performed by our group found 
that increasing the dimensionality of the feature space resulted in more pessimistic hold-
out performance estimate [97].  Based on these results, we would expect that adding 
features that have only small incremental discriminatory power would degrade the 
classification performance.  However, a few of the new gradient field and radii features 
were selected, and their inclusion significantly (p<0.05) improved the test Az.  This 
demonstrates that the newly-designed features are beneficial in discriminating between 
malignant and benign nodules when used in conjunction with the other types of features 
used in this study. 
Effective features are important due to the inherent variability in lung nodule 
appearance.  Previous studies that investigated the performance of CAD systems in 
classifying nodules show that no single feature can perfectly distinguish malignant from 
benign nodules [1, 47, 48 Armato, 2003 #1469, 50, 52, 53].  Nodule shape, size, margin, 
and presence of calcifications or fat are major features that are useful, but far from being 
perfectly accurate in lung nodule characterization.  There is substantial overlap in the 
appearance of malignant and benign nodules [60, 77, 125], which may be one reason that 
as many as 50% of nodules resected at surgery are benign [12]. 
 The classifier designed to distinguish primary cancers from benign nodules had a 
higher performance, whereas the one designed to distinguish metastatic cancers from 
benign nodules had a lower performance compared to the classifier designed to 
distinguish all cancers (primary and metastatic) from benign nodules. This may be due to 
the different characteristics that are unique to primary and metastatic cancers. Primary 
lung cancers tend to be more spiculated and irregular whereas metastatic cancers tend to 
be rounder with well-defined borders, which are more similar to benign nodules.  It is 
therefore difficult to design features that can distinguish both primary and metastatic 
cancers from benign nodules.  From a screening perspective, radiologists may be more 
interested in using CAD to detect and classify primary cancers, since they may already be 
alerted to the possibility of metastatic cancer if the patient has a history of cancer 
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elsewhere in the body.  The performance of the CAD system on primary lung cancers 
may be a more informative indicator of its potential usefulness.   
Radiologists use a variety of factors in arriving at a diagnosis, including a 
patient’s gender, age, and smoking history.  We investigated the effect of two 
demographic features, gender and age, at the time of the scan.  Other features such as 
smoking history or presence of other diseases were either incomplete from the patient 
records or difficult to quantify.  Gender was never selected as a feature, but age as a 
feature improved the accuracy of the CAD system for the entire data set and for the 
subset of primary cancers and benign nodules, although the improvement did not achieve 
statistical significance.  Demographic and clinical information may not always be 
available or reported accurately, especially if large-scale screening with CT is performed.  
Using the objective image data to design a CAD system is more flexible in that the 
radiologist can use the assessment by the CAD system as a complement to the other 
clinical information, if available, in the decision-making process.  This study showed that 
although some demographic information is beneficial in diagnosis, the CAD system 
would perform similarly without the non-image features we investigated. 
Currently, researchers are not able to compare the performance of their CAD 
systems because of the lack of a common test set.  If a large test data set with proven 
diagnoses is available, it will be a useful resource to compare the effectiveness of 
different approaches to classification of malignant and benign nodules.  A publicly 
available data set would also increase the number of training samples that CAD 
developers may use for design of their CAD systems. 
 Because of the relatively small data sets available, we designed the two-loop 
leave-one-case-out scheme for feature selection and training the classifier weights.  A 
one-loop leave-one-case-out resampling method is sometimes used for the design of an 
LDA classifier with SFS. In each cycle of the one-loop leave-one-case-out, SFS and LDA 
classifier weights are determined using N-1 cases and tested on the left-out case. The SFS 
parameters Fin, Fout, and tol are chosen based on the test Az from the N test cases.  It is 
desirable to optimize the classifier with respect to SFS parameters because they influence 
the number of features selected and thus the performance of the classifier. However, the 
use of the performance of the classifier designed with the one-loop leave-one-case-out 
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resampling for this optimization will introduce an optimistic bias, because the test cases 
are being used in the optimization process.  In other words, in such an optimization 
scheme, the test Az is not independent of training.  In the two-loop leave-one-case-out 
resampling process, optimization of the SFS parameters is performed only within the (N-
1) training cases in the inner leave-one-case-out cycle.  The left-out case in the outer loop 
is not used either to design the stepwise LDA or to guide the selection of the SFS 
parameters, so that the test Az may not be as optimistically biased.  However, since we 
used the same data set to iteratively improve the CAD system, our CAD system may still 
have been overtrained to suit the characteristics of the nodule samples in this small data 
set.  Further evaluation of its generalizability is needed when an independent test set is 
available in the future. 
 We compared the performance between the LDA and SVM classifiers.  Because 
we were only interested in the relative performance between the two, we performed PCA 
on the extracted FeatMTG features of the entire data set first, and then varied the selected 
number of features as input to the classifiers based on the highest eigenvalues of the 
covariance matrix of the features.  PCA was used because it is a filter feature selection 
method such that it does not select features based on the performance of a specific 
classifier.  This is opposed to a wrapper method such as SFS, which selects features 
guided by the performance of a classifier using those features.  The SVM performed 
slightly better than the LDA when the highest performance was chosen among a large 
number of combinations of kernels and set of parameters for a given set of input PCA 
features.  This indicated that, for our data set, if the SVM was tuned for a specific set of 
input features, it could achieve better performance than the LDA.  However, none of the 
SVMs with a fixed kernel and fixed parameters performed consistently better than the 
LDA for the combinations of kernels and parameters that we investigated. 
A CAD system will only be considered useful if radiologists show improvement 
in diagnostic accuracy when they use the system as a second reader.  The effect of our 
CAD system on radiologists’ classification of lung nodules will be investigated in an 
observer study.  To that end, it is important to continually improve the CAD system to 
provide radiologists with accurate diagnostic information.  Future work will also include 
analyzing interval change information for classification of malignant and benign nodules 
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[20, 21] and building on our previous work [96, 97] in investigating the effect of sample 
size on feature selection and classification. 
5.6 Conclusion 
 In this study we designed new image features by analysis of the gradient field and 
the surface smoothness of the nodules. We have demonstrated that the new features could 
improve the performance of our CAD system.  The test Az for the entire data set was 
improved significantly (p<0.05) when feature selection was performed in the entire 
feature space that included the new features in addition to the morphological and texture 
features. The discrimination of the CAD system between primary lung cancers and 
benign nodules was higher than that between metastatic cancers and benign nodules, 
likely because there is a larger overlap between the appearance of benign nodules and 
metastatic cancers. When the LDA and SVM classifiers used the same feature set 
obtained by PCA, and the number of features was varied between 1 and 15 by changing 
the number of selected principal components, our comparison indicated that no single 
SVM classifier resulted in a consistently higher performance than the LDA in our 
classification task.  Further work is underway to evaluate the usefulness of the CAD 
system in assisting radiologists in the classification of malignant and benign lung nodules. 
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5.7 Tables  
FeatMT FeatMTG FeatMTGD
Two-loop Training Az 0.858 ± 0.023 0.881 ± 0.021 0.892 ± 0.020
Two-loop test Az 0.821 ± 0.026 0.857 ± 0.023 0.863 ± 0.022




Variance of gray-levels 100
LR low GL, obl, x, 90 151
LR high GL, obl,  x, 90 138 86 73
LR high GL, obl, y, 90 144 152 152
Perimeter 152 152
PF2 151 152





# Times Feature Selected
 
(a) 
Table 5.1: Two-loop test Az for (a) entire data set, (b) primary and benign subset, and (c) 
metastatic and benign subset.  The average number of features selected over all inner 
loop leave-one-case-out cycles and most frequently selected features and their frequency 
being selected are also shown for the different data subsets and feature spaces.  The 
features that were consistently selected can be considered the effective features for this 
classification task.  For the RLS texture features, SR = short range, LR = long range, GL 
= gray-level, horiz = the axial plane, obl = the oblique plane, x and y specify which 
direction Sobel filtering was performed, and 0 or 90 indicates the direction the run-length 
statistics features were acquired.  More details on these features were described in our 





Two-loop Training Az 0.895 ± 0.022 0.902 ± 0.021 0.921 ± 0.019
Two-loop test Az 0.857 ± 0.026 0.892 ± 0.022 0.900 ± 0.022
Avg # Feat Sel 5.92 4.04 5.01
Feature Name
LR low GL, y, 0 118
LR low GL, y, 90 112
LR, horiz, y, 0 126
SR, obl, y, 90 105 126 123
GL nonuniformity, x, 0 124
Min CT 125




# Times Feature Selected





Two-loop Training Az 0.855 ± 0.027 0.890 ± 0.024 0.890 ± 0.024
Two-loop test Az 0.822 ± 0.031 0.803 ± 0.034 0.803 ± 0.034
Avg # Feat Sel 2.96 6.69 6.69
Feature Name
Perimeter 100
LR high, horiz, x, 90 104 67 67




Mean of all surface vox grad 96 96
PF2 58 58
Metastatic Cancers and Benign Nodules




























Figure 5.1: Histograms of the longest diameters of the benign and malignant nodules as 























Figure 5.2: Malignancy ratings provided by radiologists on a scale of 1-5, with 5 being 
most likely malignant.  The area, Az , under the ROC curve fitted to the radiologists’ 






Figure 5.3: A schematic showing the major image processing steps of the CAD system.  



















Figure 5.4: In the outer leave-one-case-out loop, the data set is divided into (N-1) training 
cases and 1 test case.  For each (N-1) case cycle, an LDA classifier is designed from a set 
of selected features as a result of an inner leave-one-case-out training and testing scheme.  
After each case is left-out in turn, the two-loop test Az is calculated from the malignancy 
scores of N test cases. 
Outer leave-one-case-
out loop: N cases 
(N–1) training cases 
Inner leave-one-case-out 
loop:  
Stepwise feature selection 
with simplex optimization 
Selected feature set 
LDA trained with 
(N-1) cases 
1 test case 














FeatMTGD, Az = 0.863 ± 0.022
FeatMTG, Az = 0.857 ± 0.023
FeatMT, Az = 0.821 ± 0.026
 
Figure 5.5: ROC curves for the performance of the CAD system based on the two-loop 
test scores.  The two-loop test Az using features selected from the FeatMTG space was 
0.857 ± 0.023, which was significantly higher (p < 0.05) than the two-loop test Az of 
0.821 ± 0.026 when features were selected only from the FeatMT space. The addition of 
demographic information improved the two-loop test Az to 0.863 ± 0.022, but the 











Figure 5.6: Examples of nodules for which the CAD system performed poorly.  (a) A 
large benign nodule that was unchanged over two years, (b) biopsy-proven non-
necrotizing benign granuloma, (c) adenocarcinoma that may have been too small for the 
extraction of useful texture information, (d) metastatic adenoid cystic carcinoma with 
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Figure 5.7: (a) Comparison of test Az between LDA and SVM.  For a given number of 
selected features, 120 combinations of parameters and kernels were evaluated for the 
SVM, and the best test Az is shown.  The standard deviations of the test Az ranged from 
0.024 to 0.026 for both classifiers. The test Az using the radial kernel is also shown as an 
example of the performance when the kernel and parameters are fixed. (b) The sorted 







Computer-Aided Diagnosis of Lung Nodules on CT 




 The purpose of this study is to evaluate the effect of computer-aided diagnosis 
(CAD) on radiologists’ estimates of the likelihood of malignancy of lung nodules on CT.  
We retrospectively collected 256 lung nodules (124 malignant, 132 benign) from the 
thoracic CT scans of 152 patients with IRB approval.  We developed an automated CAD 
system to characterize and provide a malignancy rating for lung nodules on CT 
volumetric images.  An observer study was conducted with receiver operating 
characteristic (ROC) methodology to evaluate the effect of CAD on radiologists’ 
characterization of lung nodules. Six fellowship-trained thoracic radiologists served as 
readers. The reading order of the individual nodules was randomized differently for each 
reader. The readers rated the likelihood of malignancy on a scale of 0-100% and 
recommended appropriate action first without CAD and then with CAD. The observer 
ratings were analyzed with the Dorfman-Berbaum-Metz multi-reader, multi-case method. 
 The CAD system achieved a test Az of 0.857±0.023 using the perimeter, two 
nodule radii measures, two texture features, and two gradient field features.  All 6 
radiologists obtained improved performance with CAD, with three reaching statistical 
significance (p<0.05). The average Az of the radiologists improved significantly (p = 
0.006) from 0.833 (range: 0.817 to 0.847) to 0.853 (range: 0.834 to 0.887). We conclude 
that CAD has the potential to increase radiologists’ accuracy in assessing the likelihood 





 Lung cancer is the leading cause of cancer death in the United States, causing an 
estimated 160,400 deaths in 2007.  Despite advances in treatment and diagnosis, the five-
year overall survival rate is only 15% [3].  Currently, there is no generally accepted or 
recommended screening method for lung cancer that has been proven to reduce patient 
mortality.  As a result, patients typically present with clinically advanced stages of 
disease at diagnosis. 
 One area of active research in lung cancer screening is the use of computed 
tomography (CT), which has been shown to be more sensitive to lung nodule detection 
than chest X-ray (CXR), especially for smaller nodules [6, 8, 9, 13].  Henschke et al. [126] 
reported a 92% survival rate among patients who underwent surgical resection for 
detected Stage I lung cancers.  Sobue et al. [127] reported an almost 100% five-year 
survival rate for patients with nodules less than 9 mm.  These data suggest the benefits of 
earlier intervention with early detection.  It is expected that the National Lung Screening 
Trial, which is a randomized, controlled study of over 50,000 enrolled patients, will 
provide more definitive results as to whether early detection with CT compared to CXR 
will lead to reduced patient mortality. 
 The higher sensitivity of CT results in an increase in the number of nodules 
detected, and thus, an increase in the nodules that need to be followed-up and managed.  
This may require expensive diagnostic tests such as follow-up CT scans and biopsy.  
Multidetector row CT technology has resulted in thinner slices and higher resolution.  
However, the large number of images that radiologists have to interpret greatly increases 
their workload.  Despite higher-quality images, Swensen et al. reported as many as 50% 
of nodules resected at surgery are benign [12], signifying the difficulty radiologists have 
in determining whether a lung nodule is malignant or not by CT and other clinical 
information.  This emphasizes the importance of providing radiologists with tools to 
better characterize nodules and determine the appropriate course of action. 
 Computer-aided detection and diagnosis software is being developed to address 
these issues.  Computer-aided detection has been shown to increase the sensitivity of lung 
nodule detection [25, 42, 128-131].  Computer-aided diagnosis (CAD) methods for 
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classification of lung nodules as malignant or benign have been reported by a number of 
investigators, with the area under the receiver operator characteristic (ROC) curve, Az, 
ranging from 0.79 to 0.92 [1, 47-53, 132].  A few observer studies have been performed 
to evaluate the effects of CAD on radiologists’ assessment of the malignancy of lung 
nodules on CT.  Matsuki et al. [133] performed a study with 4 radiologists, 4 fellows and 
4 residents reading a data set of 25 malignant and 25 benign nodules.  They found that the 
accuracy of each group of observers improved significantly with CAD and the difference 
in performance among the three groups were reduced.  Shah et al. [134] conducted a 
study with eight radiologists reading 28 nodules (15 malignant and 13 benign) and 
obtained a significant improvement in the average Az from 0.75 to 0.81 (p = 0.018) when 
a computer aid was used.  Li et al. [51] found that the average Az for 16 radiologists 
significantly increased from 0.785 to 0.853 (p = 0.016).  In addition, they [135] observed 
that CAD had a beneficial effect on 68% of their changed recommendations for a data set 
of 28 malignant and 28 benign nodules. Awai et al. [136] reported a significant (p = 
0.021) improvement for 19 observers from an average Az of 0.843 ± 0.097 to 0.924 ± 
0.043 for 18 malignant and 15 benign nodules.  A subgroup analysis showed that the nine 
radiology residents improved significantly as a group, but the improvement of 10 board-
certified radiologists did not achieve statistical significance. 
 Although the previous studies have demonstrated a trend of improvement in 
radiologists’ classification accuracy with CAD, the data sets in those studies were small.  
In this study, we collected a relatively large data set of 256 (132 benign and 124 
malignant) nodules to evaluate the effect of our CAD system on radiologists’ estimates of 
the malignancy of lung nodules.  To make it more challenging for the CAD system to 
demonstrate a beneficial effect, fellowship-trained experienced thoracic radiologists were 
recruited as observers. Our data set included both primary and metastatic lung cancers, 
and we analyzed the assessment of the two groups collectively and separately. This will 
reveal the effect of CAD in an environment with a heterogeneous case mix in comparison 
to that of a homogeneous data set. 
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6.3 Methods and Materials 
6.3.1 Collection of CT Studies 
 We retrospectively collected CT scans from the patient archive in the Department 
of Radiology with IRB approval.  The CT studies were acquired in our clinic with a 
variety of GE scanners (GE, Waukesha, WI), including the Genesis HiSpeed scanners 
and the GE LightSpeed series scanner models Plus, Power, Pro 16, QX/i, Ultra, and 
LightSpeed16.  The pixel size ranged from 0.448 to 0.859 mm (with corresponding 
fields-of-view of 25 to 44 cm).  The slice thickness averaged 2.3 ± 1.44 mm (range: 1 to 
7.5 mm), and the slice interval averaged 2.0 ± 1.6 mm (range: 0.6 to 7.5 mm).  The tube 
voltage averaged 120 ± 1.8 kVp (range:120 to 140 kVp), tube current averaged 209 ± 92 
mA (range: 80 to 500 mA), and mAs averaged 214 ± 141 mAs (range: 40 to 570 mAs). 
6.3.2 Nodule Selection 
 For each patient scan, an expert thoracic radiologist marked locations of nodules 
by placing a box encompassing the nodule using a graphical user interface developed in 
our laboratory.  This radiologist did not participate as an observer.  The nodule inclusion 
criteria for this study were: (1) diameter greater than 3 mm as measured by the radiologist, 
(2) appearance of the nodule on at least three slices, and (3) proven diagnosis through 
biopsy, other known metastatic disease, or two-year follow up. 
 We collected 256 nodules from the CT scans of 152 patients.  There were 132 
benign and 124 malignant nodules.  Seventy-two of the malignant nodules were primary 
and 52 were metastatic cancers.  There were 218 solid nodules, 17 ground glass opacity 
(GGO), and 21 mixed attenuation types.  Of the 124 malignant nodules, 64 was 
established by biopsy, and 60 were determined to be malignant either through positive 
PET scans, being in the same lung as other biopsy-proven malignant nodules, or known 
metastases from confirmed cancers in other body parts based on the patients’ clinical 
reports. Of the 132 benign nodules, 15 were biopsy-proven and 117 were determined to 
be benign by two-year follow-up stability on CT.  Of the 256 nodules, 53 were juxta-
pleural and 19 were juxta-vascular.  A distribution of the longest diameters of the nodules 
measured by radiologists is shown in Fig. 6.1. The nodules had an average longest 
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diameter of 11.7 ± 7.7 mm (range: 3.0 -37.5 mm).  Eight of the nodules in our data set 
had longest diameters greater than 30 mm but less than 38 mm.  Although nodules are 
generally defined as less than 30 mm in diameter, we included these masses in our data 
set because their edges and surrounding texture may contribute to the training of the CAD 
system.  Although they seem highly suspicious, one was proven benign by biopsy.  Test 
results with and without these 8 masses were compared. 
6.3.3 CAD System 
Our CAD system is summarized as follows, while further details can be found in 
the literature[1].  First, a volume-of-interest (VOI) containing the nodule was extracted 
based on the box placed by the expert radiologist. Since our CAD system was designed to 
classify whether a nodule was malignant or benign, the input to the system was assumed 
to be a VOI that contained a lung nodule.  If this system is combined with an automated 
nodule detection system in future developments, improvement in the classification 
method to include false-positive nodules will be needed.  The system performed linear 
interpolation in the z-direction to reduce the z-dimension of the voxel to that of the axial 
plane if the slice interval was greater than the pixel size, or bilinear interpolation in the 
axial plane to reduce the pixel size to that of the slice interval if pixel size was greater 
than the slice interval, to obtain isotropic voxel dimensions.  The isotropic voxels 
facilitated the implementation of the 3D active contour (3DAC) segmentation and feature 
extraction operations in the CAD system.  The interpolation to smaller voxel dimensions 
did not increase the spatial resolution of the image data. 
 To generate the initial contour, k-means clustering was used to assign voxels in 
the VOI to the object or the background class based on voxel intensity.  Morphological 
opening was then performed with a spherical kernel that had an automatically calculated 
kernel size based on the size of the clustered object.  The purpose of the morphological 
opening operation was to remove blood vessels that might be attached to the nodule.  The 
nodule in the VOI was then segmented using the 3DAC method.  Our approach to the 




 Morphological features including volume, largest perimeter, and statistics based 
on the CT values (Hounsfeld Units) inside the nodule were then extracted from the 
segmented nodule.  To quantify tissue texture around the nodule, the Rubber Band 
Straightening Transform (RBST) [64] was used to convert a 15-voxel-wide band 
surrounding the nodule on each slice into a rectangular image.  In the RBST image, the 
nodule boundary was transformed to the horizontal direction and the spiculations 
emanating radially from the nodule were oriented approximately in the vertical direction. 
After performing Sobel filtering on the RBST images, run-length statistics (RLS) 
features[65, 66] were extracted.  In addition, gradient field features[93] were extracted 
from the gradient magnitude value at each voxel.  The statistics of the gradient 
magnitudes of all surface voxels and along the rays tracing from the nodule centroid to 
the surface voxels were used to describe the smoothness of the nodule surface. 
 We used a “two-loop” leave-one-case-out resampling method to train and test the 
CAD system using the n available cases. In each cycle of the outer leave-one-case-out 
loop, we reserved one case, including all nodules from this case, as the independent test 
case.  The remaining (n-1) cases were used to train the classifier in a process that 
included feature selection and classifier weight determination.  A subset of most effective 
features was selected by stepwise feature selection.  An “inner” leave-one-case-out 
scheme was performed within the (n-1) training cases to determine the best thresholds for 
stepwise feature selection.  These thresholds were Fin and Fout for deciding whether a 
feature should be included or removed from the feature space, respectively, and the tol 
threshold for setting the tolerance on the correlation of the selected features. In each cycle 
of this inner leave-one-case-out scheme for feature selection, (n-2) cases were available 
for training while 1 case was left out as the test case.  The best set of Fin, Fout and tol 
thresholds was searched by simplex optimization using the test Az of the (n-1) left-out 
cases from the inner loop as a guide. After the feature selection thresholds were 
determined, a set of features was selected from the (n-1) cases and a linear discriminant 
analysis (LDA) classifier with proper weights for the features was built.  This classifier 
was then applied to all nodules of the original independent left-out case and a test score 
for each nodule was obtained.  This procedure was cycled through the n cases of the 
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entire data set in the outer loop, so that each case was left-out in turn, resulting in test 
scores for all the nodules in the data set. 
 A histogram with 10 bins was generated from the test scores of the entire data set.  
Each bin was further separated into benign and malignant classes.  For each class, a 
Gaussian curve was fitted (SigmaPlot 9.0, SysStat; San Jose, CA, USA).  Both curves 
were normalized so that the area under each curve was unity.  The two fitted Gaussian 
curves represented the probability density functions of the malignancy ratings for test 
lung nodules estimated by the CAD system.  The original bin value was mapped as the 
malignancy rating on a scale of 1 to 10. The Gaussian curves with the malignancy rating 
scale are shown in Fig. 6.2.   
6.3.4 Observer study 
 We conducted an ROC study with a sequential reading method in which the 
radiologist was asked to estimate the likelihood of malignancy (LM) of a nodule, view 
the malignancy rating by the CAD system, and then modify his/her LM estimate if 
desired.  The sequential reading method emulated the use of CAD as a second opinion, in 
which the radiologist first made his/her own judgment without CAD and then made a 
refined decision after taking the malignancy rating of the CAD system into consideration. 
Six fellowship-trained thoracic radiologists participated as observers.  
 The reading order of the nodules was “randomized” for each reader such that, on 
average, no nodule would be read more often in a certain order in the reading sessions 
than the other nodules.  In addition, different nodules from the same case were separated 
by a number of nodules from other cases.  The purpose of the randomization was to 
minimize the effects of fatigue, learning, memorization, and nodule correlation on the 
results of observer performance [137]. 
 We developed a graphical user interface (GUI) (Fig. 6.3) to display the CT scan 
and record the observer ratings in this study. For a given nodule to be read, the entire CT 
scan was loaded but the slice in which the nodule appeared to be the largest was shown 
first.  The nodule was enclosed in a box, previously marked by an expert thoracic 
radiologist who did not participate as a reader.  The observer was free to scroll through 
the available slices from the scan, but he/she was instructed to focus on the visual 
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characteristics of the nodule of interest.  No clinical or demographic information about 
the patient was provided.  The original reconstructed CT slices without interpolation were 
shown and the slice interval was displayed.  Readers were free to adjust the brightness 
and contrast of the image, and a zoom function was available. A 3 mm x 3 mm box 
displayed in the upper left corner of the image served as a size reference.  A rendered 
volume for each nodule was available should the observer choose to look at its surface 
characteristics. 
 Each radiologist was asked to rate the LM of the marked nodule on a scale of 0 to 
100% and provide the recommended action (no action; CT follow-up; or immediate 
action, such as biopsy, PET, or surgery).  In addition, he/she marked the presence of 
cavitation, calcification, nodule edge (smooth, lobulated, or spiculated/irregular), and 
attenuation type (solid, GGO, or mixed).   
 The GUI prevented the reader from viewing the rating of the CAD system until 
the assessments listed above were completed.  The classifier result was presented as an 
integer rating on a scale of 1 to 10, as described in the previous section and shown in Fig. 
6.2.  The probability density distributions of malignant and benign classes as estimated 
by the CAD system were shown on the GUI to provide a reference for the observer.  
After viewing the CAD system rating, the radiologist had the option of adjusting the LM 
estimate of the nodule and the recommended action. 
 Each observer underwent a training session with nodules not part of the data set to 
become familiar with the GUI and the experimental process before the actual reading 
session would start.  We instructed the observers to utilize the entire range of the rating 
scale and to interpret the CAD system rating by reference to the two-class distributions of 
the classifier. The radiologists were informed of the total number of nodules and the 
number of patients. They were not told the proportion of malignant and benign nodules, 
only that the prevalence of malignant nodules was enriched compared to what they would 
see in clinical practice.  No time limit was imposed to assess each nodule.   
6.3.5 Statistical Analysis 
We analyzed the radiologists’ malignancy ratings with ROC methodology.  The 
classification accuracy was quantified by Az, which was estimated using the Dorfman-
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Berbaum-Metz (DBM) method for analysis of multi-reader multi-case data[138].  The a 
and b parameters of the individual observers’ ROC curves were averaged and these 
average parameters were used to derive an average ROC curve. We also calculated the 
partial Az, 9.0zA , which is the area under the ROC curve above a true-positive fraction 
(TPF) value of 0.9.  A larger 9.0zA  indicates a higher specificity in the high sensitivity 
region [70, 139].  The DBM method uses the maximum likelihood estimation of the 
binormal distributions to fit the observer rating data and provides an estimate of the 
statistical significance of the difference in the two conditions, without and with CAD, 
taking into account the multi-reader multi-case readings.  In addition, we compared the 
individual observer’s Az values without and with CAD using Student’s two-tailed paired 
t-test. 
 Because primary cancers and metastatic cancers have somewhat different 
characteristics and may be distinguished from benign nodules in different ways, we 
separately analyzed the classification accuracy for two subsets of lung cancers; one 
subset contained only the primary cancers and the benign nodules, and the other subset 
contained the metastatic cancers and the benign nodules. In addition, we analyzed the 
performance when the 8 masses in the data set larger than 30 mm in diameter were 
excluded to evaluate the classification of lesions that were considered to be nodules (≤30 
mm) by radiologists. 
 Differences in feature descriptors provided by the radiologists for cavitation, 
calcification, nodule margin, attenuation, and recommended action were analyzed with 
single-factor analysis of variance (ANOVA).  Numerical values were assigned to the 
responses of each feature.  For example, we assigned solid = 1, GGO = 2, and mixed = 3 
for attenuation type.  We then used ANOVA to determine whether there was a significant 
difference in the descriptors that radiologists provided. 
6.4 Results 
 The CAD system achieved a leave-one-case-out test Az of 0.857 ± 0.023 for the 
256 nodules and a partial Az, 9.0zA , of 0.476.  The selected features were very consistent 
with only a slight variation among the 152 (total number of cases) cycles in the leave-
one-case-out process. Overall, an average of 6.62 features was selected.  The most 
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frequently selected features were the nodule perimeter, two radii measures, two texture 
features, and two gradient field features.  In the 152 cycles, these features were each 
selected between 150 and 152 times, except for one texture feature that was selected in 86 
cycles.  This shows that the minor variations in the training set did not drastically change 
the set of features that would be selected.   
 For the radiologists, the average Az without CAD was 0.833 (range: 0.817 to 
0.847), and it improved significantly to 0.853 (range: 0.834 to 0.877) with CAD (p < 
0.01).  In addition, the 9.0zA  improved significantly from 0.390 to 0.456 (p=0.043).  All 
radiologists showed improvement in terms of Az, with three reaching statistical 
significance (p < 0.05).  The Az values for the radiologists are shown in Table 6.1.  The 
differences in scores without CAD and with CAD for the individual radiologists are 
shown in Fig. 6.4.  The a and b parameters of the individual observers’ ROC curves were 
averaged and these average parameters were used to derive an average ROC curve.  The 
average ROC curves for the radiologists without and with CAD, in addition to the ROC 
curve of the computer classifier are compared in Fig. 6.5. 
 Of the 256 nodules, the radiologists modified their LM estimates after the use of 
CAD an average of 126.0 ± 46.8 times (range: 57 to 192).  We define a “correct” LM 
change when a radiologist increased the LM estimate for a malignant nodule or reduced 
the LM estimate for a benign nodule with CAD, and vice versa for an “incorrect” change.  
The radiologists made correct LM changes an average of 95.0 ± 34.0 (range: 37 to 126) 
times out of the 126 average changes, modifying their estimates by an average of 10.2 ± 
2.8 (range: 6.6 to 13.4) points.  The radiologists made incorrect LM changes an average 
of 31.0 ± 18.2 (range: 16 to 66) times, changing their estimates by an average of 10.9 ± 
3.6 (range 6.7 to 16.2) points.  These changes are summarized in Table 6.2. 
 The radiologists also changed their recommended actions an average of 10.8 ± 5.8 
times (range: 5 to 18).  We consider a change to be “correct” for a malignant nodule 
when the recommended action was changed from “no action” to either “CT follow-up” or 
“immediate action”, or “CT follow-up” was changed to “immediate action”; and vice-
versa for “incorrect” change.  Correct recommended action changes were made an 
average of 6.8 ± 2.5 (range: 4 to 10) times, while an average of 4 ± 3.6 (range: 1 to 9) 
 
 147
incorrect recommended action changes were made.  These changes are also summarized 
in Table 6.2. 
 In the relative scale of our CAD system, a classifier score of 5 indicated that the 
nodule was estimated to be about equally likely malignant or benign, thus providing no 
indication one way or the other to the nodule’s malignancy.  We consider a “correct” 
classifier score as greater than 5 for malignant nodules and less than 5 for benign nodules.  
The effect of the classifier score on the radiologists, specifically on the subset of nodules 
for which modifications to the LM were made and the classifier score was not 5, can 
provide an indication of how useful CAD may be.  As shown in Fig. 6.6, there are four 
possible scenarios.  The classifier score could be correct or incorrect, and for each 
classifier outcome, the radiologist’s LM modification could be correct or incorrect.  We 
found that an average of 78.0% of radiologists’ modifications was correct and the 
classifier score was correct, signifying CAD’s benefit.  There was an average of 13.6% 
incorrect radiologist modification and incorrect classifier scores, suggesting that 
radiologists were misled by the CAD system’s assessment.  On the other hand, 6.4% of 
the modifications were incorrect although the classifier score was correct, and 2.0% of 
the modifications were correct despite the incorrect CAD system score. 
 We analyzed observer performance on two subsets of the data (Table 6.3): (1) 
primary cancers and benign nodules, and (2) metastatic cancers and benign nodules.  For 
the primary cancer subset, the average Az of the radiologists improved significantly (p < 
0.01) from 0.823 (range: 0.805 to 0.837) without CAD to 0.848 (range: 0.823 to 0.866) 
with CAD.  Their average 9.0zA  improved significantly from 0.338 to 0.415 (p=0.045).  
For the metastatic cancer subset, the average Az of the radiologists also improved 
significantly (p = 0.01) from 0.849 (range: 0.813 to 0.877) without CAD to 0.861 (range: 
0.834 to 0.895) with CAD.  Their average 9.0zA  improved significantly from 0.493 to 
0.535 (p=0.01).   
 There was considerable inter-observer variability in the nodule feature assessment.  
The null hypothesis is that all radiologists would give the same feature descriptors for 
every nodule (e.g., all radiologists would consider one nodule to be solid).  Using 
ANOVA, the null hypothesis was accepted only for the presence of cavitation (p = 0.71).  
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For every other feature, the null hypothesis was rejected (p < 0.05), which showed a 
significant difference among radiologists.   
 There were 8 masses with diameters greater than 30 mm in the data set.  If the test 
scores of the eight masses were removed, the test Az of the CAD system was 0.849 ± 
0.024.  When the scores of the eight masses were removed from each observer’s data, the 
average Az for the observers still improved significantly (p = 0.005) from 0.832 (range 
0.813 to 0.853) without CAD to 0.850 (range 0.837 to 0.879) with CAD.  The average 
9.0
zA  improved significantly (p = 0.024) from 0.392 (range: 0.311 to 0.446) without CAD 
to 0.455 (range: 0.402 to 0.548) with CAD.  These results are also summarized in Table 
6.3.   
 The effects of CAD on radiologist performance are demonstrated by the following 
examples.  Fig. 6.7 is an example of the beneficial influence of CAD.  This was a biopsy-
proven non-small cell lung cancer. Radiologists gave an average LM of 45.8% (range 5-
70%) without CAD, but increased it to 58.3% after seeing the classifier score of 7.  Fig. 
6.8 is another example of the beneficial influence of CAD.  This nodule was determined 
to be benign after no changes were observed over two years.  Radiologists gave an 
average LM of 53.3% (range 20-65%) without CAD, but reduced it to 48.3% after seeing 
the classifier score of 4.  Fig. 6.9 is an example for which the CAD system gave an 
incorrect score that did not adversely affect radiologists.  This nodule was found to be 
adenoid cystic carcinoma by biopsy.  Radiologists gave an average LM of 57.5% (range 
35-90%), but they did not modify their rating substantially after seeing the classifier score 
of 4, as the average LM with CAD was 55.8% (range 35-90%). 
6.5 Discussion 
 Our results indicate that CAD can benefit radiologists in characterizing lung 
nodules on CT.  The improvement was modest, though significant, possibly because the 
radiologists participating in the study are experienced fellowship-trained thoracic 
radiologists.  Experience level could influence how beneficial CAD is for a radiologist.  
Awai[136] has reported that radiology residents showed significant improvement from an 
average Az of 0.768 ± 0.078 to 0.901 ± 0.036 (p = 0.009), but there was no significant 
improvement for board-certified radiologists. 
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 As with any other second opinion, the radiologist may or may not concur with the 
suggestion and may even change for the worse on second thought.  The radiologists were 
cautious in making changes, as the classifier score affected them enough to modify their 
malignancy assessment for only half the nodules on average.  Even when the CAD 
system assessment did give them more confidence, they changed their scores by an 
average of only 10 points.  This could be attributed to several reasons.  First, the 
observers were all thoracic radiologists experienced in chest CT interpretation.  The CAD 
system test Az was only comparable to their assessment without CAD.  Second, this study 
was the first experience of using CAD for all observers so that they might not have strong 
confidence in the CAD system.  Finally, the opinion of a CAD system may not be as 
effective as a second radiologist because it is not interactive.  In our implementation, the 
CAD system only provided a relative malignancy rating between 1 and 10 in reference to 
the rating distributions for the data set.  In a consensus double reading setting, the 
radiologist can interact with a second radiologist to understand his/her opinion and 
reasons for arriving at a diagnosis, but this is not possible with CAD.  It may be 
beneficial for a CAD system to provide examples of similar nodules with known 
diagnosis to justify its decision, as in a content-based image retrieval CAD system [140]. 
The effectiveness of these two CAD approaches will warrant comparison in future studies. 
 Our CAD system extracts a variety of features to analyze the nodules.  The 
diversity of selected features, including morphological, texture, and gradient field, 
indicates that many different characteristics of the nodule contain useful information 
about its malignancy.  In particular, the size, edge, and texture surrounding the nodule 
have been found to be effective discriminators.  This is consistent with the findings by 
other investigators in characterization of nodules [60].  The advantage of computerized 
image analysis is that it can extract features such as the skewness of gray level histogram 
or texture descriptors that may not be readily visualized, thus allowing the computer-
extracted information to complement the radiologist’s assessment.  In clinical practice, 
radiologists use other patient information such as age, gender, and smoking history to 
make a diagnosis. We have compared the performances of the CAD system without and 
with patient age and gender as available features.  Age was selected consistently as an 
input feature but the improvement in the test Az value was less than 0.01. Because the 
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gain in performance is minimal and the chance of erroneous or missing input information 
may increase if CAD is recommended for use in a screening setting, we did not include 
patient information in the CAD system.  
 We included both primary and metastatic cancers in our data set.  Primary cancers 
were the majority of the malignant nodules (72/124=58%).  These are the cancers that 
would be of main concern, since CAD would be beneficial when primary cancers are 
correctly characterized in otherwise asymptomatic patients.  There was significant 
improvement (p<0.05) in radiologists’ classification of primary cancers with CAD.  
Metastatic cancers were included in our data set because they would also appear on 
clinical scans, though radiologists may be more vigilant and suspicious of metastatic 
diseases in patients with other cancers.  Nevertheless, CAD also significantly improved 
the radiologists’ characterization accuracy for metastatic cancers. 
 One issue that concerns all CAD researchers is the lack of a large training and 
independent test set.  It is difficult to reserve an independent set for testing because of the 
countering priority to have as many samples as possible for training.  Before larger sets 
from the Lung Image Database Consortium (LIDC) or other sources are available, 
resampling schemes such as the leave-one-out method may be used to estimate the test 
performance.  Our study used such an approach to produce test scores for the nodule set.  
The results of the ROC study indicate that, given the use of a CAD system with the level 
of performance as that in this study, the observers could achieve significantly higher 
accuracy with CAD than without CAD.  This relative improvement demonstrates the 
benefit of using CAD. Whether or not the malignancy ratings for the nodules were 
obtained from independent testing should not affect the estimated relative change in 
observer performance in an ROC study. 
 Large inter- and intra-observer variabilities have been reported on such tasks as 
segmentation [81, 83]. We asked the radiologists to rate nodule features in this study.  
Considerable inter-observer variability was observed among the nodule feature 
descriptors provided by radiologists.  This demonstrates that the radiologists may have 
perceived differences in whether a nodule had solid or GGO components, for example.  
Because features such as the margin or the presence of calcification are also useful 
indicators of the likelihood of malignancy of a nodule [60], when radiologists do not 
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agree on their perception of these features, it may follow that radiologists’ assessments of 
malignancy would be substantially different 
 CAD systems for detecting lung nodules have been approved by the Food and 
Drug Administration and are already in clinical use.  CAD for characterization may 
follow some time in the future.  Computerized image analysis by the CAD system will 
likely provide useful information complementary to, but not in place of, the diagnostic 
and clinical information that the radiologists routinely used for assessment of nodule 
malignancy. Radiologists should be well informed of the performance of the specific 
CAD system before implementing it for clinical practice.  They should also evaluate the 
CAD system over time based on their own experience in assessing nodules without and 
with CAD.  Only if they understand the benefits and limitations can they take best 
advantage of the information provided by the CAD system and use it properly as a 
second opinion.  
 There are limitations in our study.  The participating readers were fellowship-
trained thoracic radiologists and do not accurately reflect the population of radiologists in 
general.  Thus, these results should not be extrapolated to the performance of radiologists 
as a whole, though the significant improvement of these experienced radiologists is 
encouraging.  We plan to conduct an observer study for radiologists that vary in 
experience to evaluate the effect of CAD on their diagnostic performance.  A second 
limitation is the fact that this study was a controlled laboratory experiment, where 
radiologists knew they would be reading cases containing nodules in succession.  The 
prevalence of lung nodules on CT, especially malignant ones, was not reflective of what 
radiologists would typically see in clinical practice.  Since their assessment of the nodule 
in this retrospective observer study would not affect patient care, there is a possibility that 
their response to the second opinion by CAD could be different from that in an actual 
clinical setting. 
 Thirdly, the low number of changes in recommended action could have been due 
to the very broad range of options each choice encompassed.  For example, three-, six-, 
and twelve-month follow-up all fall under “CT follow-up,” while “immediate action” 
could be anything from sputum analysis, PET, or surgery.  A change of less than 20% in 
the LM estimates would therefore not make a difference in the recommended action in 
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most cases.  Furthermore, even if the CAD system is highly accurate, radiologists will 
have to develop strong confidence through their experience with the CAD system before 
they will be willing to change a recommended action in clinical situations because of 
medicolegal issues.  Until CAD is deployed in a real-world situation, it is impossible to 
know whether it would be truly beneficial. 
 Finally, we have taken steps to prevent overtraining and bias in our classifier by 
using the two-loop leave-one-case-out training and testing method so that there is an 
independent test case for each training cycle.  However, we are aware that there is a 
possibility of inadvertent overtraining by virtue of using the same data set many times to 
improve our CAD system.  We will continue to expand the database from our patient files 
and also expect to use the LIDC public data set if pathological results of the lung nodules 
are made available in the future. 
 In conclusion, we performed an observer study to evaluate the effects of CAD on 
the diagnostic performance of radiologists for lung nodules on CT.  We found that 
radiologists obtained significant improvement in diagnostic accuracy with the computer 
aid.  The recommended action changes as a result of CAD were also mostly beneficial.  
These results suggest that CAD may be helpful as a second opinion in increasing 
diagnostic confidence for radiologists.  Future work includes expanding the data set to 
increase the number of training samples, improving the performance of the CAD system, 
and evaluating the CAD system with a previously unseen test set.  Further studies are also 
needed to determine whether similar improvement in diagnostic accuracy will be realized 




Table 6.1: The individual and average performance of the observers in terms of the area 
under the ROC curve (Az) without and with CAD.  The improvement for three of the 
radiologists (indicated by *) and the average Az achieved statistical significance (p<0.05).  
 
Observer Az without CAD Az with CAD
1* 0.817 ± 0.026 0.848 ± 0.024
2 0.845 ± 0.025 0.857 ± 0.024
3 0.843 ± 0.024 0.847 ± 0.024
4* 0.829 ± 0.025 0.853 ± 0.023
5* 0.847 ± 0.024 0.877 ± 0.021
6 0.817 ± 0.026 0.834 ± 0.025
Average 0.833 0.853  
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Table 6.2: The number of times on average that observers changed their likelihood of 
malignancy (LM Change) estimate and recommended action (Action Change) with CAD, 
with the percentage relative to the total number of nodules in parenthesis. 
 
LM Change Action Change
Total 126 ± 46.8 (49±17%) 10.8 ± 5.8 (4±2%)
Correct 95 ± 34.0 (37±13%) 6.8 ± 2.5 (3±1%)




Table 6.3: The average performance of the observers in terms of Az and 9.0zA  for the entire 
data set, the primary and metastatic subsets, and the data set excluding the eight masses 
(>30 mm).  All improvements with CAD were statistically significant (p < 0.05). 
 









All 256 nodules 0.833 0.853 0.390 0.456
Primary cancers 0.823 0.848 0.338 0.415
Met cancers 0.849 0.861 0.493 0.535

























Figure 6.1: Histograms of the longest diameters of the benign and malignant nodules as 




























Figure 6.2: (a) The 10-bin histogram of classifier scores with fitted Gaussian distributions 
for the malignant and benign classes. (b) Sample malignancy rating for a nodule shown to 
an observer in reference to the class distributions (solid line = benign, dashed line = 
malignant).  In this relative scale, a score of 5 yielded a likelihood ratio of about 1.  














Figure 6.3: The graphical user interface used by radiologists in the observer study.  The 
first slice of a scan presented is the one containing the nodule marked in a box.  The CAD 
system score (Fig. 6.2(b)) would appear in the upper middle of the screen after the user 
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Rad 1:Without CAD: 0.82±0.03 
With CAD: 0.85±0.02 
Rad 2: Without CAD: 0.85±0.02 
With CAD: 0.86±0.02 
Rad 3: Without CAD: 0.84±0.02 
With CAD: 0.85±0.02 
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Rad 4: Without CAD: 0.83±0.03 
With CAD: 0.85±0.02 
Rad 5: Without CAD: 0.85±0.02 
With CAD: 0.88±0.02 
Rad 6: Without CAD: 0.82±0.03 
With CAD: 0.83±0.02 




























Figure 6.5: Average ROC curves for the six radiologists without (Az = 0.833) and with 





Figure 6.6: Influence of CAD system’s malignancy rating on radiologists’ LM estimate 






























Figure 6.7: Example of a non-small cell lung cancer that radiologists gave an average 
likelihood of malignancy of 45.8%, but increased it to 58.3% after seeing the classifier 





Figure 6.8: Example of a benign nodule that radiologists gave an average likelihood of 
malignancy of 53.3% but was reduced to 48.3% after seeing the classifier score of 4, 







Figure 6.9: Biopsy determined that this was adenoid cystic carcinoma, and radiologists 
gave it an average LM of 57.5%.  Though the classifier score of 4 was incorrect, the 
radiologists changed the likelihood to an average of 55.8%, showing that radiologists are 









Summary and Future Work 
7.1 Summary 
 We have investigated and improved the various components of a computer-aided 
diagnosis (CAD) system, Our CAD system pre-processes a volume-of-interest (VOI) 
containing the nodule to obtain an initial contour.  The active contour model is used to 
segment the nodule, from which features may then be extracted.  Feature selection 
chooses the best set of features to build the classifier.  The classifier’s output is the 
malignancy rating. We demonstrated a statistically significant improvement in the 
malignancy assessment of 256 nodules by six fellowship-trained thoracic radiologists 
with CAD. 
 Effective segmentation of the nodule is vital for extracting accurate feature 
descriptors.  We adapted the active contour model for its speed and accuracy in 
segmentation.  We added new energy terms to the cost function to use 3D information 
from volumetric CT data.  Manually drawn contours by radiologists serve as the gold 
standard for nodule segmentation, but even these contours vary between experts.  
Figures-of-merit such as overlap or distance between points on the contours have been 
proposed.  Since the ultimate goal of segmentation in our application is for nodule 
classification, we used the classification accuracy quantified by the area under the 
receiver operating characteristic (ROC) curve, Az, as the figure-of-merit.  This figure-of-
merit was effective in providing high classification performance during leave-one-out test 
evaluation.  We further tested our segmentation on an independent data set provided by 
the Lung Image Database Consortium and compared them with the gold standard 
segmented boundaries provided by 6 expert chest radiologists to verify its performance.  
In addition to using test Az as a measure of effectiveness, we also proposed metrics to 
quantify segmentation results. 
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 CT scanning technology has been improving rapidly; comprehensive and 
quantitative evaluation on the effects of scanning parameters on segmentation 
performance in terms of volumetric measurements has not been conducted to our 
knowledge.  When patients receive follow-up CT scans, often the scans are acquired with 
a different set of parameters that are determined depending on the need at the time.  For 
example, a low-dose, low-resolution scan at baseline may be followed by a scan at higher 
dose and resolution in subsequent repeat scans.  If CAD is to be used to track indicators 
of malignancy such as interval change in volume, then the scanning parameters may 
affect the accuracy of segmentation and thus the change assessment.  Therefore, we 
investigated the effect of slice thickness, tube current, pitch, and field-of-view on 
automated segmentation.  We found that varying slice thickness had a significant effect 
on volume measurement, and we concluded that patients should be scanned using 
identical parameters at follow-up.  The investigation also provided insight in how the 
partial-volume effect influences volume measurements.  Knowledge of the potential 
biases in volume change assessments could help radiologists interpret volume estimates 
more appropriately. 
 The number of features that could be extracted from image analysis is essentially 
unlimited.  However, the only features that are useful are those that are effective in 
discriminating between malignant and benign nodules.  The presence of useless features 
in the feature space can be detrimental because they may obscure the function of the truly 
effective features, especially when the training sample size is small.  Given the limited 
amount of clinical data with ground truth that is available, we conducted a simulation 
study to investigate the effect of finite sample size on CAD system performance.  Many 
feature selection methods have been discussed in the literature.  We chose to evaluate 
several commonly used methods for our application, including the stepwise and floating 
search algorithms that use a classifier to guide the search for features.  The feature 
selection methods were combined with linear discriminant analysis (LDA) and support 
vector machine (SVM) classifiers.  The relative performance of these combinations was 




 We designed an improved CAD system for lung nodule classification by 
designing new feature descriptors based on the gradient field.  Applying a two-loop 
leave-one-case-out resampling method to the limited clinical data set, we sought to 
reduce the optimistic bias on the test results that could occur when a one-loop leave-one-
case-out scheme is used.  We showed that classification performance improved 
significantly with the addition of the new features.  Furthermore, we performed PCA on 
the extracted features and varied the order, i.e., number of principal components used, as 
input to the LDA and SVM classifiers.  Using various kernels and parameters of the SVM, 
we found that there was not a single kernel and set of parameters that consistently 
performed better than the LDA.  Only when the best-performing SVM, out of all the 
kernels and parameters studied, was chosen for a given PCA order did the SVM have 
higher test Az than the LDA. 
 To test the effectiveness of the CAD system, we conducted an observer ROC 
study with six fellowship-trained thoracic radiologists serving as readers  to compare 
nodule classification without and with CAD.  They provided a malignancy rating for a 
nodule on a 0-100% scale without CAD.  Immediately following the viewing of the CAD 
system’s assessment, they were allowed to modify their rating.  Using the Dorfman-
Berbaum-Metz method for multi-reader multi-case ROC analysis, we found that the 
radiologists on average achieved statistically significant improvement in malignancy 
assessment with CAD.  These results indicate the potential usefulness of the CAD system 
as a second reader for radiologists in characterizing lung nodules. 
7.2 Future Work 
 Ideally, a CAD system would have 100% accuracy in characterizing lung nodules, 
so that no patient would have to endure a biopsy for a benign nodule.  Radiologists and 
physicians would need to only focus on determining the type of cancer the patient has 
and deciding on the best course of treatment.  Barring that, a more realistic goal would be 
for the CAD to be accurate enough to provide a reliable second opinion.  Extending the 
investigations conducted in this dissertation towards that goal would involve: 
• Reducing the number of energy terms in the 3DAC total energy equation – 
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The weights for the eight current energies need to be determined for segmentation 
to be robust when applied to new nodules.  Searching for the set of eight ideal 
weights with a small data set may lead to sub-optimal results.  A smaller search 
space would reduce complexity and overfitting. 
• Exploring other segmentation methods – 
The 3D AC is faster compared to level set segmentation methods and more 
accurate compared to adaptive thresholding methods.  Accurate segmentation is 
important for measuring features such as volume.  Further comparison with other 
segmentation methods to search for faster and more accurate methods than the 3D 
AC may be warranted. 
• Extending the feature space beyond what can be extracted from the VOI – 
Only image features that may be extracted from the VOI are used in the current 
system.  A radiologist makes use of other information to make a decision.  A 
study in our laboratory is currently underway on the use of temporal features from 
repeated CT scans over time, such as change in volume or in tissue texture around 
the nodule.  Clinical and demographic information could also be important 
indicators as to the overall health of the patient.  We added age at the time of the 
CT examination and gender to the feature space, but those features did not 
significantly improve the classifier’s performance.  The number of other detected 
nodules and their features could be combined to provide an overall view of the 
patient’s lungs. 
• Incorporating other clinical information – 
For example, the ability to process PET/CT fusion scans would add another 
dimension in imaging.  Radiologists read through a patient’s clinical history to 
understand what other radiologists have found in the past, or to determine any 
factors that may contribute to the patient’s state of health.  Natural language 
processing techniques to mine these reports may benefit the decision making of 
the CAD system. 
• Interactivity with radiologists – 
Currently the output of the CAD system for a malignancy rating is an integer on a 
scale of 1 to 10, and that may not give radiologists an understanding of how the 
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CAD system estimated the likelihood of malignancy of a nodule.  If the CAD 
system could provide feature values or other evidence to support its decision such 
as showing nodules with similar characteristics that have been biopsy-proven, the 
radiologists may have more confidence in the CAD system’s assessment.  If the 
radiologist disagrees with the classifier result, this information could also prevent 
the radiologist from second-guessing himself when he knows how the CAD 
system may have calculated an incorrect assessment. 
• Improvement with new data – 
A large training set is essential for the CAD system to learn from the 
characteristics of malignant and benign nodules.  A method to collect nodules 
with proven diagnoses and periodic retraining of the CAD system is needed for 
improvement in accuracy. 
• Performing an observer study with various groups of radiologists – 
The readers who participated in our observer study were fellowship-trained 
thoracic radiologists.  It will be important to evaluate the effects of CAD on 
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